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PREFACE 



hURING recent years it has come to be more widely 
recognized in the various achoois of chemistry that a 
idy of physical cheraiatry is necessary for all those who 
]i to study chemistry with any degree of thoroughness. 
The theoretical significance of physico-chemical coiiatants, 
] the fact that they find their application in almost every 
inch of chemistry, renders it essential for all students of the 
B to become familiar — to some extent, at any rate— with 
Jysico- chemical methods. 

s not possible within the limits of a small volume such 
E this to deal with every phase of the subject. I have, 
srefore, chosen such experiments as will demonstrato the 
mdameiilals of the subject, in order that, in the first place, 
' the student may familiarize himself with physico-chemical 
measurements, and secondly, that he may fix more firmly in 
hia memory the knowledge that he has already gained in the 
lecture theatre. If a science is to really live, it is essential 
that theory and practice should go hand in hand. One 
principle demonstrated by the student himself is of far more 
value to the student than pages of lecture notes. 

The importance of spectrum analysis seems to have been 
overlooked in the past, but it is the opinion of the author 
that the student should at least be familiar with the principal 
features of the subject, such as "mapping of spectra" and 
•"determination of wave-lengths," etc.; therefore a short j 
chapter on this subject finds a place in the present volume. | 

Short chapters of Electrochemical Analysis, EHftctTQl^tic ' 
1 Preparations, have also been included, \>eca.U&6, \w.aiA«.* fl&eis 
' purely academic value, they have their iiiduaW\a\ a.V^V<^'i''w=>^*' 
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I have thought it neceBsary, in certain sections at any rate, 
to introduce jiist sufficient theory to enable the student 
understand the principles of his experiment, because, owing 
to the fact that many experiments require special apparatus, 
it is not possible for all the students to do the same experi- 
ment at the same time, and it frequently happens that a 
student's practical work is in advance of his theory. Hence 
the introduction of a little theory prevents the experiment 
becoming mechanical. 

It will not be usually possible for students to perfoi 
periments in all the sections, nor is it possible to say 
sections should be omitted where the time is limited, because 
80 much will depend upon the particular requirements of the 
student. For example, it may seem advisable for a student 
who intends to pursue certain industrial work to study 
thoroughly electro-analysis, electrolytic preparations, etc., at, 
the expense of some of the more academic sections. Therefore, 
the actual experiments selected must be left to the discretion 
of the demonstrator. 

In every case the student should read up the corresponding 
section in some theoretical textbook as soon as possible. 
Senter's " Outlines of Physical Chemistry " admirably meets 
the requirements of most students. 

A slight knowledge of advanced mathematics (elements od 
calculus, etc.) has been assumed. 

It is not possible to acknowledge all the textbooks which 
have assisted in compiling the present volume, but, in con- 
clusion, I should like to acknowledge my indebtedness to 
Ostwald- Luther '3 " Physical Chemistry Measurements," 
Traube'a " Physicochemical Methods," Elbs' "Electrolytic 
FrepaiationB," Watts' " Spectroscopy." 

J. B. F. 

OBEHICAL DEI'ARTMENT 

Abmstiloho Colleqe 

JV* wcastlb-os-Tly n e 
J'a?iiiary, 1915 
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INTRODUCTION 

The Balance : Buku for Weighing — The balance should be 
placed so that it is protected from direct rays of the siiii or 
other aoiirces of heat, which would produce inequality of tem- 
perature in the difTerent parts. It should rest on a firm 
bench, which ia free from vibration. 

The balance must be kept horizontal by moans of the foot 
Bcrewa. This position is indicated by a spirit-level or plumb-line. 

The interior of the balance case should be kept dry by 
means of calcium chloride, etc. 

The weights should be placed on the pan only after the 
a/nedment of the beam, picking up the weights in all cases by 
means of forceps. Rapid swinging of the beam is not con- 
ducive to accurate weighing, and the final weighings should 
be made with the case closed. 

Adjustnifvi of the Balance — The sensibility, and hence the 
period of vibration, are regulated by means of a gravity bob, 
situated near the middle of the pointer. The adjustment is so 
made that the period of vibration for a short-armed balance is 
from six to ten seconds, and from ten to fifteen seconds for a 
long -armed balance. 

The adjustment, so that the pointer swings equally on both 
aides of the middle di\'ision of the scale, is made by movable 
weights attached to the end of the beam ; when these fail, the 
unsymmetrical weight in the middle of the beam is given such 
a position that the adjustment can be made. 

Lekrmiitation of the Zero-Point — It is not neceBsary nor 
desirable in weighing that the weights be so aA^uaXfei., bq \1iwS- 
rfe pointer will swing equal on both sic\e& oV iW wi^&e, 
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division of the scale. The actual re sting- point is determinod 
from the several tiiming- points of the pointer. 

The ztro is determined by releasing the beam and allowing 
it to swing freely {free from any load). Then, neglecting the 
first swing, observe the extreme points on the scale, taking- 
two readings on one side, and one on the other. Suppose the 
readings on the right are called positive, and those on tht 
negative, and the readings on the right were +6-5 and +5'6, 
and the reading on the left - 5-6, then the mean reading on 
the right was +6'01, and the zero will be halfway between 
+ 6-01 and ~f,-ii—i.i:, +0-10, that is. O'l of adivision to tie 
right. It frequently happens that this zero changes afMr 
the weighing of heavy loads, therefore it must be frequently 
redetermined. 

As before mentioned, it is not desirable to have to adjust 
the weights so that the pointer moves " symmetrically'^ 
about this Kero; such a process would be tedious, and i 
absolutely unnecessary. To avoid this the seTisibilili/ of the 
balance is determined. By the sensibility of a balance is 
meant the ckaiiffe of positim of the zero, for an increase if 
1 ragm. on one side of the balance. 

The weighing on the pan is only made to within 1 cgra., 

the milligrams being determined by means of a rider working 

^ on a graduated beam. Suppose, wheu the weight has been 

^L practically determined, the resting-point calculated from the 

^K swings is 2-40. Now move the rider so as to increase t" 

^^ weights by, say, 2 mgms., and the reating-point now be — 1 

^M The resting-point has moved through i-2 divisions for > 

^^ change of 2 mgma. — i.e., 2'1 divisions for 1 mgm. This is the 

^M sensibility of the balance for the load used. The sensibilitf 

^M changes, however, with the load, and it is therefore necasaai^ 

^B to determine the sensibility for different loads, say for evexj 

■ 10 grams. Then plot a curve so that the sensibility can tie 

(feCerinined for an/ load ; plot the YoaAa as abacaaaK mwL tfea 

oorivaponding sensibilities as ordmales. 
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Knowii^ the sensibility of the balance, it is possible to 

weigh to the fourth decimal place. Suppose the zero of a 

balance is found to be + 1, and that in a certain weighing the 

resting-point is found to be + 1 *5, also let the sensibility for this 

particular load be 3*5. In the weighing we have a change of 

resting-point of + 0*5. Now^ we know from the sensibility that 

1 mgm. produces a change of 3*5^ hence a change of 0*5 is 

0*5 
produced by ^^ = 0*14 mgms. Thus, if the weights plus 

rider on the balance read 21*693 grams, the true weight is 
21*69314 grams. It is usual to take the nearest fourth decimal 
place, as without additional precautions the fifth place is of no 
value. 

CalibraMan of a Set of Weights — Let the larger set of weights 
be designated b(f, 20', IC, KT, 5', 2', 1', r, V". 

Place the 50-gram weight on the left-hand pan and exactly 
balance it by the others, the final adjustment being done by 
the method of oscillation. Then place the 50-gram weight 
on the right-hand pan, and repeat the weighing. Suppose 
we have — 

Left. Bight. 

(1) 50' 20'+10'-»-10'+--i-..+a,7n^. 

(2) 20' + 10' -H 10"+ . . + 6, mg. 50' 

then 50' = 20' + 10' + 10^+ . . ^^{a + ^mg. 

Similarly we obtain — 

2V =^W + W ^-i^c + dymg. 
and so on. 



Putting a, /3, y, , 


. . f or 1 


i(a+6),J(c+d).i(«+/) 
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we get — 










f>V: 


= 20' + 10' + 10'+ . . . 


+ a 




20'. 


= 10' + 10' 
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■V^ 


h'+r+i'+r 


'+1'"^ 


'IV 


-V^ 



in wbicb a, /9, y, S, can he either positive or negaXVve, 
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Then, comparing ail weights against the lO'-gram weigbt, 
we have — 

5(r = 5xl(y + a + )8 + 2y + 5 
20'-:2xl0'+)8 + y 
lO^'^lxlO' + y 

10xlO'H-a + 2i8+47+28 
.-. S=100grams = 10xl(r + (a + 2)8 + 47+28) 
Le<^ ^ (a + 2)8 + 4y + 28) - or, then 

10' = 10 grams - a- 
10^ =10 grams=o" + y 
5' + 2^ + 1' + 1^+ 1"'= 10 grams-o-+8 

20' =20 grams -2<r+i8+y 

50' =50grams-5o-+o+i8+2y + 8. 

The actual values of a, )8, y, etc., have been determined 
during the weighing, and can here be substituted in the i 
above. 

In a similar manner the 5', 2', 1', 1^, 1"' are compared wi4 .; 
each other, and also the fractional weights. From the values | 
thus obtained a table showing the exact value of each weig^ 1 
should be made. 
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CHAPTER I 
THERMOSTATS 

Is oi-der to perform many of the experiments described 
in the present volume, it ia necesBary that the whole of 
the materials used ehould remain at a constant and definite 
temperature throughout the duration of the experiment. 
This is usually accomplished by immersing the apparatus 
and ite contents, or such portiona as may be necessary, 
in a bath usually of water, the heating (or cooling) of which 
can be so automatically controlled so that the temperature 
remains constant within certain narrow limits for an indefinite 
period, or at any rate for the duration of any experiment. 
A bath which is so regulated is known as a ihermoslat. 

The nature of the bath may vary according to the require- 
ments of the experiment. In some cases a large-sized beaker 
will BufGce, but usually a sheet copper (or galvanized iron) 
tank, about 60 cms. x 60 cms. x 60 cms., is used. Very often 
a cylindrical bath of similar dimensions is used instead of a 
cubical bath. In cases where it is necessary to observe the 
apparatus during an experiment, a thermostat in which a 
sheet of glass has been let in on opposite sides is used. But 
very often for such experiments a large beaker or an inverted 
bell jar may be conveniently substituted. The copper or iron 
bath should be covered on the outside with a layer of felt. 

Tliermo-Begnlatora — The heating of the bath is usually 
effected by means of a gas flame. But it is obvious that once 
the bath has attained the required temperature, the function 
of the flame is to counterbalance all loss ot \ve&,ti iTom «.\).<t.^ | 
causes as radiation, evaporation, etc., which is 'h's ivo ■ni.e».-«i 
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ieontrol tbe flame ; this is done by meaus of a Ikermo-regulator. 

I Two useful typea are shown in Fig. 1 . The bulb portion A ie 
filled with some liquid which has a high coefficient of expan* 
Bion, and at the eame time a fairly high boiling-point. 
Toluene is very Buitable for the purpose. The rest of the 
apparatuB is filled with mercury up to tube B, which iB of 

1 snudl bore, in order to increase the Bensitivenosa of the regu- 

(btor. The gas passes in through tube 0, which is fixed 




the top of the regulator tube by a cork, and thence through 
E to the burner. If the temperature of the bath gets too 
high, the toluene expands, drives the mercury up the tube B, 
and closes the inlet tube C, thus cutting off the gas-supply. 
To prevent the flame being extinguished, a certain amount of 
gas passes to the burner by means of the by-pass D, thd 
actual amount of gas passing being controlled by a stop-cock 
or dip, and it is arranged that the desired temperature it 
mimost maintained when V is closed. 



To fill and adjust the BeguUtor — Bemove tube C and flt a 
glass tiibeH,- connect this by means of rubber tubing (prea- 
Hure tubing), provided vrith a pineh-coek, F, to a pump. 
Connect a short length of glass tubing to E, provided also 
with a pinch-cock. The glass tube dtps into a beaker of 
toluene (sea Fig. 2). Now close the pinch-cock at 6 and 
exhaust the apparatus by means of the pump ; then close the 
pinch-cock F and open the pinch-cock on G, when toluene will 




be drawn into the apparatus. Now invert the regulator and 
again exhaust, and again adroit toluene until only a small 
amount of air remains. Again exhaust and pour over the 
bulb of the regulator a stream of hot water, causing the toluene 
to vaporize, thus driving out most of the air ; shut off the 
pump, and again admit toluene whilst cooling. There should 
atill be left a small air space. Now remove the tube at H 
and introduce a quantity of mercury. Again invert the I 
regulator so that the mercury reaidea round t\ie tMOoft E. k^ft 
Fig. 3). Now esbauat while heating the buW) ■w\t\i\iQ^ -waJ^^ 
aatiJ all the air has been driven out. Now mvert \i\ift te^- 



l-ktor, and on cooling the mercury will be drawn into the stem 
' of the regulator. If a Bmali bubble of air still persists, it can 
frequently be got rid of bv alight shaking, and then allowing 
to stand, since toluene oisEolvee air to some extent. The 
excess of toluene which appears on the top of the mercury 
may be removed by a small roll of filter-paper. To adjust 
the quancity of mercury, place the regulator in a bath at the 
desired temperature. Then remove the mercury by means of 
a pipette (see Fig. 3) until the meniscus is just above the top 
of the capillary. If insufficient mercury has been added, heaj 
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up the bath until the mercury appears above the capillary, 
then add a little more, setting the regulator as before- The 
tube C is then put in position, so that at the temperature 
required it is just closed by the mercury. This position has 
usually to be found by trial. This regulator, when worHng 
properly, should be given a constant temperature with ±0-1 . 
For temperatures below that of the surroundings, a regulator 
as shown in Fig. 4 is used. It is filled just as in the case 
of the gas regulator. The adjustTnent oi tin^ vokkhb"! 
mem'sous is made in this case by meaiva oi ente-w H- >^ *«« 



t AND ADJUST THE flEGULATOR 

t of ice-cooled water is admitted at L, and wheti the 
li is below the desired temperature, the mercury in B falls, 
1 allowing the ice-cooled water to escape through G to 
le- As the temperature rises the tube Q is closed by the 
rcury, thus causing the iced water to escape through K, 
ich runs into the I>ath. The rate at which the water 
ters through L must be so regulated that it can easily 
■ carried away by tube Q without any fear of it rising to 
w level of K. Owing to the gradual increase in the amount 
I water in the thermostat, the bath in this ease must be pro- 
with an overflow tube, which is connected with the 

■In order to maintain a uniform temperature throughout 
B bath it is necessary to stir the water. This may be con- 
Diently done by means of an air blast where the tempera- 
re of the bath is not too high. A piece of soft metal 
Biposition tubing, closed at one end, is bent in the form of 
r ring, and pierced at intervals of about a decimetre with 
small pinholes ; this is connected with an air blast such as is 
produced by a water-blower. As the air escapes it stirs up 
the water. Where this is not possible, an ordinary stirrer 
may be used, to which a pulley and bearing is fitted- A con- 
venient stirrer may be made from a bicycle hub, by replacing 
the asle by a longer steel rod, on one end of which is attached . 
a screw clip, and on the other a pulley. A suitable form of 
stirrer can be fastened on by the screw clip, and the stirrer 
rotated by means of a small motor or hot air engine. 

The thermo -regulator, the stirrer, and also a Beckmaim 
thermometer, are supported within the bath by means of 
retort damps fasten«l to the side. The regulator is then 
connected up with the gas-supply and with a small burner 
underneath the bath. For temperatures below 50° F. a suit- 
able burner is obtained by removing the tube from an 
ordinary bunaen burner- For higher temperatures a bunsen 
fitted with a rose or gauze top may be used. The bath 
should initially be filled with water which has been heated to 
approximately the temperature required. For temperatures 
above 50° F. the water may he covered with a layer of oil, to 
prevent undue loss by evaporation. i 

For very high or very low temperatures, where aawstawftY w I 
reguireJ, tbe boiling-point of certain liquidfi Vs \iBftiN., OT '^laft 
mefiiuff of certain solids. For suitable substances see, kg^-w^vf.. 




DENSITY OF GASES, LIQUIDS, AND VAPOURS 

Density of Oases and Vaponis— Strictly, the density of a gas 
[ la the mass of unit volume — i.e., of 1 c.c. ; but as gasea are 
greatly influenced by temperature and pressure, density is 
defined as the mass of unit volume at N.T.P. It ia, however, 
more convenient to determine the density of the gas relatiTe 
to some standard whose density is taken as unity when 
measured under the same temperature and pressure. Hydro- 
gen is fi'equently taken aa the standard, but of late years 
oxygen = 32 has been suggested, since in chemistry the 
densities of gases are usually determined with a view to ascer- 
taining their molecular weight; and as oxygen is now the 
standard for atomic weights, it is advisable 
to determine densities by this standard also. 

To Determine the Absolute Density of Dry 
Oxygen — A clean dry bulb about 200 co, 
capacity, and fitted with a capillary tube and 
tap (see Fig. 5), is first calibrated by weighing 
it vacuous aud then filled with water at a 
hnown temperature; then, by multiplying the 
weight of water by its density at that particular 
y temperature, the volume of the bulb can he 
I ascertaine<l. {Note — in all weighing it ia ad- 
visable to use a counterpoise of approximately 
the same weight and volume in order to 
eliminate errors due to the buoyancy of the 
Flo. 5 air.) Having determined the volume of the j 

bulb, it is now dried thoroughly and evacuated. 
Oxj'gen dried by passing through caVcium c\A(it\ie, VcAwa is ' 
earefully admitted, the bulb being p\ace4 in a. i:tv(irai^»\si. 
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during filling (Fig. 6), which should take at least five minutes, 
and the bulb again weighed. 




"^^gas 



7b Pump 



If w is the weight of vacuous bulb and W the weight when 
full of oxygen, then W -w=: weight of the oxygen. 
If V= volume of the bulb, then — 

Vx273xj? 
^^■■(273h-0x76O* 

Hence the density of the gas will be — 



Since 1 gram molecule of a gas occupies 22400 c.c. at 
N.T.P., the molecular weight will be — 

M = 22400 x(^>. 

'0 

To Determine the Density of Carbon Dioxide Relative to 
Oxygen — ^Repeat the above experiment, weighing the bulb this 
time full of carbon dioxide. If the carbon dioxide is generated 
in a Eipp's apparatus, the bulb is filled under slight pressure ; 
it is therefore necessary to open the tap for a second to allow ^ 
the gas to come to atmospheric pressure. ^ 

In both the above experiments tbe \>\x\\) »\iO\i\^ \i^ ^^^ 
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1 a tbermostat during the fiUing, aad should remain in t 
iBst five miDUtes before cloaing the tap. 
Since the volume, temperature, and pressure, are the • 
Ifor both gaaes, the relative density will be — 

A of CO, W eight of CO, 
i of O, " Weight of Oj ■ 

DetenmuUion of Vapour Deiisiiy {Victar Meyer's Method) — 
The commonest and most convenient method for the deter- 
mination of the density of the vapour of a substance which 
is not a gaa at ordinary temperatures is that due to Victor 
Meyer. 

A definite quantity of substance is introduced into an air 
chamber, which is kept at a coustant temperature (this 
temperature muBt be higher than the boiling-point of the 
substance to be tested). When the substance vaporizes it 
displaces its own volume of air, which is collected and 
measured at a known temperature and pressure (usually air 
temperature). 

The apparatus (Fig. 7} consists of a cylindrical glass vessel, 
having near the top two side tubes, and closed with a rubber 
Btopijor lubricated with graphite. Through aide tube A is 
fitted, by means of a rubber stopper, a short glass rod flattened 
at the end. Side tube B, through which the expelled air 
passes, leads into an inverted graduated glass cylinder over 
water (boiled). This glass vessel is surrounded by an outer 
jacket, in which some suitable liquid is boiled. 

I>«(at/s— Weigh out into a small stoppered tube or bulb a 
small quantity of the substance (e.g., chloroform). Heat up 
the tube with the vapour of some suitable liquid, until 
no more air is expelled from tube Jf. Then introduce the 
weighed substance through the top of the tube, so that 
it rests on the flattened part of the glass rod ; see that ail 
joints are tight ; invert a graduated tube filled with water 
over the side tube, and then slightly twist the glass rod so 
that the tube falls to the bottom. (Nde — the bottom should 
be protected with a wad of asbestos fibre.) Vaporization 
takes place, and equivalent volume of air is expelled. When 
no further air is expelled, the volume in the graduated tube 
/s read off. 
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Odkatalion — Let T be the yolume of air expelled, 
t the temperature of the air, 
p the bu^metric preaenre, 
X the vapour preaeure of water vapour at CC, 
v) the weight of subetance taken, 
A preaaure doe to column <^ water in 
graduated tube. 




e of air &t N.T.P.— 

V Yx273x(j)-a!-A) 

"" (( + 273)x760 ■ 
Hence we get Vo, which is the volume which w grams of the 
subetatice would have if it were a vapour at N.T.P. 

^.■, Weight o! 1 c.o. of vapoar = Y-- 
And the molecular tceight = 22400 x y-. 

The density relative to some standard is found by dividing 
the weight of 1 c.e, of vapour by the weight of 1 c.c. of unit 
of gas (usually air or hydrogen). 

Suitable heating substances are water, 100° ; aniline, 183°; 
nitrobenzene, 211° ; diphenylamine, 300" ; paraffin bath, 350°; 
Bulphur, 448" C. 

The heating liquid should have a boiling-point about 30" to 
40° above the vapor i zing-point of the substance. 

Density of Liquids — The density of a liquid is the mass of 
unit volume. For liquids the mass of 1 c.c. of water at 4° C. 
is taken as the unit of mass. 
Hence the density of a liquid 
may be defined as the ratio of 
its mass to the mass of an 
equal volume of water at 4° C. 
The most convenient form of 
apparatus for determining the 
density of liquids is what is 
known as a " pyknometer'' 
(Fig. 8). It consists essentially 
of a U tube ; usually one limb 
is about 1'5 cms. diameter, and 
the other capillary 1 to 1 '5 mro. 
bore. For accurate experiments 
the two ends of the tube are 
fitted with ground glass caps. 
I For ordinary purposes these may be omitted, except where 

very volatile liquids are used. 
I Prior to making a determination of the density of a liquid, 
\^e pyknometer should bo t>\oToug\v\y dea-xvei a.-ftA Ariod. 
■8 may be conveniently doneliy woA\i\ngB\\c«aaa\N*^ Vn-^ 




DENSITY OF LIQUIDS 

distilled water, alcohol, aod ethor, and fiu&Uy drawing i 
current of dry air through the tube. Heating the tube should 
be avoided, as it takes the tube some time to recover its 
normal volume after heating (from tea hours to several days). 

Thepytnometer is then weighed by suspending it from the 
beam of the balance with a double hook of platinum wire ; 
then fill the pyknometer with cold, freshly distilled water, 
This ia conveniently done by attaching a rubber tube to the 
capillary tube and placing the other end in the distilled water 
and sucldng gently. 

The pyknometer is then suspended in a thermostat, so that 
the two ends are Just about 2 cms. above the lerel of the 
water in the thermostat. 

When the water in the pyknometer has attained the tem- 
perature of the thermostat (about 20 mioa.), the amount of 
water must be so adjusted that it fills the pyknometer to a 
definite mark on the capillary tube. If it is necessary to 
introduce a little water, this may be done by placing a tube 
carrying a drop of water against the end of the tube (6), when 
the water will be drawn in. 

To remove any excess of water a small piece of filter-paper 
placed at b may be used. The successful adjustment of the 
meniscus to the mark a requires practice. 

The pyknometer, which is now filled with a definite volume 
of distilled water at a definite temperature, is now removed 
from the thermostat, dried with a cloth, and carefully weighed. 
The pyknometer is then cleaned and dried as before, and filled 
with the liquid to be tested. The volume is adjusted in the 
thermostat exactly as before. The pyknometer is then dried 
with a cloth and weighed. 

Caicuialion — The apparent weight of the liquid in air — 

W, = [(pyknometer + liquid) — (pyknometer + air)]. 
The weight of an equal volume of water^ 

Wif = [pyknometer + water) - (pyknometer + air)]. 
The approximate density is therefore — 

Tiis ia usually all that is required. 



The abflolute density — i,e., at 4° C, — would be— 

.f w,„„ 



e Q is the density of water at i. 
It is further necessary to correct for the buoyancy of the 
ir ; therefore for the final expression we get — 



K- 






-W^(Q-*) + *, 



V^ 



Fifi. fl 



: compared with 



where A. is the average density of the 
water, and may be taken aa 0'0012. 

ExperiTitent to Determine Ike Density of Ethyl Alcohol — Do 
this by the method described above. 

Determinatu/n. of the Sptcifie Gravity at Higher Temperatwes, 
atui the Dtlerminaiion of the Molecular Volume of Liquids at 
Tlieir Boiling- Poinh—Tha pyknometer used in 
this case ie as indicated in Fig. 9. It con- 
sists of a thin Jena glass bulb about 3 c.c. 
capacity, united with a somewhat longer, 
narrow capillary tube with a turned -up end. 

The tube, cleaned and dried, is first weighed 
empty. 

The pyknometer may be conveniently filled 
by alternately heating and cooling the bulb. I 
Place the open capillary in a beaker of the j 
liquid to be tested, and immerse the bulb in J 
a hot bath ; after a minute or so lift the bulb ' 
out of the bath, still keeping the capillary in j 
*'-e liquid. As the bulb cools, liquid will ] 
I drawn over. Repeat this several times, ]' 
gradually raising the temperatures of the 
bath until only a very small bubble of air remains on 
cooling. 

The almost filled pyknometer is suspended in a wide- i 
mouthed boiling-flask by means of a p\si,tii«Ho wra. The I 
^itsk 13 also fitted with a reflux cotidenaev and s. tVe.TMi.'sciRXKi. | 
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The liquid in the flask is the same as hi the pyknometer (see 
Kg. 10). 




The pyknometer ahould be just dear of the aorface of the 
liqnid when it is boiling. 

When the liquid in the flask boila, the liquid in the pyk- 
nometer expandB, oarrying with it the last traces of air, until 
it has assumed the constant temperature equal to the boiling- 
foant of the liquid. 

The boiling is then stopped, and the pyknometer allowed to 
cool. 

It is then taken out, dried, and weighed 

CateaiaHon — 



V, 



-[(pvk. +liq.)-(pyk. +air)] 
= volume of pj' 



f pyknometiBT &t 9° C, 
wietv iS'- boiling-point of the liquid. 



14 DENSITY OF GASES, LIQUIDS, AND VAPOURS 
Then the specific gravity will be — 

Therefore the molecular volume — 

where m is the molecular weight of the substance. 



CHAPTER III 

DETERMINATION OF VISCOSITY AND SURFACE 

TENSION 

Viscosity — When a liquid flows through a tube^ the velocity 
of the various portions of the liquid difier according as the 
liquid is in contact with the walls of the tube or not. That 
which is in contact with the walls of the tube moves very 
slowly, and for all practical purposes may be considered to be 
at rest. The next layer moves with a slightly greater 
velocity, and so on, the liquid at the axis of the tube having 
the greatest velocity. Thus we get a sheaving or movement 
of the layers one over the other. The relative velocity, 
therefore, of any consecutive layers will depend upon the 
internal fridion or viscosity of the liquid. For the same tube, 
therefore, the velocity of the respective layers will increase 
more rapidly fi'om the walls of the tube to the axis the 
smaller the viscosity of the liquid. The volume of liquid which 
under defined conditions flows through a given tube will 
depend on the viscosity of the liquid. 

It may be shown that for the flow of a homogeneous liquid 
through a capillary tube that — 

or 

Where t in seconds is the time required for the volume V of 
the liquid to flow through a tube of length Z ; R is the radius 
of the tube ; p is the driving power, force, or excess of static 
pressure; v ^ *^^ co-efScient of viscosity ol t^ft \\ajaSA* 'Wva 
assumption is made that the velocity oi tlie Wcjvxidi oxv\^'wm^ 
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tie tube is mfo. As this is not the case, however, it is noces- 
BBTy to make a correction for the kinetic energy of the liquid. 
For all practical purposes this correction may be omitted. 

DeUrmination of the Viicosity of Liquids: Meihod /—A 
simple apparatoB for the determination of the viscosity of a 
liquid is as indicated in Fig. 11. An inverted bell-jar, fitted 
with a rubber atopper, through which passes a bent tube, 
L which in turn is connected with a capillary tuba of known 




Fig. 11 

bore. A Bcalo is gummed on to the side of the bell-jar, so 
that the height of the liquid before and after the experiment 
may be noted. A small flask with a graduation mark on the 
neck is also required Fill to a convenient level the bell-jar 
with the liquid to be tested, closing the exit by means of a 
pinch-cock on the rubber connection. Note the temperature 
of the liquid. Then open the pinch-cock, and allow the liquid 
to run out into the beaker to a definite mark on the bell-jar 
scale. At that instant replace the beaker by the graduated 
3aa}^ and note the time (in secondB') taken «)?&,■' " ' 



to tbe graduation mark. When this point la reached, close 
the pinch-coclc, and again note the level of the liquid in the 

bell- jar. 

To determine the mean static pressure, p, measure the 
height of the two marks on the bBll-jar scale, and subtract 
the height of the centre of the bore of the outlet tube ; then 
p = hgp, where A is the mean height, 3 gravity acceleration, and 
p is the density of the liquid. 

For actual calculation see next experiment. 

Method II — ^A simpler and more convenient method is by 
using Oatwald's modification of Poiseuille'a apparatus (Fig. 1 2) 
It consists essentially of a definite volume bulb, 
a — 6, to which is attached a fine capillary tube, 
through which the known volume of liquid is 
allowed to flow, the mean driving-force being 
equal to the mean static preasure due to the 
difference in the level in the two limbs of the 
tube. 

Introduce into " c " a definite volume of the 
liquid to be tested by means of an accurate 
pipette. Carefully support the apparatus in a 
thermostat with transparent aides (a large 
beaker fitted with a thermo- regulator will do). 

When the apparatus baa attained the tem- 
perature of the bath, adjust the level of the 
liquid to mark " a " by aucking through 
"e" ; then close the tap e ; then open tap e, and carefully 
note the time with a stop-watch for the liquid meinscus 
to move from a to i. This should be repeated four or five 
times, and the mean result taken. The viscosity varies 
considerably with temperature ; it is therefore essential 
that the temperature should be kept constant to at least 
0'1° during a series of experiments. A suitable tempera- 
ture to work is 25° C. A suitable exercise is the determina- 
tion of the viscosity of benzene relative to water. The influ- 
ence of temperature on viscosity is determined approximately 
by repeating the experiment at intervals, say, of 5° between 
25° C. and 50" C. and plotting the results, from which the 

temperature co-efficient -^ for 5° can be calculated. 

The ahgoJate value in C.G.S. units oi tUe Viap.oaA'j <iO- 
'~ 'we of water at 26° C. is 8-95 x 10" : 
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VISCOSITY AND SURFACE TENSION 

Cakulation — The force which drives the liquid through the ^ 
capillary will be equal to hgp, where A is the mean difference 
of level of the liquid in the two limba of the tube, p is the ' 
density of the liquid, and g gravity acceleration. 

Now, if the experiment is repeated with a second liquid, we I 
get the " driving force " in this case hgp^, from which wt 
that the driving force is proportional to the densities .oj 
liquids, since k and g are constants. 

The "co-efficients of viscosity " — 



irpi 



therefore ij for the ai 
force p. 

Hence we get — 



lo apparatus ia proportional to the driving J 



Vi hPA PiK' 

Thia gives the viscosity of the second relative to the first, 
which is all that is usually required. Water is usually taken 
as the comparison liquid. The co efficient in absolute unita 
may be calculated by substituting the absolute values in th* 
equation for rj, 

Surf^e Tension — CapUlariiy — If a clean glass tube of fine 
bore is dipped into water, the water rises inside the tuba^, 
This elevation is due to. the angle of contact between theglasfl 
and water being less than 90 , so that the surface tensioR 
tends to raise the water near the glass. ^ 

The resolved part of the force parallel to the axis of tb*: 
tuhe is 2irro- coa a. where r is the radius of the tube, ir thr 
surface tension, and a the angle of contact. 

Now, the weight of liquid up the tube must be equal to 
this resolved force, and this latter ia equal to Tn'^hpg, h being 
the height in the tube, and p the density of the liquid. 

.-. Sirrtr coa a — TrT*hpg. 

Now, cos a is usually taken as 1 in cases where thi 
wet the glass : 



liquid* 



J 
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The r^ue of o- ia dependent od the nature of the liquid &nd 
also OQ the temperature. 

Notr, the molecular surface of different liquids vill contain 
the Bame number of molecuiee, hence the product of the 
surface tension and the molecular surface of different liquids 
should be comparable quantities. 

Now the molecular surfacea are proportional to V* where 
V is the molecular volume ; therefore o-Vl represents the 
moUeular surface energy, or substituting Mp for V where M is 
the molecular weight of the substance and v is the specific 
volume, we get (tMc*. 

Now, <r(Mp)l is a linear function of the temperature — 

<r(M»)l-K(T*-T), 

where Tjt is the critical temperature. 
Therefore at temperatures T^ and T, — 

<ri(M.i)J=K(Ti-I^), 

.-. cr,(M»i)i-<r,(Mv,)i = K(T,-T,). 
cr,(MVI-.r,(Mi;J* 

T,-T, °^- 

The value of K is the same for different 
liquids with certain exceptions, and has a 
ridue 2-12. 

In certain cases, particularlj' when the 
liquid contains hydrozyl groups, the value 
obtained for K is less than 2'12. If, how- 
ever, the molecular weight is multiplied 
by a factor x greater than one, the value 
2*12 can be obtained. 

The factor x is termed the associatitm 
factor, and represents the number of times 
the mean molecular weight of the liquid 
isgreaterthan the normal molecular weight. 

Determinaiion of Surface Tension of Benzene — Fit up 
apparatus as indicated in Fig. 13, which consists of a boiling- 
tube with side arm, fittea wiUi a tight rubber stopper, 
through which passes a stout capillary tu^. k ^»&xu.XM. 
scale is Sxed on to the capillary tube. 
Fat some benzene intx} the boiling-tube, and ■p\ac6^Vft"«W« 
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into a thermoBtat at 25° C. When the apparatus has attained 
the t«mperature of the bath, blow slightly through the aide 
tube io as to cause the benzene to rise up the capillary, and 
completely wet the sides. Theu by means of a telescope read 
off the height of the benzene in the capillary tube. Three or 
four readings should be made, both after the benzene has been 
made to rise above (by blowing) and below (by sucking at the 
side tube) its final position, 
Then from equation — 

rp!/k 



The density of benzene atSS" C. may be taken as 0-8736. 

r may be conveniently found by measuring carefully a 1 
tJucad of mercury in the capillary and then weighing it, and 
cshmlating r. 



= / 



where u- is the weight of the mercury, A the density of the 
mercury, and / the length of the thread. 

From these data the surface tension can now be calculated. 

To DtlermiM Uu MolfaJar Surface Energy and Aesoeialitm 
FacUv of Blkyl AktAot — Repeat the above experiment with 
ethyl alcohol at 20° and 40°, and calculate, as before giveni 
The density of alcohol at 20° = 0-7894, at 40° = 0-7722. 

fnm which the molecular surface energy can be calculated 
thus: 

= (M«)1 

density/' 



{' 



specific volume = -r 
Now, (or an associated liquid we have s< 



1 that — 



.,(,M,^.-yM ^._^.^ 



which on simplifying gives — 

r 2-12(T,-Ti) "]* 

I Now, «// terms except x are known, AeToiova th« degree of J 

Ifaotfintion QMi he easily calculated. 
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DETERMINATION OF SOLUBILITY 

Solubility — ^When a solid is brought into contact with a liquid 
in which it is soluble, the solid continues to dissolve until a 
definite concentration is reached. The solid is then in equil< 
ibrium with the solution at the particular temperature of the 
experiment. When such conditions exist, the solution is said 
to be saturated. There are two methods usually employed 
for determining the solubility of solids in liquids. 

1. Excess of the finely divided solid is shaken continuously 
with a definite quantity of solvent at a definite temperature 
until equilibrium is attained. 

2. The solvent is heated with excess of the solute to a 
tempeniture slightly higher than that at which the solubility 
is to be determined, and then cooled to the desired 
temperature in contact with the solid. 

Solubility curves are usually continuous so long 
as the solid phase or solid substance in contact with 
the solution remains unchanged. If, however, a 
change in the solid phase does occur, the solubility 
curve will show a break 

This is the case with sodium sulphate. The 
break is due to the fact that we are dealing with 
the solubility of two distinct substances, below 33°, 
Na-SO^lOHjO, and above 33°, anhydrous (NaaSOJ. 

Expermerd to Determine the Solubility of Sodium 
SuVphate — Take a stout glass tube, as indicated in 
Fig. 14, fitted with a stirrer. Introduce a quantity 
of finely powdered NagSG^lOHgO, and fill the tube 
about two-thirds with distilled water. This should 
then be fixed in a thermostat and stirred ioi a\)Ow\) 
two hours. Then allow the undissolved soWd \iO 
set^tle, remove about 25 ex. with a pipeUe, md e-^x^cScj 
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evaporate to dryness on a water-bath, and thus determine 
the amount of solid dissolved in 25 c.c. of water. Then> 
continue the stirring for another hour, taking care that some. 
nf the solid phase is always present, and again detenuina 
the amount of solid dissolved ; repeat until constant results are 
obtained. 

Repeat the above experiment every two degrees between 
25° and 35°. Express the solubility in grams of anhydrous 
sail in 100 grams of water. 

Plot your results graphically and determine the temperature 
of the break ; this ia the transition point of — 



Na,SO,10HgO ^ 



>NajSO.+ I0H,O. 



Experimeni to Determine tlte SolubUih/ Curve of Sodium CUariit 
up to 50° C. — The method is as in the previous experiment. * 

Experiment to Determhte. the Solubility Curve of Potassium 
Chlimie up lo 50° 0. 

Observe carefully the different charaeteristics of the three 
curves obtained from the above experiments. 
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DETERMINATION OF MOLECULAR WEIGHTS 

In the experiments about to be described it is necessary to 
use a thermometer which would be accurate to 0*002 of a 
degree. At the same time it is not usually necessary to know 
the exact temperature, but only changes in temperature. 

For experiments of this type a Beckmann thermometer is 
used. It usually has a range of five or six degrees, and is 
graduated in tenths and hundredths. The thermometer is so 
constructed that the amount of mercury in the bulb can be 
to a certain extent controlled. This is rendered possible by 
having at the upper end of the capillary a reservoir, into 
which any excess of mercury can be driven, or from which 
further mercury can be drawn, as desired. 

To set a Beckmann Thenuometer — First invert the 
thermometer, and collect the mercury in the reservoir at the 
end which joins on to the capillary (see 
Fig. 15). Then carefully (so as not to 
dislodge the mercury in the reservoir) 
place the thermometer in a beaker of 
water; the actual temperature of the 
water is measured by an ordinary accu- 
rate thermometer, graduated at least 
in tenths. Now regulate the tempera- 
ture of the bath until the column of 
mercury in the capillary joins com- 
pletely the mercury in the reservoir. 
Then control the temperature of the 
bath until it is about two degrees above the highest tem- 
perature to be recorded in the actual experiment. Allow 
the thermometer to remain at this tempetativXT^ \at ^^"s^x^ 
minatea, and then strike the top of the iVieTmoxCiftXi^x ^^t^ 
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with the palm of the hand, thus causing the mercury 
in the reservoir to fall, thereby becoming disconnected from 
the mercury in the capillary. Now allow the temperature of 
the bath to fall to the highest temperature to be reached in 
the actual experiment. If the setting has been successful, the 
mercury in the capillary should stand on the scale. If the 
mercury stands above the scale, there is too much mercury in 
the bulb i if too low on the scale, the mercury in the bulb ia 
insufficient. In either case repeat the above operation, slightly 
raising or lowering the temperature of the bath at which the 
mercury column is separated from the reservoir, until the 
mercuiy stands at a convenient height on the scale at the 
highest temperature to be reached in the experiment. 

Elevatioii of the Boiling-Poiiit — When a non-volatile sub- 
stance is dissolved in a liquid, the vapour pressure of the liquid 
is diminished ; further, this diminution is proportional to the 
amount of solute added. Raoult, in 1887, after much experi- 
mental work, came to the following conclusions : 

1. Equimolecular quantities of different substances, dis- 
solved in equal volumes of the same solvent, lower the vapour 
pressure to the same extent, 

2. The relative lowering of the vapour pressure is equal to 
the ratio of the number of molecules of solute, and the total 
number of molecules in solution. 

A liquid boils when its vapour pressure is equal to that of 
the atmosphere. In the presence of a solute the difTerence 
between the vapour pressure of the solution and the atmo- 
sphere is greater than in the case of the pure solvent, hence in 
the case of a solution a slightly higher tempei'ature is required 
than for the pure solvent to produce the slightly extra 
pressure. 

that the elevation in temperature will be 
DTopordona! to the lowering of the vapour pressure. Hence 
'.MMuU'i law mag be re-inierpreted ihis : EfjuiTtiokoilar quanlitits 
1^ difftrent solutes, in equal volumes of ilie same solvent, produce the 
tame elevation, of the hoiling-point. It is therefore possible to 
determine the molecular weight of any soluble substance by 
comparing its effect on the boiling-point of a solvent with 
that of a substance of known molecular weight. 
If m grams of the substance of molecular weight m (where 
'^ is to be detenaiuGA) be dissolveid to 'W gcaToa lA wJinw*^ 
raise the boiling point by S degrees, wtvUBt ta ^smo. \s.1( 
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100 grams of solvent give a rise of K degrees, then we 

have — 

W 100 • 

RglOO 
••• w»- ^g . 

Van't Hoff has shown that K (which is termed the molecular 
elevation constarU) can be calculated from the latent heat of 
vaporization of the solvent, and its boiling-point on the abso- 
lute scale : 

^ 002T2 . 

where T is the boiling-point, and H the latent heat of vaporiza- 
tion ; hence we get — 

lOOaj 0'02T^ 

2«T2 



W6H- 



Method I: BeckmanrCs Method — The apparatus, as is 
shown in Fig. 16, consists of a boiling-tube. A, to the side arm 
of which is attached a coiled condenser, K^^ and through the 
upper stopper of which is introduced a Beckmann ther- 
mometer. 

A stout bit of platinum wire is fused through the bottom of 
Ai and a few glass beads are introduced to ensure uniform 
ebullition. This boiling-tube is surrounded by a jacket, B^ 
which is made of glass (porcelain or copper for high tempera- 
tures), which is also fitted with a coiled condenser, K^. 

The vapour jacket is supported by a small asbestos box, C, 
which is so constructed that the flames do not come directly 
under the boiling-tube A (see section). Two chimneys, /S, carry 
the hot gases from the flames away from the apparatus. If 
the solvent boils below 60°C., the coiled condensers should be 
replaced by small water condensers, which may be joined up 
in series. For hygroscopic solvents, calcium chloride tubes 
should be attached to the condensers. 

Experiment to Determine the Molecular Wticjki of Camp^ior in 

Ethyl Jkohol— Weigh out carefully into \i\iek \>crX\w%^^\Jc>^ 

15 grams of ethyl alcohol, introduce also a iev7 d^^^iv ^lT^ ^^'ss* 
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beadB. See that bulb of the thermometer is just below the 
Rurlace of the liquid. Introduce into the outer jacket a con- 
venient quantity of alcohol (containing a little water, or a few 
F dropx of higher boiling liquid). Put in also one or two pieces of 







c 
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/ ^ 









Fig. 16 

porous tile. Then bring the liquid in the outer jacket to a steady 
boU, this will eventually cause the pure alcohol in .^ to boil. 
When the Beckmann reading has remained steady for at least 
Sve minutea, note the reading, and o,\\o-w tW a.-^^w-'aia to cool 
down; and then introduce into A & Bm8i\ te.\i\Q\i tA >»n££^t«ft 
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(aboat (>■£ gnun) acountely weighed. Not brinz the liquid 
to boiling agaiD, and when the reading on the uiermometer 
is constant, note the temperature. It is enential that the rate 
of boiling should be aa near equal as powible in both oaaea ; 
this may be judged by noting uie rate at which the drops fall 
bacli from the condenser attached to A. The thermometer 
shuuld also be tapped before each reading, as the mOTonry 
column is very liable to stick. The barometric height should 
also be taken at each reading, and corrections applied, if neces- 
sary. Bepeat the experiment, using 076 gram of camphor. 
Latent heat of vaporization of ethyl alcohol is 216'5 cals.. 




6.P. 78'4° ; benzene may be used instead of ethyl alcohol as a 
solvent. 

Experiment to Determine the Moleaiiar Weight of Elhyl 
Bemoate in Benzene — In this case the liquid is introduced by 
means of a special pipette (see Fig. 17). The pipette contain- 
ing the ethyl benzoate is first accurately weighed, and then a 
quantity introduced into the apparatus, and then weighed 
again. The loss represents the amount of solute used. 
Latent heat of vaporization of benzene, 93 cals., B.F, 80°. 

Me&od II: Electrical Seating — A modified and much 
more convenient form of apparatus is indic&ted. in Fi^. 18. 
It Dcaisiata of a boiliag-tuhe fitted into a TieWM ftK^. "Y-^^i 
aarrovtabea, i,t,paaa through oork, W,t\\tOML^'tIaft\QW«w^ 
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of each is sealed a piece of fairly stout platinum wire, and 
from tbeae two wires ie suspended the heating-coil. 

The coil condsts esBentially of a glass spiral, which is broken 
ill the middle at Jf. ITirough this spiml ia threaded fine 
platinum wire (about 0*25 mm. diameter). The two enda 
of this wire are then fastened to the two stout wires, so that 
the coil hangs vertically, and also symmetrically with respect to 




EE^iometer. A quantity of mercury is introduced into 
the tubes i, I, so that by means of copper wires inserted into 
the open end, bo us to touch the mercury, the heating-coil may 
be connected with the source of electricity. A current from 
four or five ftccumuiators, giving a current of 6 to 8 ampi'res, 
will usually be sufBciont. 

By having a glass spiral surrounding the wire the bulk of 
tie liquid is eventually heated by its o-wn -)a.-^\M »& it 
vaporizes within tbo spiral. In ordeT to ptevewx, ^.u'^jwVBa.-C-s.w^, 
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it is essential to see the bubbles are issuing from the opening 
in the middle M and at the bottom. If bubbles come only 
from the middle and top, superheating is very probably taking 
place y this can be remedied by tapping the apparatus. The 
experiment described under Method I may be carried out 
with this apparatus in a similar manner. 

Landsherger's Method — In this method the solution is brought 
to boiling-point by passing into it the vapour of the solvent. In 
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this case there can be no fear of superheating, as the tempera- 
ture of the vapour is lower than that of the boiling solution. 
The apparatus consists essentially of a graduated tube, T, with 
a small outlet at 0. This tube is surrounded by a wider 
tube, L, which has a tube at the bottom to lead the vapours to 
a condenser. The thermometer E should be graduated in 
tenths. The pure solvent is boiled in flask H, from which the 
vapour is led into T by tube K. The tube X is merely a 
safety valve, 

Bxparlmer^—Fit up the apparatus as doiO^xv Vev T\^, \^ . 
Introduce into B a quantity of pure a\c6Vio\ (^a\&o ^\«^ ^v^^^'Sb 
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porous tile). Place about 10 c.C. ot alcohol in T. Boil 

I alcohol Id B, and pass the vapour into the alcohol In T. 
Kegul&te the heating of the liquid ia R &(> that when the 
alcohol boils in T the condensed vapour issues from the con- 
denser at about one drop in two seconds. When the temperar 
tiire is constant, read off the boiling-point of the solvent. 
Remove eome of the solvent which has accumulated in T 
until about 6 or 7 c.c. remain Fill up, if necessary, flask B. 
Now introduce into T a small tabloid of camphor, and repeat 
the above process, taking care that the rate at which the 
solvent issues from the condenser is similar to that in the pre- 
vious case. Note the temperature when practically constant- 
Then turn out the flame under the boiler, and rapidly discon- 
nect from the rest of the apparatus. Then read off accurately 
the volume of liquid in 2" to a tenth of a centimetre. Reconnect 
with the boiler, and repeat the experiment three times. On 
each occasion the volume of solution in T will change, but for 
each volume there will be a corresponding temperature ; for 
in each case the concentration of the solute will be different, 
hence the change in the boiling-point. 

Note — It is advisable to renew the poroas tile in S after 
each disconnection. 

Oalculalum — In this the equation will be — 

KkIOO 

"*" VS6 ' 

where V is the volume read off, and S the density of alcohol 
at the temperature at which the reading is made (boiling- 
point). The ratio -^ is sometimes known as the constant of 
Landsberger's method. 

Hence, if we put C = g, we get — 



Compare the results obtained by fii\a me^-Vod -mth those 
Stained by Beckmann'a method. 



BHON OF THE FREEZING-POINT 

Expei-imevi to DelermiTie the MoUedwr Wdght of Bmzoic Acid 
in Ether by the Method described above : 

Depresfilon of the Fieezing-Pomt — Where possible, this 
method is uaod in preference to the boiling method, because 
much more accurate determination a can bo made. 

The apparatus is due to Beckmann, and is as shown in 
Fig. 20. The inner tube A, which is provided with a ther- 
mometer and stirrer, and also a. aide 
tube, contains the solvent, the freezing- 
point of which is to be detfirminec). 

A is fastened to the wider tube B 
by means of a coik, which is in turn 
supported by a metallic cover in the 
bath C, in which the freezing mixture 
is placed. The vessel C is provided 
with a stirrer and also vessel A ; in 
the latter case it should be of platinum, 
but, without any serious error it may 
be of glass. The depression in freezing- 
point is determined by means of a 
Beckmann thermometer, which is fitted A 
by means of a cork in A. Between £ 
and ..^ is an air mantle, which controls 
the fall in temperature by causing the 
solvent to cool gradually. In carry- 
ing out an experiment the tempera- 
ture of the freezing mixture should 
not be more than 3° or 4° below the 
freezing-point of the solvent, and, 
further, the temperature of the bath 
should be kept as constant as possible. 

Method — In an experiment about 
20 grama of solvent are introduced 
into A ; stir the solvent uniformly 
(not too vigorously), and from time ^"'' ^^ 

to time stir the freezing-bath. Owing 
to the supercooling this temperature falls below the freezing- 
point of the solvent, but as soon as any solid begins to 
separate out the temperature rises again, owing to the 
evolution of the latent beat of fusion of the Bolveut. _ The 
KMBiDunt of Bapcrcooling can be reduced by l\\ft VnUoiviOwi^i "A. 
^arj^al of solvent aa aoon aa the temperatoTe ^8X\ft>i^«« "^i^ 
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lETERMINATION OF MOLECULAR WEIGl 

frcentig-point. The highest temperature observed after the 
formation of solid is taken as the freezing-point, because the 
temperature cannot rise naturally above the melting-point of 
the solid while solid is still present. (A slight error ia intro- 
duced due to the friction of the stirrer in J, and also conduc- 
tion from outside by stirrer, thermometer, etc., but this need 
not be considered here.) A ia now removed and accurately 
weighed, a quantity of the solute added, and the determination 
of the frecBing-point repeated. If the temperature of the 
freezing-bath has also been carefully adjusted, the solvent will 
separate out slowly, and the highest temperature reached soon 
after the formation of a little solid is taken as the freezing- 
point. If, however, the temperature of the bath is too low, or 
there ia . considerable supercooling, the separation of solid 
solvent will be too great, and the temperature of this equil- 
ibrium will be that of a much more concentrated solution than 
that originally prepared, and the more concentrated the solu- 
tion, the greater is the depression produced. 

Caiculalion — The calculation is made by a similar method K 
that used in the case of boiling-point determinations. 



where A is the depression. 

K, aa before, = „ . 

Experiment to Determine tke Molecular Weight of AceloM in 
Acetic Acid — Introduce into A 25 grams of pure glacial acetic 
acid. Use as a bath water at about 12° to 13°. Determine 
the freezing-point as described above. Now introduce by 
means of a pipette (see Fig. 17) about 0'6 gram of acetone 
(determine weight by difi'erence), and redetermine the freezing- 
point. 

Experimeta to Determine the Molecular Weight of NapihaUne 
in Bemene — Use a bath of ice and water giving a temperature 
of about 2° C, Where the temperature of the solvent is a 
fair way off its freezing-point, preliminary cooling may be 
done by immersing tube A directly in the freezing-bath until 
the solvsiit is within 1° or 2" of ita itftftim^-ijcimt,. Use 
O'SSgram o/ mptbaiene in 26 grama oi aQ\v6Tv^. 



ABNORMAL MOLECULAR WEIGHTS d? 

Abnormal Molecular Weights— It frequently happens the 
molecular weights obtained by the above method do not agree 
with those obtained by other methods. They are in some 
cases greater and in other cases less. Now, the depression of 
the freezing-point is proportionate to the number of molecules 
dissolved in a given volume of solvent. Hence the onl^ 
conclusion is that the number of molecules in solution is 
greater or less than it should be — t.e., dissociaium or aswciation 
has taken place. Consider the case of association : Let x be 
the degree of association, then 1 - a; represents the unassociated 
molecules. If n represents the complexity of the associated 

X 

molecules, then — will represent the number of associated 
molecules. Hence in a molecular solution the number of 

X 

molecules will have been reduced in the ratio 1 : l-a;+-« 

ti 

Therefore the decrease of the observed depression from the 

theoretical depression will be in the ratio of — 

l-a;+~ 
n 



1 

i.e., 



A." 1 ' 



where Ao is the observed depression, and A^ the calculated 
depression. Hence — 

Ae-A, 



X 



or smce 



we get 



A^-l) 




M,-Mt 


M/l -IV 
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I DETERMINATION OK MOLECULAR WEIGHTS 
If dissociation takes place, the equation becomes — 
Ao-A( 

_ Mf-M„ 

By applying the above, the degree of assodatiun or diasoHa- 
tion of a solut« may be determined. 
Suppose in equation — 

*»- WA ■ ■ ■ ■ ^') 

we assume m from other Boufces and calculate K, and compare 
it with the value obtained from Van't HolTs equation — 



U 



... (2) 

If association has taken place, K will be less ; if dissociation, 
greater in equation (1) than in equation (2). 

Estample K for cane sugar in water is 18'6, for sodium j 
chloride in water 36-0, tor methyl iodide in benzene 50*-l, for 
benzoic acid in benzene SS'i. The normal valuesare 18'6 and 
5 1 '2 in water and benzene respectively. 

Note — One value of K is approximately double the other 
for each solvent. 

Experimeni to Determine, ths Apparent Molecular IVdght if 
Potassium Chloride in Waler, and from the Heswlt Calculate tht 
Degree of loninatton — Carry the determination as in previoni 
experiment. Introduce a crystal of ice to prevent excessive 
supercooling. 





Many substances are capable of existing in two or more 
crystallized forms, but the various forms are not equally 
stable under the same eonditions. 

Sulphur is one of the best known examples. Ehorabic 
sulphur IB stable at ordinarv temperatures, and on heating 
melta at 1 15° C. On being kept for a time at about 100° C. 
it changes completely into the monoclinic variety, which has a 
melting-point of 120°. Monoclinic sulphur can be kept for 
an indefiiute period at temperatures, say, 100° to 110° C. with- 
out undergoing any further change. Rhombic sulphur 
however, changes to monoclinic at these temperatures, 
Monoclinic sulphur ia therefore the stable form under these 
conditions. Thus there is a temperature above which mono- 
clinic sulphur ia the stable form, and below which rhombic 
sulphur is the stable form, and at which the two forms are in 
equilibrium with their vapour — i.e., a temperature at which 
neither form changes into the other on keeping. This tem- 
perature is termed the transition iemperalwe, or tramiiion point, 
and is in the ease of sulphur 95'6'' C. 

When a salt combines with water to form more than one 
hydrate, it is found that only one hydrate is stable under any 
given conditions of temperature, etc., or conditions may arise 
when the anhydrous salt is the stable variety. Thus, we 
find transition points in the case of salt hydrates, that ia to 
say, on passing a certain temperature the composition of the 
salt hydrate changes to another definite composition, white at 
this temperature the two definite hydrates (or , anhydrous 
salt) can co-exist. 

Thus on heating sodium sulphate decahydrate to a tempera- 
ture above 33° C. it is found that decompo&ition cK£Mt«>'\vi.'ui 
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I anhydrous sodium sulphate and a saturated solution of the 
I anhydrma sail. 

If, on the other hand, a 3aturat«d solution of sodium sulphate, 

, at say 40° C., in presence of an anhydrous salt, be allowed to 

cool, when the temperature has fallen below 33° C. the 

I anhydrous salt takes up water and forma decahydrate crystals. 

I 83° is therefore approximately the transition-point for the 



Na,SO,10HgO^ 



*-Na^O,+ 10HjO. 



Determinatioii of the Tranaition-Point — (1) Thermometrie 
Method — When one system changes into another, the change 
is almost invariably accompanied by some heat effect, either 
absorption or evolution of heat. Thus, on heating, say 
Na,SO.10H,O, the temperature rises normally until the 
decahydrate begins to change into the anhydrous form; at 
thifl point the temperature remains practically stationary 
until the transformation is complete, since 
heat is absorbed by this change. Hence, 
by noting the temperature at which this 
retardation occurs, the transition -point may 
be determined. When the reverse change 
is allowed to take place, there is an evolu- 
tion of heat. 

In actual experiment it is usual to plol 
both the heating and cooling ourvea. 

Experiment to Determine the Transitimi-Poiiti 
of Sodium 8'ulpkate — Take about 40 grams 
of pure sodium sulphate decahydrate in a 
thin glass boiUng - tube. Hang a ther- 
mometer, which should be graduated in 
tenths of a degree, so that the bulb is com- 
pletely surrounded by the decahvdrate. 
Support the tube in a large beaier of 
water, which can be heated very gradually 
with a. small flame. The temperature of 
the bath should be kept unifoi-m by means of a stirrer 
(see Fig. 21). Raise the temperature of the bath to about 
3]° C, and then keep the temperature constant for a short 
time. Now very slowly raise the temperature until the salt 
becomes partially liquid. At this Bta6cWvft%tLft,^ia\Mi.ii»!sl!ft » 
rCajitly stirred. The rate ol rise vn. \«ni-^RsMjisft "fc* 
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this stage sbouM not be more than about 1° in 10 minutes. 
When the salt has begun to liquify, the temperature should 
be read every minute. A point is reached al which the 
temperature is practically stationary for an interval. This is 
due to the absorpHon of heat during the transition from the 
decabydrate to the anhydrous salt and solution. 

After a time the temperature begins to rise gradually 
again. When the temperature has reached about 36° C, 
allow to cool, atiiTing constantly, the bath and the salt. 
Again take readings every minute ; a period of approximate 
eonatancy will be noted, in this ease due to the evolaliim of 
heat, owing to the reformation of the decabydrate. Now 
plot these temperature readings against time, and draw the 
two curves, one for rising temperature and the other for 
falling temperature. Theoretically one would expect these 
two curves to be identical. They are both of the same type, 
but the vertical portions do not coiucide. 

This lack of coincidence of the two curves is due to what 
is termed suspended transformation. At the higher tempera- 
ture we are dealing with a solution of the anhydrous salt, and 
after passing below the transition- point, it is possible for the 
solution of the anhydrous salt to exist, if the stable phase, in 
this case the decabydrate, is entirely absent, hjuch a solution 
is, however, unstable. The amount of lag can be considerably 
reduced by vigorous stirring in the neighbourhood of the 
transition- point, 

The amount of lag can also be reduced by allowing the 
temperature to change very slowly in the neighbourhood of 
the transition -point. 

The general type of such curves is as indicated at Fig. 22. 
(2) Dilattometiic Method — This method depends upon the 
fact that change from one system to another, on passing 
through the transition -point is accompanied by an appreciable 
change in volume, and it is only necessary to determine the 
temperature at which this change of volume occurs in order 
to ascertain the transition-point. This variation in volume is 
studied by means of a dilatometer, which consists of a long 
capillary tube about 0'5 mm. internal diameter, to which is 
attached a long bulb (Fig. 23). 

Exj>fTimenl lo -Delermine ihe Temperalurt of f OTmatioii uj AsUa- 
rafif/^/mm /ffe Simple Sails — Take equimo\6CMW ■wft\^\.'s, (i\ 
sodium sulpbat-e decabydrate, and magnesmm p,M\^W\.eV«.^'ub.- 
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hydrate; powder each up, and mix tUem by stirring i 

glass rod. Protect the capillary tube by a Bmall glass bead, | 



I 





Fl(!, 22 Fio. 28 * 

and then introduce some of the mixture into tho bulb, filling | 
it about three-quartere full ; then seal off the open end of the i 
) bulb; invert and shake the solid mixture 
down to the bottom of the bidb. It now 
remains to fill the reat of the bulb and 
part of the capillary with some suitable 
liquid. To do this fix an adapter to the 
capillary (as ahown in Fig. 24), and intro- 
duce a quantity of xylene. Attach the 
adapter to a water-pump and exhaust the 
dilatometer, then, on suddeidy admitting the 
air, the xylene will be driven down into 
the bulb. This operation is repeated until 
all the air has been removed. It is neces- 
sary to tap the tube to remove any air which 
is entrained in the solid mixture. Fix some 
suitable scale to tho capillary, and adjust 
'lo 24 ''^^ meniacuH by pushing a piece of thin 

platinum wire down the capillary, and thus 
; out some of the xylene. Immerse the bulb of the 
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dilatometer in a beaker of water at 16° C, and note the 
height of the meniscus. Raise the temperature 1° at a time, 
and take reading of the height of the meniscus, each degree 
each time waiting until the meniscus has come to rest; con- 
tinue up to 25"^ 0. Now allow the bath to cool, and again 
take readings every degree, and so obtain a cooling cunre. 
Plot the results obtained — i.«., plot ^he heights of the meniscus 
as ordinates against temperatQre reamngs. An abrupt 
increase in volume will be noted 
about 21'^ to 22° on the heating 
curve, and an abrupt contraction 
on the cooling curve at about 
the same temperature. The two 
curves, however, do not coincide, 
the expansion taking place at a 
slightly higher temperature, and 
the contraction at a slightly lower c 
temperature, than the true transi- 
tion-point. The curves are very 
similar to those obtained in the 
previous experiment. 

(3) Vapour Pressure Method 
— ^When one system can be trans- 
formed into another, the vapour 
pressures of the two systems are 
identical at the transition-point. 
This method has, so far, only 
been applied to systems contain- 
ing water or other volatile com- 
ponent. For the purpose of 
making these measurements a 
differential manometer is used. 
The most convenient form is 
known as Bremer-Frowein tensi- 
meter, which is as shown in 

Fig. 25. It consists of a U tube, the limbs of which are bent 
close together, and backed by a millimetre scale. The bend 
is filled with oil, or bromnaphthalene, or some other suitable 
liquid. 

The substances the vapour pressures of which are to be com- 
pared Are placed in the buJb a, 6, and the necY'a \Ja«\i«fc^^ ^^S.. 
The apparatus is then inclined so that ti\ia \^\x\dimVJcANi^xv^ 




Fio. 25 




DETERMINATION OF TRANSITION POINTS^ 



roolIecU in the bulbs e, d. The open end e is then connected 

I to a mercury pump, and the apparatus completely evacuated. 
Tbe tube t IS then sealed off. The apparatus is then placed 
perpendicularly in a thermostat, and the differences in level 
read. 

Bxperimeni to Determine Ou Transition of Sodium Sulphale — 
In this case fill the bend of the tube with bromnaphthalene, 

. and into the bulbs a, b respectively introduce pure dry powdered 
crystals of the decahydrate, and crystals moistened with a 

' little water bo as to make a saturated solution. Exhaust the 
apparatus and seal off as previously indicated, and place the 
tensimeter perpendicularly in the thermostat at 25° C., allow 
the difference in pressure to become constant, and then read 
it off. Then slowly, as before, raise the temperature, noting 
each degree the difference in pressure. At the transition- 
point the vapour pressure of the crystals of decahydrate must 
become equal to that of a solution saturated with the deca- 
hydrate and anhydrous salt. 

(4) Solubility Method —The transition-point of Glauber salts 
may be determined by plotting the solubility for the an- 
hydrous salt and the decahydrate respectively. The point of 
intersection of the two curves gives the transition-point. 
The experimental details of this method are indicated in the 
chapter on Solubility. 
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CHAPTER VII 
OSMOTIC PRESSURE 

When a dilute solution of a substance in water is placed 
in a vessel closed with an animal membrane, such as a 
bladder, and the whole immersed in water to a depth 
that the level of the water outside is the same as the level 
of the solution inside, it is observed that the volume of 
the liquid in the inner vessel increases, and this is made 
manifest by the rise of the liquid in the vessel. It is obvious 
from this experiment that water must have passed from the 
outer vessel through the membrane to the inner vesseL But 
if the outside liquid is examined, a quantity of solute will be 
found to be present. Hence some of the solution must have 
found its way through the membrane. After the solution has 
risen to a certain height in the vessel, the liquid begins to fall 
gradually, due to the fact that the solutions continues to pene- 
trate the membrane. 

Many attempts were made to find some general relation- 
ship between the height the liquid rose in the vessel and the 
concentration of the solution. But at first this was found 
impossible, since the amount of solution which escaped varied 
with different membranes. Later, however, it was discovered 
(Traube 1867, Pfeffer 1877) that artificial membranes could 
be prepared which, while allowing the passage of water 
through them just as in the case of animal membranes, unlike 
these materials, they offered a perfect barrier to the passage of 
many substances in solution in the water. If a solution of 
copper sulphate is brought very carefully in contact with a 
solution of potassium ferrocyanide, a delicate film of copper 
ferrocyanide forms where the two liquids come m\)Q ^Qi\i\ARX». 
The student can see this very effectively \)y "^eTio^mwv^ Kiw^ 
following experiment. 
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OSMOTIC PRESSURE 

Experiment — Let a drop of a cold saturated potassiutn f erro- 
cyanide solution run from a. Sue glass capillary into a. O'd 
molar solution of copper sulphate contained in a glass vessel. 
Detach the drop by a slight motion of the tube so that it sinks 
to the bottom of the vessel. The drop at the moment of its 
entrance into the solution became surrounded with a thin film 
of cupric ferroeyanide, which keeps growing in thickness at 
the expense of the dissolved components. The concentration 
of the solute within the membrune is greater than that 
of the copper sulphate outside, hence water passes into the 



caused by the entrance of the water through the walls. The 
membrane is at first transparent and traversed by brown 
veins. As the expansion of the cell continues, the specific 
gravity of the contents diminishes until it becomes less 
than the copper sulphate solution ; then the cell rises to 
the surface of the solution. In time, however, the walls 
become sufficiently thick to cause the cell once more to sink 
to the bottom, where it remains permanently. 

The copper ferroeyanide film, however, is very delicate, and, 
to be of any practical value, has to be supported. This is most 
conveniently done by precipitating the copper ferroeyanide 
within the walls of an unglazed porcelain vessel. By this 
means an area of film which can be utilized is obtained. In 
reality it is built up of a very large number of very small 
films, each of which is supported by the porcelain particles 
round it. The membrane thus obtained is almost completely 
unpermeable to a great many solutions, and for our purpose be 
regarded as a true semipermeable membrane. 

Preparation of a Semipermmble Membrane — Take an unglazed 

porcelain pot 8 or 10 cms. high and 2 to f cms. diameter. Soak 

it in water for several hours, then fill up the pot to near the 

top with a solution of copper sulphate containing 2-5 grams 

per litre, immerse this in a beaker containing a solution ol 

potassium ferroeyanide of a strength 2' 1 grams per litre, so that 

the levels of the liquid, both inside and outside the pot, are 

^ about equal. Allow to stand for several hours. The salts 

^k diffuse through the walls, and where they meet a copper ferro- 

^M cyanide membrane is formed, which, since it is impermeable 

^M to the salts from which it is formed remains quite thin, but is 

^1 capable of withstanding fairly large pressures since it is sup- 

^H ported by the walla of the porous pot. The porous pot is then 

^^ iaien oat and thoroughly washed. 
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ExperimentdL Determmatum of Omnotic Pressure — A suitable 
form of apparatus is shown in Fig. 26. A tube B^ of such a 
diameter that as near as possible it just fits inside the porous 
pot, is fixed to the porous pot by surrounding the junction 
with a glass collar, (7, the whole being held in position by 
filling the surrounding space with cement or sealing-wax, the 
joint being perfectly air-tight. The 
top of the tube B is closed by a 
stopper, through which passes a 
glass tube E^ which is drawn out 
at the end. To the side tube F 
is attached a graduated manometer, 
provided with a reservoir bulb, H. 

ExperimentcU Determination of the 
Osmotic Fresswre of Cane Sugar Solu- 
tion — Fit up the apparatus as previ- 
ously described. Prepare a 1 per 
cent, solution of cane sugar, and fill 
up the porous pot to near the top 
by removing cork E. Then attach 
the manometer and make joints E 
and F perfectly air-tight by coating 
the junctions of the stoppers with 
the glass with a layer of some 
suitable cement or sealing-wax. The 
tube E has up to now been open to 
the air, thus preserving atmospheric 
pressure throughout the apparatus A 
until all joints were tight — i,e., the 
mercury in the manometer is the 
same in both limbs. Now seal off E 
in a blowpipe (note E has been 

already drawn out to a fine point, so that the sealing off is 
only a matter of a second or so), and note carefully the mano- 
meter reading. Now immerse the porous pot in a beaker of 
distilled water at room temperature. Water gradually passes 
into the cell, and the air in the upper part of the apparatus 
is compressed, and thus drives up the mercury in the mano- 
meter, thus measuring the pressure inside the cell. Tak** ^ 
readings every hour, then allow to stand over night, and tai 
reading again until no alteration occurs. T\i^ ^^W^ '^ 
required depends upon the particular ceW. \l XJcl^ ^^ ''oai' 
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jfKnA. tbe auzimiim prenure will be retained for 
Mmke a note of the rosxitnum 



r the osmotic presmre of a 1 per cent. 
_ r ii 63 J mm. of mercury. 
For hi^bf eoBeeattstioiis the osmotic pressure of cane 
Mar ■ohttiMM Hmb to eonaidenbly more than an atmosphere, 
«^ » ■■iiiiMiiliii of tbe closed tjrpe has to be used — for 
I, ft 6 per erat. sohition of cane sngar has an osmotic 
e of 3075 mm. of mercury at room temperature. 
Stic preaaim mesmremeuts do not make Boi table 
UnrmbNy exerciaeB, bnt stodents ought to be familiar with 
the letliod hj perfanniiig the experiment described above. 
The ■pfT ^ ta* once Mt ap, other experiments may be done 
wUle oqnitibniim is being established. Where necessary, five 
or KX ttodenta w».y take readings from one apparatus. 

Tba foUowing kws relating to osmotic pressure have been 



1. Tcupetrnture tod eoncentration being the same, difTerent 

"* 1* wImd id solation, eiert different pressures. 

S. For OBB aod the same substance, at constant temperature, 
is proportional to the concentra- 



3. The pressure for a solution of a given concentration 
k profxtrtional to the absoluU temperature, the volume being 
kept coostanL 

4. EqtnmolecnUr quantities of different substances, when 
dtsaolTM in the same volume of sohent, exert equal pressures 
trader tbe aune conditions of temperature and pressure. 

\tU — ^This is only true of those substances whose mole- 
colee neither dissociate into simple forms {i.e., non-electro- 
lytes), nor associate into more complex molecules when in 
aolutton. 

It will be observed that the second statement is analoeoos 
to Boyle's law ; the third eon-esponds to Charles's law ; 
while the last is an extension of Avagadro's hypothesis. 
Henee Van't Hoff came to the following conclusion : 

" The osmotic pressure exerted by any substance in solution 
is the aamo as it would exert if present as a gas in the same 
volume as that occupied by the solution, provided that the 
solution is so dilute that the volume occupied by the solute 
jV nef;iieiblc in comparison w\l\i t\i8.\, ocaa-^'i'S. '^'^ the 
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Examples from Ffeffer's Bbsults 



PflnogntiigB of 
Sugar in Solation 


Onnotio Pressure 

in Mm. of 

Mercury s p. 


Volume ci Solution 

containing 1 Oram 

of SngarsV. 


P.V. 


1 
2 
4 
6 


535 
1016 
2082 
8075 


Co. 

99-6 

49*6 

24-61 

16-84 


53286 
50394 
51288 
50245 



CHAPTEE Vin 

REFRACTIVITY MEASUREMENTS 

EritactiTe Index— Wten a ray of light passes from c 
F netlium to another, and the densities of the two mediums are 
difTerent, the direction of the 
ray is altered, except when the 
ray is perpendicular to the 
boundary between the two 
media, in which case no change 
occurs. This latter position ia 
called the normal. Consider 
Fig. 27. Let A and B repre- 
sent the two media where £ 
ia denser than A, also let a — h 
represent the normal, than a 
ray of light passing through A 
at an angle " i" to a — 6 will 
be deflected on entering B 
in such a manner that angle 
In other words the angle of 
ngle of refraction, ' 



" is less than angle "i 
' incidefife, "i," will be great< 

The relation between these two angles is termed tbe refrt 
[ Hve index, and further it can be shown that — 



N 



I where N is the refractive index in the denser medium, and n 
I tiie refractive index of the loss dense medium. 

It will be seen that the maximum value for t is 90°, iji 
I whioh case ain t= 1 ; then— 

sm e = ^. 
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DeterminaHon of the Refractive Index of a Liquid — The 
principle indicated above is used in determining the refractive 
index of a liquid, the index of refraction being found by 
comparison with a glass prism of known refractive index, 
which must be greater than that of the liquid. 

In actual practice monochromatic light is used, since white 
light would give spectrum effects, thereby preventing the 
obtaining of sharp and definite images. Consider Fig. 28, 
which represents a glass cell containing the liquid to be 
examined, mounted on a right-angled glass prism of refractive 
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index, N. Then a ray of light (Fig. 28) entering at A will 

have a path somewhat as indicated, and the relation 

sin 6* N 

— — =— exists. Suppose now the angle e' is gradually 

sin 6 Tl 

increased : a point is reached when no light is visible at B, 
this occurs when angle ef becomes 90°. At this point the 
light is totally reflected. The ray of light is entering horizon- 
tally, as shown in Fig. 29, and in actual practice it is the 
position at which this occurs that is determined. Thus, 
when ef = 90° we have — 

n 
sine = -^ 

n being the refractive index of the liquid, and N \Jaait» of the 
glass prism. 



ND MOLECULAR REFRACTIVITV 
08* 1 = 1 — Bin' t ; 

=JVVl -sin' i. 
,-, for sin* i, 

n=»/\'-8in*i'. 

e see that to find n we have to determine the value 
\i' when the incident ray is horizontal. In actual practice it 
not Uisually necessary to go through the above calculation, 
tnce the makers supply tables giWng values of n for each 
alue of )'. 

[ Specific and Molecular Refractmty — The refractive index 
9 with the temperature of the liquid, and according to 

Istone and Dale —5— = constant, where d is the density of 
B liquid J Lorentz and Lorenz, however, find the expression 
-j— q ■ J gives a better constant. The value of this expres- 
sion is termed the wecific refractimly of the liquid. This 
valne is dependent only on the noiwe of the liquid, and is a 
characteristic property of it. 
Makcalar Refractiviiy is found by multiplying this value by 

the molecular weight of the aubatance. j— ,^ ■ j- gives a 

constant, where M is the molecular weight of the substance. 

Method of Determiiialion of the Befraclive hid^x—The best 
itistrument to use for this purpose is the Ptdfrich refracto- 
meter, which is somewhat as shown in Fig. 30. 

£ is a refracting prism, on which is mounted a glass cell ; 
this is clamped in position by the screw K, so that the flat face of 
the pHsm faces the telescope F. Since a constant temperature 
'8 required, the temperature of the liquid in the cell is con- 
trolled by heater S (see section. Fig, 31), through which water 
from a thermostat is circulated. A thermometer screwed 
■nto the heater indicates the actual temperature inside the 
Cell. At the end of the telescope nearest to the prism is a cap, 
*n which is an oblong slit, through which the light passes after 
■Refraction. With a ainele cell the whole aUt ia naeAi^^^^' wi'C^^ 
^b din'ded call half the slit is used. 
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^B Near the eyepiece end of the telescope is a large graduated 
^M metal disc, ll, which is graduated in degrees and half-degcees. 
^B A vernier ia also provided, by means of which a siDgJe minute 
^^1 can be read off. This vernier read- 

^^t tv^ ing is made by the aid of a 

^^P l#-| telescope, which can be rotated 

^V ,JtL-, round the disc. To make the final 

^H ^Ttr^ adjustment the disc ia fixed by 

^1 TJ \W\ W^ screw H, and the fine adjustment 

^P [J| ^ made by means of screw 0. 

^ II r§i . JV ia a reflecting prism on a 

movable arm, and i* ia a lens by 
means of which the light can be 
foeussed on to the centre of the 
cell. In any experiment it ia 
essential that the ray of light 
should be monochromatic and of a 
definite wave length. There are 
three spectrum lines, which are 
generally used for this purpose. 
D line (given by sodium flame), 
C line (red line of the hydrogen 
spectrum), and the F line (the blue 
line of the hydrogen spectrum). 
The D line is obtained, say, from 
sodium chloride in a bunsen flame, 
C and F lines are obtained from 
Geisler tubes. 

Determination of the Zcto- Point 
— A small ri^ht angle prism ia let 
in the telescope tube near the eyepiece for the purpose 
of <ietermining the zero of the instrument. This prism is 
illuminated by some strong source of light, such as an electric 
lamp. Thia light ia reflected along the telescope. Here it 
emerges through the slit at the other end and strikes the face 
of the prism, tnereby being reflected back along the telescope. 
Hence, on looking through the eyepiece, the small prism, and 
also an image of it, are seen on the right and left of the field 
of view respectively. On the image are seen two dark lines 
running parallel to the cross wires; these are the reflected 
images of the cross wires (see Fig. 32). Kotate the graduated 
disc until the cross wires and their images coincide as near as 
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possible. Tighten screw B, and mftfee the final adjiiatment by 
means of screw Q. 1 

Now observe the vernier reading, and the difference of this 
from zero is the correction which has to be applied to every 
subsequent reading. 

It sometimes happens that the simultaneous coincidence of 
the cross wires with their images cannot be obtained. In 
this case the true zero is obtained by taking 
the reading when the upper wire coincides 
with the upper image, and again when 
the lower wire coincides with the lower 
image, and then taking the mean of the 
two readings. The drum on the fine 
adjustment screw is divided into 200 
divisions, and moves along a horizontal Fio. 32 

scale, which is divided into degrees and 
thirds of a degree. One complete turn of the drum corre- 
sponds to a third of a degree (20'), therefore one division on 
the drum is equal to 0-1'. 

Expeninental Determination of the Refractiw hidex of Alcohol 
' for D line — The sodium flame is placed abnut 2 feet from the 
reflecting prism N, which must be arranged so as to throw an 
image of the flame on the cell which ia mounted on the re- 
fracting prism. Usually a wooden cap, W, with a side slit, is 
placed over the cell to exclude extraneous Ught ; it also serves 
to keep the temperature constant. 

Introduce a layer of alc<jhol about 5 mm. deep by means 
of a pipette, taking care not to touch the polished surface 
of the prism. Now bring into position the heater, lower- 
ing the movable flange until it is in contact with the top of 
the cell- Circulate the water from the thermostat at 25 C. 
through the heater, and when the temperature becomes con- 
stant to 01°, a measurement may be made. 

Rotate the graduated disc untU a bright yellow band crosses 
the field of view. Then clamp it by means of screw H, and 
then by means of screw G arrange the intersection of the cross 
wire on the upper edge of the yellow band. The reading then 
gives the angle of emergence, from which the index of refrac- 
tion can be obtained from the tables. 

The tables are usually divided into six co\\inms -, K '"& 'Oae, 
aqgle of immer^n ce obta ined aa above, n^ ia tVe va^xJ-B (lal^.'i- 
Aferf fiiom n = ^J^i _ ^/^ 3 f^ i__ jg ^he amount \n units \oV«i 
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Bubtracted from the last decimal place for a rise 1' in the v&lus 
oil. 

The last three columns are corrections when C, F, G lines are 
used. Having obtained the refractive indes n, the specific 
Tffraclinty can be calculated from the formula of either Glad- 
stone and Dale — 7— = R, where R ia the specific refractlvity, 
or that of Lorentz and Lorenz, in which case — 



the value of d being obtained either from tables, or directly 
by the method given for the determination of the density of 
liquids. 

The mohoular Tefradivity will be — 

MR = f^^)M and MR = ^^ ^ 
\ d J 1^ + 2 d 

reapeetively, where M is the molecular weight of the liquid. 

It has been found from measurements on a large number of 
organic liquids that the molecular refraction may be repre- 
eentfld as an approximate summation of the atomic refractivi- 
ties, so that the refractive power is largely an additive 
property. 

TTic values given for n in the tables are usually for a tem- 
perature of 20 C., so that if the experiment is done at 26°, it 
is necessary to make a correction. This correction will bo 
found in another table. 

COBBBCTION FOR TEMPERATURE, THE UNITS TO BE ADDED 

TO THE Fifth Decimal Place 



" 


c 


D 


F 


1-flO 


0-26 


0'2fl 


0'40 


1-60 


0-26 


0-30 


0'42 


1'40 


0-28 


8'33 


0-lfi 


1 30 


0-80 


0-35 


0'49 



The vaiue in second, third, and lo\u:\.\i cdmaQia ««. the cor- 1 1 
I netness to he applied per degree lot \\ifc s^w^;^a.^Il.\^s^R&^::*^^\| 



tpectiveljr- The first column n ie the value obtained from 

B value of i In actual experiment given for 20°. 

Suppose an experiment at 25° using D tight gave a value of 
n 1-53107, then the correction would be (26 - 20) x 0-30 = 15. 
Thia has to be added to the fifth decimal place of the original 
value of n, hence Wd (at 25°)= r531085. 

Exercise — Given the following atomic refractivities for I) 
line: C = 2-501, H = 1051, (in 0H)= 1-521. 

Compare the molecular refractivity calculated from the 
above with that obtained ia actual experiment. 

When hydrogen lines ore used, the reflecting priam is not 
required. The Geissler tube is clamped in position and the 
beam of light focussed by meana of lena P on to the slit in the 
wooden cap over the cell. The visible lines may be made sharp 
by means of a diaphragm fitted on to the lens. On looking 
through the telescope the chief lines visible are on the extreme 
right, the red line C, a pale blue line F ; and on the extreme 
left two violet lines, G', and G" ; other lines (green) are usually 
also visible, due to mercury vapour. Only C and F lines are 
used experimentally. The values of i' are determined for C 
and F separately by arranging the intersection of the cross 
wires on the upper edge of the respective lines. 

Having fixed the graduated disc force for, say, line C, the 
measurement for F can be made by means of the fine adjust 
ment G. 

Experiment to Dehrmine lite Refractive Index of Acetone for 
and F Lines — On examimng the tables it will be observed 
that corrections have to be made for C and F lines, in units 
of the fifth decimal place. Example, where the correction is 
given, 0-589, the correction to be made is 0-00589. 

In the case C line the correction must be svitracled from the 
value of Tip. 

In the case of F (or G') line the correction value must be 
added to the value of n„ (the values of n for D, C, and F lines 
respectively are usually indicated thus ; iia, ih, Wp). 

A'oie^Wb ether the correction ia added or subtracted from 
the value for iij, depends on the relative positions of C and F 
lines with respect to D in the spectrum. 

Beitactivity of Substances in Solution— The refractivity of ^ 
a soluble aahstance can be determined itom ftift tftltwiw**,'^ A^ 
its aolation and solvent, provided the aoVuUoii. va i\i*. "^ 
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t n„ Kj, Wg be the retractive indices of the aolute, solvent, 
and solution respectively ; and d^, d^ d^ the eorresptonding 
densities, and x the percentage of solute in solution. 
Then uaiug Lorentz and Lorenz formula — 

y-J 1 lOQ V - 1 j_ V-1 J^ 100-K_ 

or Qladstone and Dale's formula, ^e get — 

«i-l Ka-l 100 ii,-I 100-a; 

Experiment to Determine the Molecular RefradivUy of Sodium 
Chlonde — Make up a 10 per cent, solution, and first determine 
it8 density at 25° relative to water at 25°. 

Then determine the refractive index of pure water and 
solution respectively for the D line at 25°. Calculate the 
specific and molecular refractivitiea of sodium chloride, using 
Gladstone and Dale formula. 
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CHAPTER IX 
ROTATION OF THE PLANE OF POLARIZATION 

The refractivity of liquids and diasotved aubatances is general ; 
but when we como to the polarizaiicm, of light, we are dealing 
with a property possessed only by comparatively few liquids 
and dissolved substances, This property depends entirely on 
the arrangement of the atoms in the molecule — for example, 
isomeric substances have usually very similar refractive pro- 
perties, but it often happens that they behave very difTerently 
with respect to polarized light. 

Polarized light (light in which the vibrations lie all in one 
plane) is obtained by passing monochromatic light through a 
Nicol prism (or tourmaline plate), which cuts off all raya 
except those vibrating in one plane. This prism is termed the 
polarizer. The light then passes on, and is examined by a 
second Nieol priam, termed the aiMlyzer, 

When these two prisms have their axes at right angles, the 
field of view is totally dark. If when such conditions exist a 
tube containing cane sugar solution be interposed, the field 
becomes illuminated, but it becomes dark again on i-otating 
the polarizer through a certain angle. What has happened is, 
the plane polarization has been twisted through a certain 
angle by the cane sugar solution. The analyzer has therefore 
to be turned through a certain angle, in order to take up 
the previous position relative to the plane of polarized 
light. 

The actual angle depends on the nature of the liquid, on J 
the wave length of the light used in the measurements and on M 
the temperature, and is proportional to the length of the tube I 
containing the liquid under examination. I 

SpBsifie rafation is defined as the angU 0/ rotalion ^pfoinLtfAXiij a 1 
//^i^, uiifci in a vdwme of 1 c.c. coitfains \ gram oj attwe wib- 1 



s, when the length of the column is 1 dcm., and is represented 



Md = 



Id ' 



Lvbere a is the oba«rved angle, I is the length of the column in 
I decimetres, d is the density of the liquid at temperature t ; 
J t) indicates that sodium light was used as a source of illumina- 
I'tion. For solutions the specific rotation is — 

Wd - xld • 

1 100 grams of 

Polarimeter— The types now largely in use are those 
designed hy Lippich and Laurent. The two forms only differ 
in the mode of production of the half-shadow. The sodium 
light enters through a diaphragm, which is provided with a 
plate (or solution) of a crystal of potassium bichromate, which 
filters out any extraneous light which accompanies the yellow 
light. 

On leaving the lens E the rays pass parallel into the Nicot 
prism D, and then enters the second diaphragm, F, half of 



^ 11= 



=]CD m^ZX 



n 



which is covered with a quartz or mica plate of definite thick- 
ness, and cut parallel to the axis. From here the rays pass 
through the liquid tube P into the analyzer Cf, and then 
through the lenses / and // of the telescope through which 
the observations are made (see Fig. :13}. 

The characteristic part of the apparatus is the quartz or 
mica plate, the thickness of which is chosen so that the rays 
of sodium light which passes through auffere a change of phase 
of half a wave Imgth, but still remains plane polarized. Thus 
we have two beams of polarized light, one double the wave 
length of tbe other. If the •polarizer \a sA^iajai w> ^Jba& tha 
pJane of po/arization of Ugbt is pomlltl V* \>ia wos, <& •&« 



quartz, then for each position of the analyzer the two halves 
of the field of view will be equally illuminated. If, however, 
the polarizer is placed at an ungli with thJB axis, the plane of 
polarization of the rays of light which pass through the 
quartz plate will suffer a like displacement, but in the opposite 
direction. 




^F "When such conditions exist, the circular field appears divided 
into two halves, which are, with two exceptions, unequally 
illuminated. For two positions, however, 180° apart, both 
halves are equally illuminated. The apparatus (see Fig. 31) 
ie so constructed that the analyzer, fastened to the telescope 
and vernier n, can be moved by means of an arm, T, on 
fixed circle, K; the vernier can be read by means of 
telescope. 

As already mentioned, the plane of the polavviai: miiftt iatm. 
an angle with the axis of the quartz plate, t\\eTeVi^ "^toivwMft^. 
unequal illumiuationa of the two halves ol t\ie fteV'S.. 'tV-«'" 
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■ATIUN OF THE PLANE OF POLARIZATIfl^^H 

ftccomplished by meaDB of a coDtrivance, h, by means of wbich 
the polarizer can be rotated. Tbe apparatus ia first adjusted 
to the parallel poaition, so that for any position of the analyzer 
the two halves of the field view are equally illuminated. The 
polarizer is then rotated through an angle, 6, by means of h 
(aeo note). The smaller the angle ia, the more sensitive is the 

I instrument ; the more brilliant the light and the clearer the 
liquid, the smaller & can be made. The proper adjustment of 
the polarizer is that position corresponding to the greatest 
change of tbe shade in the field of view for a slight movement 
of the analyzer. 
At the beginning of an experiment the telescope F is 
focuased sharply on the diaphragm, so that the divitUng line 
at the edge of the quartz plate appears quite sharp. 

In determining the iero-point the tube should be filled with 
distiUed water, in order that the intensity of the light may be 
the same as when the active liquid is observed. In ease the 
field of view is too dark, on account of tbe liquid being-' 
coloured or not clear, the illumination may be increased by a . 
alight rotation of the polarizer; this, however, as before | 
mentioned, renders the instrument less sensitive. 

The angle through which the polarizer Is rotated is 
called the half-shadow angle. 

Since the quartz disc is fixed, only one wave length of light \ 
can be used with any one instrument, and the quartz disc 
being definitely gauged to just half this wave length. 

The apparatus described above is the Laurent type. The ] 

Lippich (lifFera in that the quartz plate is replaced by a third ( 

Nicol prism, which covers half the field of view. This appar- \ 

atus baa the advantage over the Laurent type, in that homo- i 

geneouB light of any wave length can be used. | 

The observation tubes in which the liquid is placed usually i 

consists of a thick-walled glass tube, with accurately ground . 

ends closed hy circular glass plates. These plates are held in 

position by means of screw caps. The tubes are either 1 dcm. 

ill length, or some simple multiple of a decimetre. ] 

In constant temperature experiments the tube is surrounded | 

with an outer jacket, through which water from a thermostat i 

can be circulated (see Figs. 35, 36). , 

Experiment to Determine Ike Specific Eolation of Cane Sugar — ! 

Dissolve 10 grams of cane sugar in a WtXXo ^Mct Mvi.-TOA.tMiq 

^ 100 a.C. Tien, having determmod \.\io le^ti W\'0o. &iiS^fj^ 
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water in the observation tube, fill up the tube completely (free 
from air bubbles) with cane sugar solution (first wash the tube 
out with the solution). Then determine the angle of rotation 
— i.e^ redetermine the position of equal illumination. Then 
from this angle calculate the specific rotation. For accurate 
experiments 'a jacket tube should be used, through which 
water is circulated from a thermostat. For ordinary purposes 
the temperature of the room is sufficiently constant. 





Fig. 35 



/ 
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To Determine the Amouni of Pure Cams Sugar in a Sample of 
Sugar — The sugar will contain mainly cane sugar and a small 
amount of invert sugar, also traces of optically inactive sub- 
stances which do not materially affect the experiment. 

Weigh out the two samples of sugar, each 10 grams weight. 
One sample dissolve in distilled water, and make up to 100 c.c. 
The other dissolve in about 50 c.c. of water, add 10 c.c. of 
strong hydrochloric acid, and heat up to about 70° for ten to 
fifteen minutes, and then make up to 100 c.c. Now deter- 
mine the angle of rotation of each sample separately. In the 
first case the valua wiH he for impure catve EVXgaT^ «i\A \w ^^ 
second case for invert augar only. 



I 
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For cane sugar — 

[a]J, = 66-B - 0'018i{( - 20). 



For invert sugar — 

[ci]p = - 19'66 - 0-0361 C - 0-304(i - 20). 

The influence of Goncentration ia greater in the eecond case, 
and has therefore to be taken into consideration (C). 

Suppose C grams of cane sugar in the sample. Then C | 
grams of invert sugar result; then — ] 

since — 

C,sHjgO„ >CigHj,Oi,. 

If a' is the augle after inversion — 

a'=- {19-GG + 0'0S6\C'-0-30i{t -20}} Y0Q + P- 

iiroo+A 

where a ia the angle of the original solution, and the angle 
due to the presence of impurity (invert sugar) in the initial 
sugar, i is the temperature of experiment, then — 

jQQ(66-6-0'O184(i-20)}J + 

{19-66 + 0'0361 C - 0'304(( - 20)) ^H- 



['' 



Suhstituting C = ^-^ C, we get — 
a-a' = ^[{66-5-00184((-20)} + 

J19-65 + 0'0380 C - 0-304(i - 20)) 1'0526], 

from which C can be calculated, and henoe C. 

^ole^-The action of the quaitz plate may be explained as 
foUowB : 

The plane of polarisied light falling on the plat« is decom- 
posed into two rays. The two rays traverse the plate with 
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dififerent velocities, and the thickness of the plate is so arranged 
that a difference in phase of half a wave length is produced. 
The effect of this is, that if the light passing througn the un- 
covered portion of the field polarized in direction J5, making 
an angle 6 with A (the edge of the quartz plate), then that 
which has passed through the plate is polarized in a direction 
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B', so that B OA = AOB^, On looking through the eye- 
piece the two halves of the field will be unequally illuminated, 
unless the principal plane of the analyzing Nicol in the eye- 
piece make equal angles with B and B' — i.e., is parallel 
to or perpendicular to 0-^. In the former case the field will 
be equally bright, in the latter equally dark (see Fig. 37), 




The spectroscope, next to the balance, is the most im- 
portant iiiBtrumeiit of the chemist. By its aid a chemist is 
able to idendfy substances which heretofore were entirely 
beyond bis ken. It has long been known that certain 
chemical substances, when strongly heated in the almost 
ootourlesa flame of a bunsen or blowpipe, impart a charac- 
teriatie colour to the flame. For example, sodium salts colour 
the flame intense yollow, while* potassium salts impart a violet 
colour to the flame. If, however, sodium and potassium are 
present in the same iubstance, then the intensity of the sodium 
yellow completely masks the violet of the potassium. Hence 
by this method it is impossible to detect potassium in pres- 
ence of sodium with the naked eye. This difficulty is over- 
come by regarding the flame through a prism instead of with 
the naked eye. By this means the light is refracted, each 
differently coloured ray having its own specific refractivity, 
If the source of light be white, then a continuous band of 
differently coloured rays is observed, the white light being 
resolved into its various coloured constituents. The coloured 
band thus obtained is called a spectntm, and white light gives 
a continttous spedrum, stretching from red (which is the least 
refrangible) to violet (the most refrangible). If, now, the 
light from a coloured flame be allowed to fall through a 
narrow slit on to the prism, we get a spectrum which consists 
only of a few bright -coloured bands. Thus the yellow sodium 
flame, when Created in this way, gives two bright yellow lines 
close together, while the violet flame of potassium gives two 
bright lines, one in extreme red and the other in extreme 
yiolet Tbese peeuiiar lines, ot aets ^A Vm^a, a.^^ tiiwiVvAfc\>j 
"iaracteriatic of the chemical oleraeTit in (^ewlvtsn., mA ^a^ 



exhibited by no other substance ; further, the position of each 
line in the spectrum ia definitely fixed, and never alters for 
any given apparatus. Hence, suppose we examine the flame 
given by a mixture of sodium and potassium salt, we see the 
red and purple lines in their respective portions of the spec- 
trum, and the yellow sodium lines in between, just as 
distinctly as when only one element is there ulone. Some 
elements give a great many coloured bands, but no matter, 
the same element will always give exactly the same number 
of bands, in precisely the same position, no matter what 
the source of the element originally may be. If a number 
of elements are present, then the spectrum is made up 
of the spectrum of each separate element, and in most cases 
the spectrum can be analyzed into groups, and the elements in 
this way identified ; in other words, an analysis of the mixture 
ean be made. 

A great advantage of this method of analysis is its extreme 
delicacy, as well as in the great facility with which the pres- 
ence of particular elements can be detected with certainty. 



Thus the j 



T, of a sodium salt can be detected ; lithiu 



- r5ir,inro.Tr„ „ 

to the extent of 1 part in 6,000,000. In this way the presence 
of substances can be made mauifest where hitherto they have 
eluded detection. For example, lithium, which was formerly 
supposed to exist only in four minerals, has been detected in 
almost all spring waters, in tea, tobacco, milk, and blood. 

Again, certain samples of sodium and potassium exhibited 
certain lines which were entirely absent in other samples, yet 
the additional lines did not belong to any then known sub- 
stance. What was the result of this observation ? The dis- 
covery of the alkali metals, rubidium and CEeslum, in 1860 
by Bunsen. These metals had previously eluded detection 
simply because they occurred in such minute quantities that it 
was abaolntely impossible to detect ihem by ordinary ana- 
lytical methods. Since Bunsen's discovery of rubidium and 
CBsium the spectroscope has been the means of revealing 
quite a number of previously unknown elements. 

It is not only those bodies which have the power to impart 
colour to a flame which yield characteristic spectra, this 
property belongs to every elementary substance, whether 
metal, non-metal, solid, liquid, or gas ; and it ia always i 
'phaerved when each an element 13 \ieated to Xiift ■^\\A i" 
iici lis vapour becomes luminouB, ioT at fttift ■^S.tt,^. « 
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t emitH its own specific light, and the charaoteristic 
bright lines are apparent on observing the spectrum. 

The majority of the metals require a much higher tempera- 
ture than the ordinary flame in order to make their vapours 
luminous ; they may, however, be easily heated up to the 
required temperature by means of an electric spark, which 
volatilizes a little of the metal in passing between two points, 
and heats it to an intensity sufficient to enable it to emit its 
own peculiar light. Thus, all metals (including iron, platinum, 
gold, silver, etc.) can be recognized by means of their 
(pectra. 







The pennanent gases, atich as hydrogen, can be rendered 
laminouB by means of an electric spark, and their spectra 
mapped out. Thus the red light of the incandescent hydrogen 
is resolved into one bright red, one blue, and two violet 
lines. There are two distinct types of spectra — namely, line 
spectrum, which is made up of a number of sharply defined 
coloured lines (really images of the slit), and band spectrum, 
which consists of bands which are broad, even with a very 
narrow slit. These bands are often sharp on one side, and 
gradually fade away on the other. 

The Spectroacope — This instriiment is somewhat as shown 
in Fig. 38. It consists of a prism. A, which is firmly fixed on 
an iron base ; a collimator, B, which cari'ies an adjustable slit 
end and a lens at the other end, by means of which the 



THE SPECTROSCOPE ^^B 

light from tie coloured flame E ia rendered paraUd before 
falling on the prism A. The light, having been refracted b^ 
the prism, is received by the telescope F, and the image magni- 
fied before reaching the eye. In many instruments the slit is 
half covered with a small prism. By this means it is possible 
to obtain two spectrum bands at the same time from two 
different flames. One is arranged so that the rays pass 
directly through the uncovered portion of the slit. The rays 
from the second flame first strike the small prism, and are then 
nfiecied throngh the slit and along the collimator on to the 
prism. Usually one flame gives a standard spectrum, which 
helps to emphasize any special characteristics of the substance 
tested. The tube 6 contains a scale which is illuminated by 
the white light from H. This scale is distinctly visible in the 
telescope, and by it the position of any coloured spectrum 
line can be definitely fixed. 

Adjustment of the Spectroscope. — It has already been pointed 
}Dt tiat the rays of hght leaving the collimator should be 




FparalleL This is achieved by adjusting the distance between 

} ihe slit and the collimator lens. First bring the spectroscope 

■ a window, and observe through the telescope some 

i distant object ; focus the telescope by means of the adjusting 

\ .wrew until that object is seen clearly. The telescope is then 

) focussed for parallel light. Now bring the telescope into the 

ta dark-room, and illuminate the slit of the collimator by means 

i a sodium flame ; then adjust the collimator by sliding it in 

t out until the image of the slit is seen quite sharply. Now 

Buminate the scale, and adjust it so that the sodium line is 

rat a third the distance from the left-hand side of the scale. 

member it is necessary to have the spectra as bright as 

asible. This depends upon the position of the sodium flame 

lalive to the slit. The importance in securing the correct 

(lition of the flame will be better understood IrOTaEla. ?i^. 

It A, £, C, I> represent a section of the collimalot, B, D fts.' 

% and Stbe slit, also S", E', ^"—three differant ■pow.'wa\\& 
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of the Rftme. At posilion f only part of the flame is used 
illuminate the collimator ; at position E" the outside portion 
of the lens are not illiiminated at all. It is only at the poEitio 
E' that the lena ia iUuminat«d with the maximum amount o 
light. This position must in all cases be determined by tria 

Mapping oj S/wrc/m— Prepare several pieces of platinun 
wire (thickness 1 mm.) sealed into glass tubes. Clean then 
thoroughly by moistening with pure concentrated hydro 
chloric acid and heating white heat in bunseu. Repeat thi( 
proceas until the wire imparts no coloration to the bunseu 
flame. The student should also provide himself with a sheeK 
of paper on which are ruled lines divided into millimetrBi 
divisions. Now take one of the wires and moisten it witlt 
pure concentrated hydrochloric acid, dip the wire into a littlB 
solid sodium chloride, causing a little to adhere to the wire; 
Kow place the wire in the hottest part of the flame— i.e., juaS 
above the cone (this portion of the flame should be adjusted 
BO as to be opposite to the slit) — and observe the position oi 
the sodium line on the scale, Marlt the position on one of tha; 
lines on your scale-paper, each division on your scale corre-f 
sponding, say, to 1 mm. on your paper. On a second wire, j 
moistened with hydrochloric acid, place a small quantity l 
of barium chloride, and in a similar manner map out tha 
spectrum. One, and perhaps two, bright green lioes should 
be visible in this case ; if this is not so, the slit requires' 
adjusting. Repeat this with fresh platinum wires with the> 
chlorides of lithium, thallium, strontium, calcium, and potas- 
sium. In the case of potassium there is a very distinofr 
red line and also a line in the violet, hut this is often 
very difficult to see, except by experienced observers. The 
violet can usually be seen by removing the light whioh 
illuminates the scale and readjustment of the slit ; then, 
having noted its approximate position, it can often be detected 
on illuminating the scale again, and heuco ita position 
obtained. 

In the case of calcium and other salts it will be obaervad 
that the spectrum changes. The first spectrum is due to thi 
chloride, which is gradually replaced by that of the oxide. 

The spectrum of an incandescent solid is continuous ; a di» 

continuous spectrum of bright lines is only produced by m 

incandescent gas. TheyeWow Vine sfteuviVBTi », salt of sodiui 

Jb heated on aplatinum wire in the \>une«\i %««&■». ftas,\n^ 
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T of sodium set free by the temperature of the flame, o 

tflheiiiical change taking place between the aubatanue and 

^ hot gases of the flame. The carbonates, chlorides, or 

iritrates of the alkaline earths are convenient to use, hut the 

I chlorates, where poaaible, arc preferable, since as a consequence 

I of the liberation of oxygen the flame is hotter. 

■ The actual number of lines visible depends upon the tem- 

Mture of the flame. Thus a flame of hydrogen burning in 

' nine does not give the sodium line when sodium is intro. 




' duced into it ; or, again, the sodium line is hardly visible in a 
I flime of sulphuretted hydrogen burning in air. If, on the 
I other hand, much hotter flames are used, such as the osy- 
llydrogen flame, then new lines are revealed. Thus, with such 
.iflame sodium gives five lines at 43'2, 50'0, 56-0, 760, 83-6, 
Mereos in the electric spark spectra of sodium e\g\i^ Wtv^a ax% 

n Bame spectra are somewhat as foWowa t¥\g,. Wj -. 






Sodium — A bright yellow line at position 50'0. This 
A Standard, and is known as the D line. 

Lithium salts colour the tlame crimson. The speetrui 
sista of two lines, a very brilliant one at 31'7, and a 
feebler line at 45'0. The red line should be quite distin 

Polassium gives one line in the extreme red at 17"{ 
another in the extreme violet at 153 '0. 

Alkaline Earths — The spectra of the alkaline earths a 
so simple as those of the alkalies. When first intra 

A into the flame there are seen certain bands whii 
different according to the particular salt of the 
used, and which are supposed to be due to the 
pound employed, but the final spectrum is the 
with all salts, which is partly due to the i 
besides which the brightest liiies of the met! 

Valso visible. 
Cnldum is recognized by its characteristic o 
band, 40'0-43'0, and the green band, 61'0 
Chloride, chlorate, bromide, give the best re 
Non-volatile salts should be treated with h 
chloric acid if it decomposes thera, or heated 
ammonium fluoride. 

Strontium gives an orange band at 44'0-47'l] 
lines 300-35'0, but the most characteristic is the 
line at 107'6. The beat salts to use are chlorii 
chlorate ; the lines are not visible with silica, ail 
phosphate, etc. 

5ariMm gives brilliant green bands at 73-0 and 

\\J Hydrogen Spectmm — In the case of hydrogei 

Y spectrum is obtained by using exhausted tubes, 

as Geissler or Plucker tubes. Such a tube is si 

Fio. 41 ^n j"i„ 4i_ 'pijq electrodes of platinum are si 

into the glass, one at each end of the tube, and 

central portion is a capillary tube. It is the capillary po 

which is placed in front of the slit of the spectroscope, ' 

a discharge is passed through the tube by means of an ii 

tion coil. If the tube contains " rarefied " hydrogen, 

the discharge is red, which, when observed throueli 

spectroscope, shows the red {6 line) at 34-0, blue {F hn 

92-0, and two violet (G' G" Unea") at 127 -5 and 151-0 re 

tiveljr. The red and blue ave the tauax, i^\«,'^\ft-a»M., 
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The student should obtain snch a tube and map out the 
spectrum aa before. 

Scale— When the apectrum of a given substance is mapped, the 
relative positions of the lines will be found to differ according 
to the instrument used. Even if the sodium line is at the 
same scale division in each, the readings of the other lines wil 
differ in the different instruments, since they depend upon the 
dispersion of the prism and on the distance between the 
divisions of the scale. The student must not, therefore 
expect his readings to coincide with the scale number here 
given as examples, as this, except by mere coincidence, will 
lot be the case. The numbers and positions of the lines on 
the diagrams are for one particular prism and for one particular 
scale. The student will therefore at once see the importance 
of being able to standardize his readings so that they may be 
comparable with the readings obtained on any other instru 
ment. In other words, the student must be able to represen 
lis results in a manner which ia entirely independent of hi 
natrument. This is done by reducing the measurement 
taken on the arbitrary scale to wave lengths. There are 
several methods by which this may be done, but only one neec 
be considered here— namely, what is known as the graphica 
nUrpohHm method. In this method the positions of three (o 
more) lines, the wave lengths of which are known, are observed 
on the arbitrary scale of the spectroscope, and the unknown 
wave lengths of other lines are obtained by interpolation. 

For our purpose we will take six standard lines of known 
wave length, whose position on the scale of a certain iostru 
ment are as quoted— viz. : 


"^ 




ThBChloridflof- 


LlnetakeD 


W»»L«igth 


Bokla Balding 




PotMdam 

lithium ... 

BtroDdDm 

Bodinm 

maffinm 

Strontium 


Bed 

Bed 

Orange 

Yellow 

Green 

Violet 


7869 
S70S 
S40B 
6898 
63B1 
4603 


17-6 
31-7 
40-0 

BO-0 

107-e 


■ 


The wave lengths are given in Angstrom units, where 1 unit 
— unriTi.injjr ™™- i^'^ Z'/')' Having noted the position of the 
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above six lines on the scale, and given their wave lengths, it 
is only necessary now to draw a curve, the scale readings taken 
as the abscissfe, and the corresponding wave lenj ' 
nates (see Fig. 42) ; connect the separate points 
curve, 1 mm. representing one division on the scale, and, say, 
I ordinate representing 40 wave-length units. 
From this curve the wave length may be read that i - - j- 

'' ' ' n on the scale. 




Exercise : Determine the Wave Lengths of — 

(a) Hydrogen (C and F lines). 

(b) Barium (green lines). 

(c) Calcium (orange lines). 

The student should now try one or two "unknowns," 
selected from those whose spectrum he has already mapped, 
by first mapping the spectrum of the unknown, and then, by 
comparison with the spectra previously prepared, determine 
what the metal is. 
// time permits, he should map the spectrum of a i 
£wo or three metals. 
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CHAPTER XI 

I DETERMINATION OF PARTITION COEFFlCIENf! 

; Distribution of a Substance between Two Non-Miscible 
olTents — When aucciiiic acid ia shaken np with two immie- 
ible liquids, such as ether and water, the distribution which 
^ lace ia very similar to the distribution of a substance 
tetween a liquid and a. gas phase (solution of a gas in a liquid), 
Kuid therefore similar rules apply to the distribution of a sub- 
stance between two immisciblo solvents as to the solution of 
gases. These may be eipreased as follows ; 

1. If the molecular weight of the solute is the same in both 

PtoWents, the distribution coefficient (i.e., the ratio in which 
Ae solule distributes itself between the two solvents) is constant 
It constant temperature (Henry's law). 
2. In the presence of several solutea the distribution of 
each solute separately takes place as if the others were entirely 
absent. (This corresponds to Dalton's law of partial prea- 
eore.) 

3. The ratio in which the solute is distributed between two 
solvents depends, however, not only on its solubility in each 
solvent, but also on whether it possesses the same molar 
weight in the two solvents. Hence a study of these relation- 

I^ipa is of vital importance, in ao far as they afford a means 
pi determining the state of association or dissociation of a aub- 
itance in solution. 
, This will be better understood from a consideration of the 
I following results given by Nernat ; 

Dialrihulion of Suecmic Add belu-een Etiter and Water — ^ 
Varying quantities of succinic acid were shaken np 
water and ether and tie distribution coe&den^ 4ft\i6"rafflsssi! 

twiere C, is the concentration in wateT and C^^'^iie tQ^tw 
" 
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tioQ in other. The approximate constancy of this ratio shows 
that Henry's law applies. 




When, however, bemoie add is shaken up with benzene and 
vmier, Nemst gives the following results : 



OiCWfltac 


Ca<B«nHm8) 


s 


^ 


0-0160 
0018B 
0-02BB 


0242 

0-412 
0-B70 


0-062 
0-0*8 
0030 


0-0806 
0-080* 
00393 



It will be observed that in this 



C, 



but the ratio — = is constant. 

These results snow that while benzoic acid hae a normal 
molecular woight in water, it consists almost entirely of double 
molecules in benzene. In such a case the concentration of 
the single molecules in benzene is proportional to square root 
of the total concentration. Since a constant ratio should be 
found between the concentration of the single molecules in 
the first solvent and the single molecules of the second solvent, 

it follows that — i must be a constant (Law of Mass Action, 

Dilution Law, etc.). 

Generally this law may be stated, that if in one solvent the 
solute is present as simple molecules, and in the second 
solvent in "n " simple molecules are associated as 



t] 



»(A)* 



»(A)» 



and C^ is the concentration in tbe first solvent and C^ iq 

second, then the ratio - J^ should be a constant. 
■ VCs 

^kMxperiment to Determine Ike Disfribittion Coefficient of Sucanie 

Mr'^H Ether amd JVater— Take a well -stoppered bottle, and 

^troduce 100 c.c. of distilled water (free from CO.) in which 
1 gram of succinic acid has been dissolved. Add an equal 
volume of ether. Fix the stopper securely, and immerse the 
bottle up to the neck in a thermostat at 25" C. Shake the 
bottle vigorously every five minutes for about forty minutes. 
Determine the concentration of acid in each layer by carefully 
removing 25 e.c. of solution with a pipette. The titration 

jhould be done with -^^ baryta solution, using phenolphthalein 

■j^sn indicator. 

B£epeat the experiment, using 2 per cent, and 5 per cent. 

^Kutions respectively, and determine in each case the value of 

Ke ratio p^. 

^f'Si^Krimeni to Determine the Distribution Coeffident of Benzoic 
^^eid between Wider and Benzene — Prepare three solutions of 
benzoic acid in benzene containing 12, 6, and 3 per cent of 
benzoic acid respectively. To 100 c.c. of benzene solution 
add 100 c.c of distilled water, and proceed exactly aa in the 
previous experiment. Since at the concentrations used in 
these experiments benzoic acid exists mainly as {CjHjCOOH)j 
— ie„ associated molecules in the benzene solution — the ratio 

^ should be constant. 

u^ptrimeiU to Find the Degree of Association of Benzoic Acid 
\CMoroform — Eepeat exactly the previous experiment, using 
poroform instead of benzene, and find what value of n in the 

itio ■ ^ gives a constant. This value is the number of 

ulecules which are associated in the chloroform solution. 
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CHAPTER Xn 

THERMO-CHEMICAL MEASUREMENTS 

Hesa's Law^When the same chemical change takes place 
between two definite amounts of two substances under the same 
ctindUiims, the same amount of heat is always given out, pro- 
vided that the fioa! products or product are the same in each 

The actual heat effect, absorbed or evolved, depends on (a) 
the nature of the reaction, (b) the physical conditions of the 
reacting substances, and {e) the amounts of the substances 
present. Usually the heat of a reaction is measured by the 
method of mixtures. 

The value of the thermal effect measured in calories {cal.) 
is usually too large, and the last figure uncertain, bo a larger 
unit is used, equal to 100 cals. This larger caloric is usu^ly 
represented by K, and is practically equal to the amount of 
heat required to raise 1 gram of water from 0° to 100°, A 
larger caloric still, due to Berthelot, is now considerably used, 
and is equal to 1000 calories, and is represented by Cai., as 
distiugiiiahed from cal. 

Heat of Neutralization — By the heat of neutralization of 
a monobasic acid and a base is meant the amount of heat 
given out when 1 gram molecule of acid and 1 gram 
molecule of the base, dissolved in water, are mixed. 

For polybasic acids, as many heats of neutralization are 
possible, as there are basicities for each acid. 

The reaction is caused to take place in a calorimeter, which 
should be preferably of platinum or silver, but nickel, copper, 
or aluminium may be used. It should have a capacity of 
about 600 B.C. The outer surface of this calorimeter should 
be polisbed. This is then surToutvAeA ^i-j o.\. \i6aa\, v-^u ii\Ji« 
reasels, polished on the inside, and, u poaaiWe, a.'«B.\jCT-\*R'«.s^M& 
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vessel should surround iheae. In each cue the resoective 
calorimeters are insulated from one another by wooden blocks. 
The two inner vessels should be fitted with non-conducting 
lids, with two holes in each, to admit a stirrer (dass) and a 
thermometer, reading at least in tenths (better use a Becknuuui). 
ExperiTnejit to Determine the Heat NeviraiizaluM of Hydro- 
ehiorie Acid by Cau^ic fiWo^ Prepare 260 c.c, of a semi- 
nonnal solution of caustic soda and hydrochloric acid, and 
determine accurately the strength. The caustic soda should 
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be &ee from carbonate. Fit up the apparatus as shown in 
Fig. i3, and measure out into Uie inner calorimeter 250 c.c. 
of caustic soda. ^ 

Into a flask (previously washed out with % HCI), protected 
with at least two polished metal cylinders, to reduce loss 
by radiation, introduce 250 c.c. of hydrochloric acid. A 
sensitive thermometer (graduated at least in tenths) is sup- 
ported in the hydrochloric acid. This thermometer muc 
have been previously compared with that in the alkali. 1 
orAer to amw for the Joss of heat by Tad\a,\Ao^S.^'\'sw«*sM 
to determine the rate of change oi tem^vatotfe il VjCo.^ 
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uid ftlkali before mixing, and then of the mixture by taking 
readings, say every minute, for about seven minutes before 
the BoKitionB are mixed, then mix the solutions quickly, con- 
vtADtly stirring, and again take readings for a, similar period. 
{Nvle — (, should be as near us possible equal Co t^.) 

In order to determine the true temperature which should 
have resulted, it is necessary to plot the above readings. This 
ia illustrated in Fig. 44. 

The curves t. and /, give the temperatures for alkali and 
ftoid respectively. After seven minutes, the solutions are 



I 



mixed, then the temperature continues to rise, rapidly at first, 
for about three minutes, after which it falls gradually. 

The bend in the curve is obviously due to loss by radiation 
whilst the mixture was becoming heated, since a time-coohng 
curve would be straight. The direction of the true curve is, 
however, given by the last few readings. Hence, by extra- 
polation, the true elevation temperature, /., can be found by 
drawing a perpendicular at the point which indicates the 
hiBtant of mixing (seventh minuteV anA xesviwi^ oS ^\\ft tem- 
peratUTB at the point where this Yme cuto "Ciift cix\5«.i^^^i&K& 
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cooling curve — i.e., the temperature reading thus obtained is 
used in calculatiog the result. 

Calfvlation — The beat evolved is represented by the foUo^^l 
ig equation — ^^^H 

-.(»,. + m^ + m.y + m.S)[i._('l|-'')], ^H 

where mj, wig, Jiij, 'm^, are the masses of the solution, calori- ' 
meter, thermometer, and stirrer respectively, and a, /3, y, 8, 
their respective specific heats. 

As regards the solution, it will be sufficiently accurate in 
this case to take the water equivalent of the solution as equal 
to the mass of water contained in it — i.e., equal to the volume 
of the solution approximately. In the case of the thermo- 
meter we do not know the relative weights of the glass and 
mercury, but we may make use of the fact that, volume for 
volume, the specific heats of glass and mercury are practically 
identical, and equal to 0'47 per c.c. 

To find the volume of the thermometer immersed in the 
solution insert it in a burette, partially filled with water, up ' 
to the depth it is immersed in the solution, and measure the 
displacement. If the thermometer is uot solid, as in the case 
of a Beckmann, the volume of the bulk and the requisite 
portion of the stem must be found separately, and the volume 
found for the stem divided by five, and this value added to 
the volume for the bulb. | 

In place of the ordinary calorimeter a Dewar vacuum vessel 
may be conveniently substituted, to reduce the loss of heat, I 
Mq>eai (he above eaperivKnts, using am.m&nium hydroxide and j 
sulpkark acid, also mustic potash awi acetic add. i 

In accordance with the theory of electrolytic dissociation, the 
heat of neutralization of any completely dissociated base is 1 
constant, since the reaction consists solely of the union of H' ' 
and OH' ions giving unionized water. In the ease of hydro- ' 
chloric acid and caustic soda it may be represented thus — 

H- + CI' -hNa- + OH' == Na- + CI' -I- HaO. 
The value of this constant is 13-7. 

When it is required to determine the heat of neutralization 
of a polybasic acid with a monovalent base, or vice iferso, the ,' 
'wrmal effect mast be calculated tor eac\i \)mKrt.7 Ba^wX*2q- ' 
e precipitates are formed, tbe laeat ol ■^eBv'^\XaJi\OT 
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mmt bs Kibtnctad from the heat erolved (see later section). 
If (Im add or hue ia a aolid or gas, a correction for beat of 
ftaioo-Mliitioii, or abecHptioD must be applied when possible. 
For axami^, irheu caostic soda solution is neutralized by 
OMeaaa CO- we get a certain heat effect, 2\aOHAq + CO, ; 
out to get the tme heat of neutralization the heat of absorp- 

**ioa of CO, must be anbtiacted — iJt, CO^Aq. 
.-. 2NaOHAq.CO,-CO»Aq.=3NaOEIAq.CO,Aq. 
Hast ot Solntdon — The beat of solution of a Bubstance is the 
thermal effect produced by diasolving 1 gram molecule of 
a substance in a ?iven number of molecules of solvent. 

The heat of solution may be sometimes positive and some- 
times De^iative, that is, heat may be evolved or absorbed. 

It vanes with the quantity of solvent used. If further 
dilution produces no further heat effect, the heat measured 
for 1 gram molecule is known as the heat of solution at infiniie 
dUiition. 

Experiment to Ddenaine the Heat ofSolulwn of Sodium Chloride 
— The method is similar to that employed for heat of neutral- 
ization. Into the calorimeter introduce 500 grams of water, 
and fit up the apparatus with thermometer and stirrer as 
before, taking the same precautions as to temperature read- 
ings. Weigh out into a dry test-tube 10 grams of finely 
powdered dry sodium, chloride. Place the test-tube in a beaker 
filled with water at a known temperature (which should, as 
near as possible, be at the same temperature as the water pre- 
viously weighed out). When the salt has acquired the tem- 
perature of the bath, remove the test-tube, dry it roughly, 
and empty the contents into the calorimeter and stir rapidly, 
and take readings every minute for seven or eight minutes. 

Plot the temperature readings againat time, and eventually 
determine the maximum elevation. 

The method of calculation is similar to the previous experi- 
ment. Consider the solution as pure water for calculation. 

Repeat the above experiment with MeSO.TH.O and 
2nS0,7H,O. 6 • » 

Heat of Hydiatiou — The heat of hydration is the quantity 

of heat liberated when 1 gram molecule of substance combines 
wiib a deSnite number of mo^ecuXoR oi waSat ■vya ^.tiroi b. 
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The heat of hydration is obtained by determining 
of solution of the hydrated and anhyckoua fonns of thi 
and subtracting the latter from the former. 

The method of experiment ia therefore essentially that for 
determining the heat of neutralization and solution. 

Experiment to Determine the Real of Hydration, of Copper 
Sulphate — 

(ffl) Determine the heat of solution of OuSO^BHjO. 
(6) Determine the heat of solution of CuSO^. , 
Then (6 — a)= heat of hydration. 

Heat of Dilation — By heat of dilution is meant the quantity 
of heat liberated or absorbed when a solution is further diluted 
by the solvent, 

The method here again is similar to the determination of 
heats of neutralization. The result is expressed as the amount 
of heat change resulting from a given increase of solvent. 
Both the initial and final concentrations must be stated in 
the result. It is equal to the diiTerence between the heats 
of solution for the two respective volumes of solvent. 

EzpeHment to Veiermiae the Stats of Dilution of a S per 
Cent. Solutwn of Potassium NUrak—DiaaolvG 12 grams of nitrate 
in iOO grams of water, and determine the heat evolved on 
adding 100 grams of water. 

Heat of Precipitation — The heat of precipitation is the 
quantity of heat evolved when a gram molecule of substance 
separates out from a solution. 

It is the converse of heat of solution, and is numerically 
equal to it. 

Ej^erinient to Dttermine the Heat of Preeipilalion of Silver 
Chloride — Dissolve 1 gram of sodium chloride in 500 c.c. of 
water, and place it in a calorimeter fitted up as before. Prepare 
15 c.c. of normal silver nitrate at the same temperature. 
When the temperatures are equal, mix the solutions, and note 
the change in temperature. From the results calculate the 
heat of precipitation. Details of the experiment are the same 
as in the previous cases. 

The result is the same as the heat of solution with the 
opposite sign. 

Heat of OomhuHtion — The heat of combustion of a substance 
_i« the qaantity of be&t evolved in the com\iVft\ft 
Vi gram molecule of substance. 
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Let z be the amount o! substance used in the experiment, 
«nd M the molecular weight of the substance ; also let W be 
the weight of water in the 
calorimeter, and w the water 
equivalent of the appara- 
tus, Tj and Tj, the initial 
and final temperature, then 
Q, the heat of combustion, 
will be given by — 

Q = ^{W + M.)(T,-T,). 

The reaction is usually 
caused to take place in com- 
pressed oxygen inside a 
ealorimelric bomb. 

A convenient form of 
bomb is as shown in Fig, 4S. 
It ia known as the Mahler- 
Cook bomb, and is a modifi- 
cation of the Bertbelot- 
M abler bomb. 

Tlie Bomb — This consists 
essentially of an enamel- 
lined steel vessel, capable of 
withstanding high pressures. 

The lower part, D, is 
closed by a lid, A, which is 
screwed on, an air-tight 
connection being obtained 
by means of a lead-washer, 
C, Two stout platinum 
wires pass through the cover, 
one, T, being insulated by 
means of a quartz plug: 
these wires are connected 
by two terminals. One of 
^°- *^ the wires ia bent round in 

the form of a loop, so as to 
support a crucible, which may be of platinum, unglazod porce- 
^^Jsifl, orsiUca, The substance iapUccdxntW'irmiible, and the 
^jgoHaon IB affootod by means ot a, co\\ oi \ton 'w 




THE CALORIMETER 

the two platinum wires, which ia caused to burn by n 
an electric current. Oxygen is admitted through a valve in the 
centre of the iid, the opening and closing of the valve being 
controlled by screw F. The oxygon, which is supplied from 
a cylinder fitted with a pressure gauge, is attached at E. 

The Calorimeter— The calorimeter consists of a large nickel- 
plated vessel, A, to contain the water in which the bomb is to 
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he immersed. This is surrounded by an outer water- jacketed 
vessel. Both calorimeter and outer vessel are fitted with 
suitable stirring arrangements. The stirrer in the calori- 
meter may be conveniently worked with a small motor. On 
the downward stroke the stirrer should almost touch the 
bottom of the calorimeter, whilst on the upward stroke it 
ihould remain completely immersed in the water (see 
Fig^46). 

The change in temperature is read by means of a Beckmann 
thermometer. The outer jacket is closed with a non-conduct- 
ing lid, fitted with the necessary holes ior slmBir wvi 
moiBeter, 
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The Water Eqaivaleid of the whole apparatus is detei 
by meaHB of a subalance of kuown heat of combustion. 

The heat received by the water in the calorimeter can be 
calculated from the elevation in temperature on combuation, 
and from this value and the known heat of combustion of the 
substance the heat taken up by the apparatus can be obtained, 
and hence the water equivalent. 

Camphor, or naphthalene, are auitable for this purpose, and 
they give out 9292 and 9693 calories respectively per gram 
of Bul»tance. 

Experiment — Open the bomb by unscrewing the nut B and 
carefully remove the cover. Place a crucible in position. 
Make- a small tabloid of, say, camphor ; weigh it accurately 
(use about 1 gram), and place it in the crucible. Make a 
short spiral of about 15 cms. of iron wire, and weigh it, and 
then connect it between the two stout platinum wires. The 
iron spiral Is then pressed down until it makes a contact with 
the substance : the lid is then replaced, and the nut B screwed 
tightly down, the bomb being held by the bottom nut, 0, 
which is fitted into a hexagonal plate fitted to the bench. 
The bomb is then connected at E with an oxygen cylinder 
and pressure-gauge. The valve F is closed, and the valve on 
the oxygen cylinder opened slowlv ; then slowly admit the 
gaa to the bomb by opening F. When the pressure reaches 
25 atmospheres with F well open, close the valve F tightly, 
and then shut off the oxygen cylinder and disconnect. 

The water-jacket of the calorimeter should be filled with 
water several hours before the experiment is to be done. 

Weigh out into the calorimeter about 2'5 kgs. of water 
(sufficient to immerse the bomb up to the nut B). The 
calorimeter is then placed in position, being insulated at the 
bottom by a wooden block or cork. To counterbalance the 
loss by radiation, the water in the calorimeter should be at 
a slightly lower temperature than that of the room — such 
that the temperature of the room is the mean between the 
initial temperature of the water in the calorimeter and the 
highest temperature of the experiment. The total rise is 
usually about 3°, therefore the initial diflTerenee should be 
about 15°. The bomb is. now carefully lowered into the 
calorimeter and the terminals connected to the battery, the 
ciroait being broken by a Bw\tc\\ Vi^ . \ft?«t\.^W Beckmann 
tiermoiaeter and commence Btimng. M\«f eN)cra.'t%k>>*- 
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I record the reading every minute for about eight minutes. At 

^' the eighth minute complete the electric circuity thereby causing 
the ignition to take place. Continue to take minute readings. 
When the highest temperature has been reached, the readings 

" should be continued for a further eight or ten minutes. The 
observations are then complete. Open valve F carefully, and 
then unscrew B, If any iron wire is unbumt, it must be care- 

^ fully weighed and subtracted from the original weight of 
iron used. 

The method of calculating the results will be better 
understood from the following example, in which the water 
equivalent of the apparatus is calculated by means of naph- 
thalene : 

Weight of naphthalene = 1*2966 grams. 
Weight of iron =0*1568 gram. 

Temperature Readings 
I 



Time in Minutes 


Beckmann Reading 


At 





1*806 


_ 


1 


1*808 


0-003 


2 


1*813 


0006 


3 


1-816 


0-002 


4 


1-818 


0-003 


5 


1-821 


0-003 


6 


1*823 


0-002 


7 


1-824 


0001 


8 


1-826 


0-001 


(circuit closed) 












Mean = 0-0026 



II 



/ 



8 
(circait closed) 

9 

10 
11 
12 
13 
14 
15 
16 



1-825 

3-814 
4-536 
4-998 
5-514 
5-666 
6-700 
5-706 
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TlHinlllnaUt 




tt 


IS 


6-7M 


_ 


17 


6-706 






5-706 


0-001 


19 


6-704 


o-ooi 


20 


6703 


OOOl 


21 


5-703 


0-000 


33 


6-702 


0001 


23 


6-700 


0-002 


24 


5-667 


0-008 


25 


5-606 


0-002 


26 




Mean =0-0011 



Daring the middle period (heating period) heat will I 
been lost hy radiation. fVom Series I and III the rate 




cooling can be calculated. In Series I the rate of ooolu 
nE^tire, denoting tlie tempeTB.tiiTft \b t\kwi^— t.^,, &t, \s i 
tire and St positive. 
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Draw a cooling curve as shown in Fig. 47 bv drawing a 
ught line through points 1*8 to 0*0025, and 5*7 to 0*0011. 
Chen correct all temperatures in Series II from this curve. 



lemperatore 


CoolinflT In Bach 
Minute ~ 


Total Loss 


Corrected Tem- 
perature 


1*825 




_ 


1*826 


3-814 


- 0-0007 


-0*0007 


3*8138 


4-636 


0*0 


-0*0007 


4*6363 


4-998 


+ 00004 


- 0*0008 


4-9977 


6-614 


+ 00009 


+ 00006 


6-6146 


6*666 


+ 0001 


+ 0*0016 


6*6676 


6-700 


+ 0-0011 


+ 0*0027 


6*7027 


6-706 


+ 0*0011 


+ 0*0037 


6*7097 



The values in the second column are read off from the 

rve. 

The corrected temperature is therefore 5*7097 for the 

iximum. Hence the elevation = 5- 7097° - 1*8250° = 3*8847°. 

le calorimeter contained 2500 grams of water. 



The heat of combustion 

of naphthalene 
The heat of combustion 

of iron 
Therefore heat evolved 

by naphthalene 
Therefore heat evolved 

by iron 
Total heat evolved 



= 9,693 cals. per gram. 

= 1,600 cals. „ 

= 1-2966x9,693 = 12567-9 cals. 

= 0*1568 X 1600 = 260*9 cals. 
= 12828*8 cals. 



Of this, 2500x3*8847*9711*9 cals. were taken up by the 
water. 

.*. 12828*8 cals. -9711*9 cals. = 3116*9 cals. 

Therefore 3116*9 cals. were taken up by the apparatus in 

sing 3*8847°. 

3116*9 i 

.*. Water equivalent = 0.004^7 = 802*3 gcama. \ 

The water equivalent oi apparatus = 802*^ gcaiaa. 
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In accurate work it is necessary to estimate the oxides of 
nitrogen which will have been formed during the combustion, 
and the heat of formation allowed for. 

In the above example the water equivalent of the calori- 
meter was the unknown factor, the heat of combustion being 
known. In determining the heat of combustion the value 
found above will be used, leaving the heat of combustion as 
the only unknown. 




Whex a current is passed through an eleotrolyta the 
numbers of positive and negative ions discharged at the 
respective electrodes in a, given time are equal. It must 
not, however, be assumed that the velocities of the ions 
are equal, because this is not the cose. The speed of the 
anion may be very different from that of the cation, and, in 
fact, this ia almost invariably so. The result is, the con- 
centration of the faster ion round the electrode towards 
which it travels increases. This being the ease, Hittorf 
showed how, by experiment, the rdalive speeds of the ions 
could be deduced fi-om the changes in concentration round the 
electrodes after electroiysis. The speed of the cation is 
usually represented by «, and that of the anion by v. The 
total amount of electricity passed through the solution is 
proportional to the sum of the ionic velocities — i.e., u + v. Of 
this let n be the fraction carried by the anion, then 1 - n will 
be the fraction carried by the cation, and from this it follows 



r 



The value of n is termed the Iranspori number of the anion, 
and 1 — n the transport number of the calion. 
The transport number can therefore be found by deter- 



passed from the solution in the 'immediate neighbourhood of 
one of the electrodes— i.e., determine the change of concentra- 
tion of one of the ions round one of the electrodes. Hence, in 
order to investigate the changes of concentration, it ia only 



i 
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■ necessary to analyze a portion of the solution round one of 

I the electrodes. 

i The above will only be correct if the liquid which is not In 

the immediate neighbourhood of the electrodes does not alter. 
This can be approximated too, if the time during which the 
current passes is not too long. The time should also be as 
_ short as possible so as to minimize the effect due to diffusion. 
Hittorf showed that the transport 
numbers are practically independent 
of the electromotive force between 
the electrodes. They are, however, 
influenced by temperature to some 
extent, and in the case of mono- 
atomic univalent ions approach 0'5 
as the temperature rises. 

Experimevi to Determine the TVons- 
porl Numbers of the Silver Ion and 
tht NHra-te Ion in a Solution of Silver ' 
Mlrale—Tha apparatus which is 
best suited for this purpose is Ost- 
wald's modification of Hittorf's ap- 
paratus (see Fig. 48) : two glass 
tubes, usually of unequal length, 
connected near the upper end. The 
lower end of the shorter limb is 
closed, while the longer limb ia pro- 
vided with a Btop-cock. Into the 
f tubes are fitted, by means of para- 

ffined corks, two electrodes. The 
one in the longer limb is of silver, 
made by fusing stout silver wire on 
to stout copper wire, and cement- 
ing the electrode into a glass tube 
so that only the silver is exposed. 
shortest limb may be wholly of ooppcr, 
" ■ glass tube. Prior to the 
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The electrode in t 

but it should be enclosed partly in 

experiment the silver anode should be coated with finely 

divided silver by electrolysis (see p. 128), The shorter limb, 

which is the anode compartment, is filled with a concentrated 

copper nitrate solution to just above the exposed part of the 

electrode. The rest of the apparatus is then carefully filled 
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with ^ silver nitrate in such a way that a fairly sharp 

30iindary is maintained between the copper nitrate solution. 
Fhe cell is now connected in series, with variable resistance, 
in ammeter, a copper voltameter, and a source of current, 
sach as an electric lighting circuit. The resistance must be 
30 adjusted that a current of 001 ampere and a difference of 
potential of 30 to 40 volts is passed. 

The copper voltameter may be made up in a glass cylinder 
as follows : Make up a solution of 125 grams, CuSO^SHjO, 
50 grams H2SO4, 50 grams of alcohol, and a litre of water. 
Two copper electrodes of about 2 cms. square are cut from 
sheet copper. The cathode must be cleaned and weighed at 
the commencement, and then at the end of the experiment it 
is washed first with distilled water, and then with alcohol, dried, 
and again weighed. COg should be passed through the volt- 
ameter during the experiment. 

When the apparatus has been fitted up as indicated, the 
current is passed for about two to three hours. At the end 
of this time the cathode of the voltameter is removed, and 
weighed according to previous directions. 

Then run off a measured volume of about three-quarters of 
the anode solution, weigh it, and determine the amount of 
silver present by titration with thiocyanate or electrolytic 
deposition. The remainder of the silver nitrate solution is 
then run off, and on analysis should have as near as possible 
the original composition. If not, the experiment must be 
repeatea for a shorter period. 

From the weight of copper deposit on the voltameter 
cathode and the change in silver concentration at the anode 
the transport numbers can be calculated as follows : 

Calculation — Before the experiment : 15*06 grams of solution 
contained 0.'127 gram of silver nitrate, which equals 0*000747 
gram equivalents of silver for 15*06 grams of solution. 

After the experiment : 20*28 grams of anode solution con- 
tained 0*2113 gram of silver nitrate, which equal 0*00124 
gram equivalents of silver for 20*28 grams of anode solution. 

Hence, before the experiment 14*933 grams of water con- 
tained 0*000747 gram equivalents of silver, after the experi- 
ment 20:0687 grams of water contained 0*00124 gran 
equivalents. 
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If there had been no change in composition, 200687 granu 
of water would have contained— 

So the increase wm 0'00124- 0-001004 = 0-000236 gram 
equivalents of silver. The weight of copper depoeited in the 
copper voltameter was 0-0145 gram, or 0-0004602 gram, 
equivalents of copper. Hence the amount of silver liberated 
at the anode due to the discharge of NOg ions was 0-0004602 
gram equivalents of silver, therefore the concentration ought 
to have increased by this amount if no silver had migrated to 
the cathode. The amount which must have migrated equals — 

0-0004602 - 0-000236 = 0-0003242 gram equivalents. 

Now, the values 0-000236 and 0-0002242 must be pro- 
portional to the velocities of anion and cation respectively. 
Hence the transport number for silver ion equals 



and for NOj ion — 



^ 



CHAPTEE XIV 
ELECTRICAL CONDUCTIVITY 

Electricity may be conveyed in two ways : (1) By con- 
ductors in which there is no transference of matter, as in the 
case of metallic conductors ; (2) by conductors which undergo 
^multaneous decomposition, as in the case of fused salts and 
solutions. 

In the present case we are only concerned with the second 
type of conductor. 

Ohm's Law, which holds for conductivity in general, may be 
stated somewhat as follows : The strength of an electric current 
passing through a conductor is proportional to the difference of 
potential between the two ends of the conductor^ and inversely pro- 
portional to the resistance of the latter — i.e,, 

difference of potential , volts 

°"™°* resistance ' «' *""P^'«« = ^^' 

This is usually expressed symbolically thus : 

The standard of resistance is 1 ohm, and is defined as the 
resistance of a column of mercury 106*3 cms. long, and weighing 
14*4521 grams, and the resistance measured at 0°. 

An ampdre is that strength of current which will deposit 
0-001118 gram of silver from a solution of silver nitrate, 
under definite conditions, in one second. 

The quantity of electricity which passes in one second with 
current strength of 1 ampere is known as a cotdomb. 

When a current of 1 ampere passes along a conductor j 
whose resistance is 1 ohm, then the difference of potentia 
between the two ends of the conductor is 1 volt. 

91 
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The unit of electrical energy is I volt x 1 coulomb, and if 
equal to 10'' ergs. 

The resistance of a conductor is proportional to its length 
and inversely proportional to its cross section. Hence the 

resistance R is given by equation E = p— where p is a con- 
stant. If I and s are each unity, then K=-/). The constant p is 
known as the specific resistance, and may therefore be defined as 
the resistance in ohms offered by a cube of 1 cm. dimensions 
to a current of electricity. It will be seen that a conductor 
of low resistance will have a high conductivity. Hence 
^edfic amduclivity will be the inverse of specific resistauee, and 

therefore equal to - = k, where k is the specific conductivity. 

Specific conductivity is measured in redprocal ohms, fre- 
quently termed "mhos." 

In dealing with solutions, the conductivity does not depend 
upon the solvent, but on the solute, and it is convenient to 
compare solutions containing (Quantities of solute proportional 
to the respective molecular weights. 

By TiwleeulaT condudivily is meant the conductivity or con- 
ductance of a solution containing 1 gram moleeute of solute 
when placed between electrodes of indefinite dimensions 
exactly 1 cm. apart, and is represented by /i.. 

where Y is the volume in cubic centimetres, which contains 
1 gram molecule of solute. 

By equivalenl conductivity ia meant the conductivity of a 
solution which contains 1 gram equivalent of solute, when 
placed between two electrodes 1 cm. apart. It is usually 
represented by A 



where V is the volume, which contains 1 gram equivalent of 
solute. 

It will bo seen that for such substances as KCl, which gives 
rise to two simple monovalent iona, ix = A. 

Determination of the Condnctivitr of ElectrolyteB — The 
great difficulty in determining electrical conductivities lies in the 
fact that by the use of a continuous current the products of 



CONDUCnVITY OF ELECTROLYTES 



93 



electrolysis acoumalate at the two poles and set up a back 
diectromotiye force of uncertain value. This effect is known 
lis poUurization. The actual resistance measured will be 
therefore the sum of the resistance of the solution and the 
polarisation at the electrodes. This difficulty was over- 
come by Kohlrausch, who proposed the use of an alternating 
current instead of a direct current. By this means the polar- 
ization caused by the passage of the current in one direction 
is removed before it has time to attain any appreciable magni- 
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tude by the reversal of the current and its passage in the 
opposite direction. Hence by this means the true resistance, 
and hence the conductivity of the electrolyte, can be deter- 
mined. 

The most suitable mode of obtaining an alternating current 
in the present case is by means of a small induction coil. 

The method usually employed to determine the resistance 
of an electrolyte is the Wheatstone bridge method. The 
arrangement of the apparatus is shown diagrammatically in 
Fig. 49. 

% is a known resistance, 8 the cell with platinum electrodes, 
between which the resistance of the solutionis to be measured ; 
a — h is a platinum wire (may be iridium-platinum or nickelin) 
of uniform thickness, which is usually about a metre long, and 
is stretched along a scale graduated in millimetres; C is 
sliding oontact. By means of a battery a direct current is set 
through the coil L, thereby giving rise to an alternating curreD 
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whicli divides into two circuits at the contact C, one part 
going along the circuit 0, a, d through E, and the other along 
C, b, d through the cells S. The object of the experiment is to 
balance these two circuite. This is done by means of a sliding 
contact at C. Since an alternating current ia used, a galvano- 
meter cannot be used, so a telephone T is connected to a — b. 
The sliding contact C is moved along the wire until there is 
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DO sound in the telephone. Wben this is the case, a balance 
has been made between the two circuits, hence the points 
a and b must be at the same potential. When such circum- 
stances exiEt, the following relationship holds — 

R : S::a~-c :c— ft; 



Here It is known, as A and ac can be measured. Hence the 
resistance of the cell 5 can be easily calculated. 

In actual experiment it is not usually possible to obtain 
w>inplete silence in the telephone, so the point of minimum 
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sound 13 taken — i.e., a point such that if the contact be moved, 
Ibe least bit either to the left or to the right the inteneity of 
the sound is increased. The coil used in these expeiiments 
ahonld be as Bmall as passible, so that the amount of current 
which passes at each pulse ii as small as possible. The coil 
may be worked from a small accumulator or dry cell, but the 
emrent should be regulated with a sliding resistance, 80 that 
the sound of the goU can be distinctly heard, the vibration 
of the hammer being quite uniform. The resistance usually 
takes the form of the ordinary type of resistance box, the 
various resistances being put in circuit by the removal of 
brass plugs, thereby causing the current to pass through a 
wire of definite resistance ; the value of each resistance being 
indicated on the box. 

Various types of eledTolylic cell are used, Fig. 50 indicates 
two types, J is a type used for solutions of small conductivity 
while B is used for solutions of high conductivity. The elec- 
trodes are circular platinum plates fitted with platinum wires, 
which are sealed into glass tubes. These tubes are held in 
position by being fixed into the ebonite cover which closes 
the cell. The electrical contact is made by placing mercury 
in the tubes. The open ends of the glass tubes attached to 
the electrodes should be closed by rubber plugs when the 
apparatus is not in use. The bridge, which is represented by 
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Jin Fig. 49, is seen in detail in Fig. 51, The ends of the 
wire are frequently held in position by the brass plates, and 
to each of these brass plates two terminals are fixed. C in- 
dicates the platinum contact, which also carries a connecting 
terminal. 

It will be seen that the actual length of wire necessary in 

bridge form will depend upon the ratio w. The nearer this is 

to unity, the nearer to the centre of the scale will be the final 
position of C. So that if R, S are suitably arranged, the 
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position of C may be confined to about 40 or 50 cms. in tb»il 
centre of the scale. Hence the actual bridge can be reduced 1 
in length, and the excess of wire wound round a suitable ] 
drum. 

In some special forms of apparatus modifications of this 1 
type are introduced, and in some cases the scale is so graduated . 
to give directly the ratio of the two resistances (sec i'ig. 52). 




It is not advisable to rely upon the accuracy of the bridge i 
scale, as the T?ire is rarely absolutely uniform. The motioa 
of the contact over the wire also changes its resistance slightly ; \ 
so it is necessary to calibrate the wire from time to time. 

Calibration of the Bridge Wire — The difficulty of measur- 
ing the resistance of short lengths of the wire lies in the un- | 
certainty of making a contact with other wirea which shall be 
free from resistance. The method usually adopted is that 
devised by Strouhal and Bams, which is based on the Wheat- 
stone bridge principle. In this method the resistances of the I 
contact do not interfere with the measurement. Ten approxi- 
mately equal resistances are required, the sum of which should ' 
be about the same resistance aa that of the bridge wire, i 
These resistancea are in the form of wire coils (Fig. 53) 
soldered on to stout copper wire, and for protection they are 
mounted in glasa tubes. The enda of the copper wire are 
thoroughly cleaned and amalgamated, and arranged along a 
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board, as shown in Fig. 54, the ends of the copper wires 
^il^ping into cups filled with mercury, thus connecting up the 
series. This is then placed parallel to the bridge to be 



^JJ^^^ 
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berted. The principle of the method is to find lengths of 
MTires at different positions along the bridge which are of 
)qual resifltanee. The source of current in this case may be 
sither direct or alternating, the exact compensation being 
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ietected by a sensitive galvanometer in the former case, and 
)y a telepnone in the latter case. 

The bridge is then connected to the resistance series by 
itout copper leads, D. The whole arrang^mwfc mVV \ife \wssisx- 
tood from Fig. 66. One of the reaialaxwift esS^ \fi»&\»\s»^ 
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choseu as a standard, and should carry some euitable mark at 
diBtinctioo. It doea not matter which of the coils is chosen as 
the standard. The sla/uiurd coil is placed in cups 1 and 2, aod 
oue of the wires from the telephone placed in cup 2 (see 
Fig. 55) ; then the point on the bridge wire, where a balanca 
is noted. Now move the standard coil to position 3 without 
changing the telephone wire, and again determine the balance- 
point. The telephone wire is now placed in cup 3, and re- 
determine the balance. The difference between the last two 
readings corresponds to a. length of the bridge wire, the 
resistance of which is the same fraction of the total resistance 
of the bridge wire as the standard is of the Bum of the ten 
resistance coils. 

The " standard " is now brought to position 3, 4, the tele- 
phone wire being first in 3, and then in i, and the balance 
determined in each case. This is repeated until the standard 
has reached position 10, 11, where only one reading is taken 
—i.e., with the telephone wire in cup 10. By this method 
the bridge wire has been divided up into ten equal resistance^ 
each of which is equal, or approximately equal, to one-tenth 
of the whole resistance. Those ten lengths ;ire added together, 
and the diffa-enee of the sum from 1000 mm. divided by 10, 
and each single value corrected by this amount, so that now 
the sum is exactly 1000 mm. — i.e.., the exact length of the 
bridge wire, which, of course, it must be equal to. 

If the single corrected values are now added together as 
follows, 1, 1 + 2, 1+2 + 3, and so on, we obtain readings 
which correspond to successive tenths of the wires. 

This will be better understood by studying the example 
on p. 99, which is derived from an actual experiment. 

It is advisable to plot a graph from values in the sixth • 
column of figures, so that any intermediate values may be 
approximately determined. 

Furity of the Water used for Coudnctivlties — It is abso- 
lutely essential that water used in conductivity experiments, I 
owing to the sensitiveness of the method of experiment, be ( 
of a high degree of purity. 

Water exhibits very different degrees of conductivity, 
depending upon the manuer of distillation and preservation; 
wlule perfectly pure, freshly distilled water exhibits an ex- 
tremely low conductivity. 

The purest water so far obtained had a specific conductivity 
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ELECTRICAL CONDUCTIVllT 




of 0'04 X 10 reciprocal ohms at 18°, but water with a con- 
ductivity up to 3 X 10 reciprocal ohms can be used for 
experiments, in which a fair degree of accuracy is re- 
quired. 

The chief causes of conductivity are the presence of small 
quantities of carbon dioxide and ammonia. 

The ordinary laboratory distilled water is frequently 
sufficiently pure for ordinary purposes. It can be consider- 
ably improved by redistillation in as pure an atmosphere as 
possible, neglecting the first and last fractions. 

Where a high degree of purity is required, the condenser 
should, according to Kohlrausch, be of block tin, but fre- 
quently a Jena glass tube in the condenser is sufficient. The 
water should be preserved in a glass flask which has been 
used for a long time to contain distilled water. The flask 
should be closed with a paraffined cork fitted with siphon 
tube and aoila-lime tube. If the water contains much carbon 
dioxide, it may be treated with baryta before distilla- 
tion. 

In cases where absolute accuracy is necessary, the con- 
ductivity of the water itself must be determined. 

Determination of Cell Constant — The resistance of an electro- 
lyte must depend on the capacUy of the cell. By capacity is 
meant the actual volume of solution which is actually between 
' the electrodes, or, in other words, upon the product of cross 
section of the electrodes and the distance between them. The 
specific conductivity, and hence the specific resistance, could 
be calculated if these two factors were known, but it is more 
convenient to determine what is termed the C(U amstanl, which 
is proportional to its capacity. This is done by using an 
electrolyte of known conductivity, and a, ^ norntal solution 
of potassium chloride is usually used for this purpose. As 
before mentioned (p. 94) — 

Hence conductivity— 

I ac 

■ Therefore C can be determined by experiment. 
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Further, the specific conductivity k must be proportional to 
the observed conductivity — k = KC. 

• - = K 

• • C ' 

K being the cell constant. 

Exjperiment to Determine the Cell Constant by Means of 

n 

gQ Potassium Chloride — The type of cell used in this experi- 
ment should be that with the electrodes near together 
(Fig. 50, A). 

The experiment must be carried out in a thermostat at 25°. 
It is essential that the temperature of the thermostat should 
be exceedingly constant, since a change of 1° influences 
the result 2 per cent. The cell, thoroughly clean, is 




Fig. 66 



supported in the thermostat and connected up by stout copper 
wire, of negligible resistance. The ends of the wire must be 
cleaned with emery paper so as to give a good contact. The 
ends of the wire which make a mercury contact (at the con- 
ductivity cell) should be amalgamated. The arrangement of 
the apparatus will be understood from Fig. 56. 

The electrodes should be coated with a uniform layer of 
platinum black (see note at end of chapter), and when freshly 
platinized they contain traces of impurity which cannot 
readily be washed out, and which would increase the con- 
ductivity, i 

To remove this, put conductivity watex m\»o \Xi^ ^^X*^'-^^ 
above the electrodes and determine t\ie TeB.\s^axv^^ o\ "0^^ ^^* 
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[ Any soluble matter entrained in the platinum black will 
r alowly dissolve out. Pour out the water from the cell, put in 
fresh, and again determine the resistance, Kepeat this untO 
the resistance Js constant, or only differs by 3 — i mm. on the 
bridge. Note this last reading, because from it we can calcu- 
late the conductivity of the water when we have determined 

N 
the cell constant. Make np carefully a ft. solution of pure 

potassium chloride. Wash the electrodes once or twice with 
it Then fill up the cell to just above the electrodes, and then 
allow the solution to come to the temperature of the bath. 
Then determine the resistance of the solution. The resistance 
put in from the box should be so arranged that the reading 
falls somewhere between 25 and 75 cms., because an error in 
the readings at either end of the bridge influences the result 
to a greater degree than a similar error about the middle of 
the wire. Having determined the position of minimum sound, 
change the resistance in the box and again determine the 
balance. Then empty the cell and fill up again with fresh 
solution and repeat the above proceedings. Calculate the cell 
constant as indicated below from each of the resistance read- 
ings, and take the mean value. 
Given for KCl- 

« = 2'768xlO-3at25''. 

= 2'399xl0-''at 18°, 

= 1-996x10-8 at 10°, 

expressed in reciprocal ohms. 

Let R be the resistance in the box, S the resistance qf^ 
cell, X the bridge reading in centimetres, then 
S . o_R( 100~3!) . 



■ the cell 
ce read- | 



.S = 



but 



'^'C ■ R(100-a!)' 

K = p where k = specific conductivity. 



t 



1^(100 -x)R 



K being the cell constant. 
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Having obtained the cell constant, the conductivity of the 
conductivity water can be calculated, for the resistance of the 
cell containing the conductivity water has already been deter- 
mined when testing the electrodes. The equation in — 

^ k{100 -x)R 

K is the only unknown, and hence can be easily calculated. 

If Kny difficulty is experienced in obtaining a balance, it may 
be due to the fact that sufficient time has not elapsed for the 
cell to attain the temperature of the bath. If, however, after 
a reasonable interval the results are unsatisfactory, the elect- 
rodes should be replatinized. 

The current should not be allowed to pass through the cell 
for any considerable period, as this tends to heat up the cell. 

Determination of Molecular Gondnctivity and Degree of 
Ionization — If k is the specific conductivity of a solution of 
known concentration, then the molecular conductivity is given 
by /A^ = ic V, V being the volume which contains 1 gram molecule 
of solute. If K be determined for a whole series of dilutions 
of the original solution, the value of ft will finally approximate 
to fioo — *.«., molecular conductivity at infinite dilution. 

It is, however, not possible to measure the conductivity at 
infinite dilution with any degree of accuracy, so use is made 
of Kohlrausch's law, which states that the molecular con- 
ductivity at infinite dilution is equal to the sum of the veloci- 
ties of the ions — 

where u and v are the speeds of the cation and anion respect- 
ively. At any given dilution V the formula will be — 

where a represents the fraction of the molecules of the solute, 
which is ionized. Hence we get, by dividing the second 
equation by the first — 

/A 00 

that is, the degree of dissociation a at any dilution is the roHo i 
of ihe molecular conductivity at thai diluitiou to ttie TwAwJvilUMt w^-^ 
dttcllvily at infinite dilution* 




}c IB known aa the dissociation constant or ionization constant. 

The above value ia usually very small, so K = lOOi is usually 
quoted as the dissociation constant; ^oc cannot be found 
directly as a nile, but has to be calculated from the ionic 
velocities, as before indicated. 

Ex/perimeni to Determine ilie Molecvlar Conductivity and 
Dmoeiation Constant of Succinic Add — The apparatus in this 
case is the same as in the former experiment. The cell and 
electrodes must be clean and dry. The electrodes may 
be conveniently dried by washing first with distilled water 
and then with pure alcohol, and then allowed to dry in a 
warm atmosphere free from fumes. 

Prepare -f^ molar solution of succinic acid, and place 20 c.c. 
(or other convenient definite quantity according to size of cell) 
of this solution in the cell, in the thermostat at 25°. When 
solution has taken the temperature of the bath, determine the 
resistance as in previous experiment,, using three different 
resistances in the box. Now withdraw carefully 10 c.c. (if 
20 c.c. has been used, otherwise half the original volume) of 
eolation from the cell, and introduco \(J c,a. c\ (swA-osai^t^ 
water (irom a stoppered flask wMA \mj» Vft^tv V^-^^, "-w, ■<!«. 
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thermostat). Mix the water and solution thoroughly, and 
then determine the resistance again. Repeat this process 
until the dilution reaches 1 ^am molecule in 1024 litres — ».e., 
make six dilutions. The dilutions are as follows : 

One gram molecule to 16, 32, 64, 128, 256,512, 1024 litres. 
Calculation — 

g._ ic(100-a?)R , 



K X 



Since ^ = kV, 



/*v 



R (100-a?) 
KV X 



R (100 -a?) 

Hence the molecular conductivity for various values of V can 
be calculated. 

Again, substituting the values found for /Ay in equation — 



0*00 -/Av)V ' 

given also that /*» for succinic acid equal 381, A; can be easily 
calculated, and also K = 100^, k being the dissociation constant. 
The value A; is a very important constant, since it is a 
measure of the strength or affinity of acids and bases. It is 
therefore frequently called the affinity constant. 

Apiilication of Condnctmty Measurements to Determine 
Neutralization Points — Consider the case of a dilute solution of 
hydrochloric acid. According to Kohlrausch's law, the conduct- 
ivity depends upon the sum velocities of the ions — in this case 
the chloride ion and the hydrogen ion. Now, suppose a little 
caustic soda is now added, part of the acid will be neutralized. 
This means that some of the hydrogen ions have been replaced 
by sodium ions — viz. : 

H- + CI' + NaOH = Na* + CI' + H^O. 

Now, the velocity of the sodium ion is much less than that 
of the hydrogen ion. Hence the effect will be to reduce the 
conductivity. Further, the conductivity will decrease until 
the whole of the acid has been neutralized. As soon, how- 
ever, ss the neutralization is complete, ivxiXXieiY ^"^l^nK^w^ ^ 
caustic soda increase the number oi loua — 'i.e., m'ct^'?^^ '^^ 



t 



■Dbodnce OU' ions, thereFore the can- 
. ^ to rUe ftgain ; and smce the OH' ion is very 
Um taming-poiDt is very decided. 
_ ■ to IMermin* the Sirengtk of a Ghvn SoUUion of 

BfAv Mu rk Aad — The m&nipul&tion is as in previoua experi- 
meDU. Introduce into the cell a known vohime of hydro- 
cUonc acid (dilate) and determine the reaiatance as hefore. 
Ron in from a hurette small qnantitieH of standard caustic 
aoda, Kod determine the resistance at each point. At a 
certun point the direction of the movement of the sliding 
eontaet will change^ Then the neutralization- point has bfen 
Make three or four readings after this. To deter- 
exaot neutralization- point plot the bridge readings 
tes against the number of cubic centimetres of acid 
added. The point of intersection of the two curvea thus 
obttined gires the exact point of neutralization. 

This method is of value when dealing with highly coloured 
or tariud liquids. In the case cf weak acids use a stroDg 
bftss, and add the add to the base to obtain a decided break in 
UMcarra. 

NeU: Plalmiung Eltxtrodes — Thoroughly clean the electrode 
by means of chromic acid solution. Prepare also a 3 percent. 
eolutiiHt of chloroplatinic acid to which 0*025 gram of lead 
acetate i^ also added. Place the electrodes in the solution, 
and connect up to a 4-voIt accumulator. A commutator, or a 
reversing switch must also be in the circuit. Pass the current 
for about fifteen minutes, reversing it every half-minute, so that 
each electrode becomes cathode and anode alternately.- The 
evolution of the gas should not be too rapid. This may be 
controlled by having a sliding resistance in the circuit. 

Owing to the horizontal position of the electrodes, the gas 
is very liable to collect underneath, thereby causing uneven 
distribution of the platinum black. This may be avoided by 
aupporting the electrodes in an inclined position. When 
finished the electrodes should present a fine velvety appearance. 
The^ still contain a small amount of absorbed platinizing 
liquid and a small amount of chlorine. To get rid of this 
place the electrodes in dilute sulphuric acid, and pass the 
eurrent for fifteen minutes, reversing it every minute. 

Then wash the electrodes several times in warm distilled 
water, and then conductivity water, a.i\4fent&^ lJI^fsJCT•^^l'^k«ra, 

conductivity water required ior «so. 



CHAPTER XV 
MEASUREMENTS OF ELECTROMOTIVE FORCE 

In the present chapter we are concerned mainly with the 
study of the relation between chemical and electrical energy. 

Electrical energy, it must be remembered, involves two 
factors, namely, the amount of electricity and electromotive force, 
or fall in potential. Of these two factors the latter, namely, 
electromotive force, is the more important, and will be con- 
sidered in some detail in the succeeding pages. 

When a chemical reaction takes place, the energy of the 
reaction, or chemical affinity, may manifest itself in the form 
of heat. Hence heat of reaction is frequently used as a 
measure of affinity. Many reactions, on the other hand, give 
rise to electrical energy, as in galvanic cells ; in these cases a 
measure of chemical affinity can be obtained from a measure- 
ment of electromotive force. It must not be assumed from 
this that electromotive force is equal to the heat of reaction, or 
that electromotive force is a measure of the heat of reaction. 
In some cases they are equal, but generally they are not equal. 
The electromotive force is rather a measure of the diminution 
of free energy of a system. 

The relation between free or available energy and the heat 
of reaction in a reversible reaction given by the thermodynamical 
equation- A-U = Q, 

where A is the free energy — i.e., that portion of the energy 
which can be transformed into work — U is the diminution of 
the total energy of the system (diminution of internal energy), 
and Q is the heat of the reaction. 

This equation may be written as a free energy equation — 

107 
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When, however, the chemical energy of the reaction is tMOfr 
formed into electrical energy, it is only necessary to anhstitute 
the correapouding electrical terms in the above equation to 
^t aa expression of the relationship between the cbemiciil 
energy trangfonneci and the maximum electrical energy 
obtainable in a. reterstbU galvanic element. The resuking 
Aquation is — 

I 

... I 






I 



1? 



lera E is the E.M.F. of the cell, Q is the beat of reactitm ; 
for motor quantities, expressed in electrical units, F is 96540 
coulombs. T is the absolute temperature at which the cell is 
working, n is the valency or the number of charges carried by a 

molecule of substance undergoing change, -r^i is the temperature 
coefficient of the E.M.F. Q has been substituted for U, since 
they are equal when no external work is done. A becomes nFE 
— i.e., the maximum electrical energy for molar quantities— 

j~ becomes iF-ip, " and F being constants. 

The equation given above is known as Hdmkoli: equation. 
On considering the equation in the first form, it will be seen 
that— 

(a) If j™, is positive, then «FE>Q, hence the cell takes heat 
from its surroundings while working. 

(6) If. on the other hand, W, is negative, the Q > iiFE, hence 
the cell becomes heated while working. 

(f) If t™ is zero, then Q= nFE — i.e., the heat of reaction is 
equal \io the electrical energy, and hence the temperature of 
the cell remains tumltored. 

Measurement of Electromotive Force — The most convenient 
molln«l of meaBuririg the E.M.F. of a cell is by what is 
JUH'ii an Poffeendorffs com\ie\iBation lae'jQcA. "W^. ■^™*2iii\B. 

«« aethoih that tke EM.¥. ol Cuo c«.\ w>\« \»o«&n» 



A. ». 
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just compensated by the E.M.F. of another cell in the 
opposite direction, the E.M.F. of the latter being adjusted so 
as to just balance the cell. 

The general arrangement of the apparatus is shown in 
Fig. 57. ^ is a source of electricity of constant E.M.F., 
such as, say, a lead accumulator, which is connected by two 
copper wires to the ends of the uniform resistance wire, B — C, 
which may conveniently be a metre in length. The cell, E, 
the E.M.F. of which is required, is connected through some 
suitable measuring instrument^ such as an electrometer or 




Fig. 57 

galvanometer, ff, and a tapping key to one end of the wire 
bridge at J?, the other pole being connected to sliding 
contact D. 

The point of balance is found by moving the sliding 
contact Z) to a position such as that when the contact is made 
through the tapping key no current passes through the 
galvanometer — Le,, there is no deflection. When such con- 
ditions hold, we have the following relationship : 

E.M.F. of accumulator : E.M.F. of cell : : length B—C : 

length B—D— 

. • . E.M.F of cell=E.M.F. of accumulator x p ^r 

The E.M.F. of A, or, as it is called, the working cell, is not 
sufficiently constant for accurate experiments, so it is usual 
to do a preliminary determination mtXi ». ^Xaw^ast^L ^^— a.*^*-* 
a cell of known comtsuit E.M.E. in p\afce oi E, 'SiXX^^'?*?^^' 



I 
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find that the standard cell balances at J)', and tbo cell to be 
tested at D, then we have — 

B—U _ E.M J. o f standard cell 
B-D~ unknown E.M.F. of cell E 

It is essential that the E.M.F. of the working cell A should 
be greater than that of the cell whose E.M.F. ia to be deter- 
mined. Usually a 2-volt accumulator of large capacity, 30 to 40 
ampere hours, will be found to meet the requirements. The 
measuring wire B — C is usually the same aa described for 
conductivity experiments (p. 95), and it should be calibrated 
in the same manner. If in a metre wire the difference of 
potential between the two ends ia 2 volts, then 1 mm. on the 
bridge will correspond to 2 millivolts. So that it ia eaaily 
possible to get a degree of accuracy of less than 1 millivolt of 
error with a fairly sensitive galvanometer. 

The Standard of Electromotive Force — The standard 
usually employed is the Weslon cell, the composition of which 
may be indicated as follows : 

Hg I HgjSO, (solid), CdSO. (saturated solution). 
CdSO^SHjO (solid), ] Cd amalgam (13 por cent. Cd). 
Another well-known standard ia known as the Clark all. 
This cell has the following composition : 

Hg I Hg-SO, (solid), ZnSO. (saturated solution). 
ZnSOjTI^O (solid), | Zn amalgam (10 per cent. Zn). 

The Weston cell is most frequently used now ; it has the 
advantage of being easily reproduced, and has a very low 
temperature coefficient. 

The cell itself usually consists of an H-shaped gtaaa vessel. 

The vertical tubes are sealed at the bottom (see Fig 58). 

Into one of the limbs pour a layer of freshly distilled and 
thoroughly purified mercury to a depth of about 1 cm. Then 
prepare a paste of mercurous sulphate thus : Grind together I 
in a mortar mercurous sulphate, a little mercury, and one or 
two crystals of cadmium sulphate, with a little saturated solu- 
tion of cadmium sulphate. Filter through a plug of cotton- 
wool. Then rub the paste again with a little cadmium sul- 
phate solution, and again filter. Kepeat this process a third 
time. The object of this process is to completely remove any 
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aces of mercuric sulphate. Place the paate moistened with 

' * im sulphate solutiou thus prepared to a depth of about 

, over the mercury ; then add several large clear 

lyatais of cadmium sulphate. Into the other limb place a 

r of cadmium amalgam prepared as follows : Heat at 100° 

on a water-bath) 7"5 parts by weight of pure mercury 

1 I part of cadmium. Stir well with a glass rod. Heat up 

B limb of the cell in hot water, and add the liquid amalgam 

. depth of about 1 cm., then allow to looI and the 

lalgam solidifies. On the top of this amalgam place about 






Fto. 58 

3 mm. layer of finely powdered cadmium sulphate crystals, 
slightly moistened. Then add several large clear crystals of 
cadmium sulphate, and, finally, fill up the apparatus within 
about 1'5 cms. of the top with a saturated solution of 
cadmium sulphate. The cadmium sulphate crystals used in 
making up the above cell must have the composition 
CdSO^IHjO, and in preparing a saturated solution of the 
salt the temperature should be kept below 75°, because above 
this temperature the monohydrate is the stable phase — ' 
_CdSO,H,0. 

The open ends of the tube muHt now \)6 ^iwme'Oic; , 
f the aame time an air space must "be \b1\. \(\XVit\\iw.».\.<s^ 




I 
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expansion due to rise in temperature. A small quantity of 
clean paraf&n wax is melted, the cell tilted a little to the left, 
and the paraffin wax poured carefully on to the surface of the 
aolution in the left-hand limb to a depth of about 0'5 cm. 
The tube la then tilted to the right, and the right-hand tube 
treated in the same way. On the top of the paraffin place a 
layer of cork 0-5 cm. thick, and, finally, close the tube with tha 
sealing wax. In the above cell the meivury is the positive 
pole, and the amalgam the negative pole. The E.M.F. of the 
Nonnal Weston cdl is practically independent of temperature, 
as it only changes -0-00004 volt per degree for the range 
15° to 20°. 

The E.M.F. at Temperatures from 0° to 30° 



TompBratura 


...,,. ^v.,u, 


0° 


1'0189 




I'OISB 




1-0189 


16° 


1-018S 


20° 


i-oisa 




1-0184 


80" 


1-0181 




For ordinary room temperatures we may take the E.M.F. 
as 1-019 volts. Care must be taken not to short circuit ths 
cell, as this changes slightly the KM.F., since it causes some 
solid HgjSO^ to go into solution, and it takes some time for 
the cell to recover its normal condition. It is also advisable 
to enclose the cell in an opaque case. 

The Clark ceU only differs from the Weston m that 
substituted for cadmium in each ease. 

The temperature coefficient of the Clark cell is higher than 
that of the Weston, as will be seen from the following eqiior 
tion, which gives the value of the KM.F. at any ' 
tare {f) : 

Ei= 1 -433 - 00012 {f - 15°) very nearly. 

In the experimental determination of E.M.F. it ia found 
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mach more convenient to use a eapillury dectromder instead of 

a galvanometer. 
Oapillaiy Electrometei-Tbe most convenient form of 

diectrometer for common use is what is known as the open 

form of capillary electrometer, a useful design of which is 

indicated in Jig. 59. It consJBts of two fairly wide-bored 

tubes, one having a bulb at one _ 

extremity ; these two tubes are 

joined together by a fine capillary 

tube. Pure, clean, dry mercury „ 

is poured into limb A until the-w " 

mercuiy stands just over halfway * fi — ' 

op the fine capillary tube ; then I 

the bulb of limb B is filled to about I 

halfway with mercury ; the rest ^w» 

of the tube B is filled with dilute m,- 

sulphuric acid (1 part sulphunc 

acid to 6 parte of water), which 

bad been previously agitated with 

a little pure mercury. The sul 

phuric acid should make a clean 

junction with the mercury in the 

capillary. To do this blow down 

tube A until a little mercury has 

been drawn over into B. On re 

leasing the pressure, the sulphunc 

acid will be drawn back into the 

capillary. It is sometimes neces- 
sary to suck at tube A in order 

to bring the sulphuric acid back, 

but care must oe taken not to get the sulphuric acid 

round the bend. A platinum wire passes down tube B, making 

contact with the mercury, the wire is insulated from the 

sulphuric acid by meuis of a glass tube Contact is made in 

limo A by means of a piece of platinum wire 

It is essential that in using the capdlary electrometer the 

sulphuric acid limb should be connected with the positive 

pole, and the mercury limb with the negatue pole. If 
they are connected in the reverse way — t.e , the mercury 
limb made the anpde — the mercury would ga voto w>lu.ti.on^ 
giving n'ae to mereoToaa sulphate in ftia (ia.-^-Sra.f3 , ■«'\o^ 
would dirty the tube, thereby causing tte mftTtW'j "wi 'Sg\^ 
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and give fallacious i-esulta. If this should happen by acci-i 
deat, and another electromeler is not available, it should be-l 
thoroughly cleaned out with a hot solution of potassium! 
bichromate and sulphuric acid, followed by several washings'! 
with distilled water, and finally dried with filtered air. It| 
may then be filled as before described. 

Principle of the CapiUari/ Electromeler —Whan mercury and J 
sulphuric acid in a capillary tube are connected in the manner I 
mentioned above with some source of electromotive force, th^w 
area of separation between the liquids in the capillaiyj 
diminishes. This is due to a change in the potential different 
between the two liquids. 



Circuih 



EleclTomeher ElecPrometer 




A certain amount of mercury dissolves in the sulphuri 
acid, giving rise to mercurous sulphate. Now, the osmotic 
pressure of the solution of mercury salt will be greater than 
the solution pressure of the mercury, hence positive mercury- 
ions from the solution will be deposited on the surface of tho, 
mercury, and this surface will, as the result of this, become' 
positively charged with regard to the solution ; then in aU' 
probability this positively charged surface holds a correspond- 
ing negative layer near the surface of the acid, thus giving « 
sort of Helmholtz double layer. 

Another factor has also to be considered — namely, surfaet 
Unsion. The eftect of surface tension is to tend to make tlia' 




I from oatstde 

a. the comxatnaoo oi ibe 

1 the immediate n^^ 

irhood of the BuoBarj 

i by causing aome B«r- 

f to either ptee inio m)I>- 

x be depodled. Tbe 

: of thia is to ah«r tlw 

tential difference, sad bcnee 

B surface tensioD, tberelif 

osing the merGOiy thread 

'se or fall in tlie cafollarj 

; therefore when, on pat- 

the electrometer into 



I the capillar^ tube, there 
I difference of potential 
, both sides balance. 

lis form of electrometer 
« devised by Lippman, and 
■ therefore known as I^pp- 
Jpfl's Eledrometer. 

The advantages of this 
electrometer eonsista in its 

action being practically astatic one, no current being taken 
from the element operating it. 

In any experiment the object ia, of course, to find the point 
at which the level of the mercury remains stationary, for then 
the two oppoeing potentials balance. If a high degnw of 
accuracy ia reguirea, it is necessary to observe t\i6 TawwwM* 
of the mercary by mea,as of a microscope, \wc»»a«, ^w «6.^ 
differences of potential, tie meniscus altera on\:j \«rs A\^"'A'3' 



1 
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nn(j cannot be accurately observed with the naked eye. 

nlectrnmeler and mioroecope nre mounted on a suitable Btand ; 

P'tha electrometer should bo illuminated by a mirror ordiBuaed 

' light from a suitably protect«d electric lamp. The apparaius 
is usually sold complete by the makers (sec Fig. 61). The | 
eyepiece contains a graduated scale, by means of wbich Che . 
rise and fall of the meniscus cau be raeaBured. With the eid I 

■ of a microscope, the electrometer is sufficiently accurate to J 

ndet«ot O-OOOl of a volt. 




Experiment Standardization of Weston Cell — The Weston 
cell, prepared according to the directions already given, must 
be compared with some other known standard cell. The 
apparatus is fitted up as shown in Fig. 62, A ia the working 
cell connected to the end of bridge wire B — C; E a capillary 
electrometer; 7",, Tj are connecting terminals ; ff is a Morse 
tapping key ; Sj ia the known standard, and S^ the standard 
to be tested, they are put in circuit separately, as required, 
by means of a two-switch, P ; JJ is the sliding contact on the 
wire bridge. It is also advisable to insert a plug, M, so thai 
the accumulator can be easily disconnected. 

JMate sure all connections ate o\ea,n, a.Tv4 gi.N% % ^j^d. con- 
tct ■ then put in circuit the kiiciJu&Xax^dOTiS^-, ■»Ss!s«'vs«i 



SJNGLE TOTENTIAL DIFFERENCB 

prent to flow along the bridge wire by inserting plut 
tove the aliding contact to jiiat past the middle of the 
'dge ; preBH down the Morse key sharply, and observe 
■ough the microscope the movement of the mercury men- 
us in the electrometer. 
I If the mercury appears to go down in the mieroBCope — i.e., 
b reality it moves up — then move the sliding contact down a 
pttle until a point ia found where the mercury begins to move 
n the opposite direction. The miU-poinl of the electrometer 
) between these two readings. Now move the sliding contact 
jifew miUimetres at a time until the motion of the mercury 
'Oeniscus is again reversed. Repeat this process until a point 
B found such that a slight movement of the sliding contact 
^ther one way or the other causes the meniscus to move in the 
__K)site direction. At the point itself the meniscus should 
^t move at all on pressing the tapping key. As a check on 
ne above result, find two points 1 mm. apart such that they 
e opposite directions to the motion of the meniscus ; then 
isure the extent of the movement at both points by means 
P the scale in the eyepiece, and calculate the exact position 
of the balance by proportion. As the point of balance is 
approached, it will be necessary to keep the Morse key 
depressed several seconds before any movement may be 
detected. Now, having determined the balance-point for S^, 
alter the two-way switch so as to put S^ in circuit instead of 
S^, and repeat the above process. 

Then, if B—D be the reading for S, and B—Di for S^, 



y 



E.M.F. of 6', B— J 
e:MVF. of "«,"«—!>" 



E.M.F. ofS'-E.M.F. ofS 



'B—e 
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Measurement of Single Potential Biffeiences— When 
metal is dipped into a liquid, it possesses a certain definite 
tion pressure, so that the metal tends to dissolve ; it can, hi 
ever, only dissolve in the ionic form, hence it sends into 
solution a numher of positively charged ions. The solution 
therefore becomes positively charged, and the m.etal must 

acquire fie corresponding negative charge. 

layer is then found, and a state oi e(vu\\i>iTia'av''»>'>oi.'C\«iaW5^ 



delimte solu- 
; it can, how- 
t sends into t 
The solution M 
m.etal must I 



layer juat 1 
vever, the 
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reached, when the electrostatic actioa of the double 
balances the solutiou pressure of the metal. If, however, 
liquid contains already a dissolved salt of the metal, the solu- 
tion will already contain positive ions of the metal, and these 
positively charged ions will resist, bj^ virtue of their osmotic 
pressure, any increase of raetallie ions by solution of the 
metal. In this way a potential difference is set up betweeu 
the metal and the solution, which will be equal to the differ- 
ence between the solution pressure of the metal and the 
osmotic pressure of the ions in the solution. It will Im clear 
that the relative charges on the metal and solution will depend 
on the relative values of the solution pressure of the metal and 
the osmotic pressure of the ions in solution. 

Let F be the solution pressure of the metal, and f the 
osmotic pressure of the ions in the solution. Then, if — 
(a) P>/i, the metal sends ions into the solution until * 
balance is obtained ; the metal will then be negatively 
charged and the solution positively charged. 

(i) P <f positive ions from the solution will be deposited 
on the metal until the electrostatic attraction balances the 
osmotic pressure, thus the metal will be positively charged 
and the solution negatively charged. 

(c) P=p. In this case no change occurs, and no difference 
of potential between the metal and solution results. 

The alkali metats (iron, zinc, etc.) belong to case (a), and' 
mercury, silver, copper, etc., belong to case (6). 

The amount of the charge can be calculated by considering 
the maximum work which is obtainable when a molecule of the 
metal at a solution pressure P passes into ions of osmotic 
pressure jj. 

On the assumption that the changes at the junction ol 
metal and solution are reversible, then we have the OBmotil 
work — 

A.KTlog.|; 

but A<=nFE, where n is the valency of the metal, and 
" 96540 coulombs. 



^ F = 9G54 



RT, P 
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i = 1 '99 cats. aDd 1 volt coulomb = 0-239 cal. 
8'316, expressed in electrical UDita. Reducing to 
inary logs by miiltiplyiog by 2-3026, we get — 

ft.t room- temperature (15° to 20°) the equation — 
^ 0-058 , P 

bsualiy taken, and it should be remembered in that form. 
■The system, which consists of a, metal dipping in a solution 
■ one of its salts, is termed a hidf-elemenl . 
■The measurement of the potential between the electrode 
■1 the solution can only be done by comparing it with 
electrode and solu- 
I whose potential diHer- 
i ia known. The method 

I to fit up a cell one of the 

fectrodes, of which ia the 

tandard electrode of known 
E.M.F., and the other, the 
electrode the E.M.F. of which 
is desired ; then the unknown 
E.M.F. will be the difference 
between the E.M.F. of the 
cell and the E.M.F. of the 
standard half-element. The 
moat suitable form of standard 
electrode is the calomel half- 
element, which will now be 
described. 

Calomel Electrode — The 
apparatus may be somewhat as 
shown in Fig. 63. It consists 
of a glass tube about 35 cms. Fi». 63 

wide, fitted on one side with 

a short, straight tube, D, and on the other side, about 
halfway, is attached a tube, C, bent twice at right angles. 
The opea end of tube C is drawn out ao aa t*^ Wim.ii'«\is& <»«i 
the opening. The apparatus ft\iovA6. ^«, ■Cbo'to*^^ 
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cleaned with hot eolutioD of potassium bichromate and | 
sulphuric acid, and washed with distilled water several times, 
and then dried by directing a stream yf hot filtered i ' 
into the tube ; then about 2 c.c. of pure dry mercury a 
poured into the bottom of the tube. Prepare a normal solu- 
tion of potassium chloride (pure reeryBtallized) ; then prepare 
a calomel paste aa follows : Rub well together in a mortar 
calomel and pure mercury and a little of the potassium 
chloride solution, allow the mixture to settle, then decant off | 
the solution ; add a further portion of potassium chloride, and 
again work up the mixture in the mortar ; once more dec-ant j 
off the solution, Bepeab the above operation a third time ; , 
then add a portion of calomel paste thus prepared to the bulk 
of the potassium chloride solution, and shake the mixture in \ 
order to saturate the solution with calomel. Then decant off | 
the clear solution for future use. Then with the remainder of 
calomel paste make a layer of 2 to 3 mm. over the mercury. 
Then fill up the tube to just about the point where tube joins 
tube yl. The connection with the mercury is made by means 
of a platinum wire sealed in a glass tube, B, the electrical con- 
nection being made by pouring a little mercury into the tube 
and inserting an amalgamated copper wire, The tube B ia I 
held in position by a paraffin cork, which closes the top of the 
cell. When a measurement is to be made, the side tube 
must also he filled with the calomel-saturated potassium 
chloride solution. This is done by immersing the eud of 
tube C in the solution and applying suction at D (to which' a , 
short rubber tube ia attached), and, when C ia completely full, 
closing li by means of a clip. The calomel electrode ia termed I 
the absolute standard, and has a potential difference of 0'560 
volt at 18° between the mercury and the solution. [ 

The great advantage of the calomel electrode as a 
standard is that it can be reproduced with a high degree 
of accuracy. I 

Use of Calomel Electrode to Determine Electrode : Potentiali I 
—Suppose it is required to determine the potential difference I 
between metal and solution when zinc is dipped into a normal 
solution of zinc sulphate, then the zinc electrode (see later, ' 
p. 122) is combined with the calomel electrode to form a cell. 
The E.M.F. of the cell is then determinetl by means of bridge 
wire, and is found to be 1-076 volts. Now, zinc is negative 
with respect to mercury, so that the current goes from one 
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's to mercury in the ceU. This may be represented as 
follows : 

Zn I nZnSO^ || Hg,Cl, | Hg. 

wKCl 
> 

ro76 

We know, however, that positive electricity tends to pass 
from the solution to the mercury, and the difference of 
potential is 0*560 volt. 

Zn I nZnSO. || Hg.CL I Hg. 

nKCl 



0-560 
> 



1076 

From this it is obvious that the potential difference between 
the zinc and the zinc sulphate must be 1*076 volts - 0*56 volt 
= 0*516 volt. 

Zn|»ZnSOJ|Hg,Cl,|Hg. 

wKCl 

0*616 0-56 

1076 
Consider cell : 

Cu I nCuSO^ II Hg^Cla-nKCl | Hg. 

Copper is positive with respect to mercury, hence the elec- 
tricity flows from mercury to copper in the cell. The current 
in each electrode tends to flow from solution to the metal — 
ie., in opposite directions— hence the E.M.F. of the cell will 
be the oifference between the actual potentials of the two 
electrodes. The E.M.F. of the cell is 0-025 volt, hence 
Cu I nCuS04 junction the E M.F. is 0585 volt. 

Cu I nCuS0J|Hg2Cl2.wKCl | Hg. 
0*585 0-560 

0-025 



t.M»:M^ "i i:ij-,»TJt»iM(")Tivi': FoULi; 

J From tfa«M two examples tre sec that the cell Zn | nZn^^lM 
IliCuSU, I Cuoughttohmi-e&nE.H.F.ofO'516+0-585=l- 
dIu, ihu b ID agToem«Dt nitfa experimental fact. 

Zii| nZnSO^IInCuSO, I Cu. 

0-616 0'58S 

1101 

dly, tilt total S.MJ\ af a celt is tyualto Ihf dgtbnaci 
'i0ertncf4 of the Iwo electrodes. \ii 

Mtion of Zn I nZnSO^ &nd nCa | CiiSO^ Electrodu- 
■a portion of the electroife is identical with ^1 
^__ i foi- the calomel electrode. Then pieces of pure mt 
doopper rod about 35 cm. long are soldered to tine iosukud ' 
I Kipper wire. These are then mounted in glass tubes by meau 
) of sealing-wax or cement, so that the junction is not exposed 
I — i.e., only the rod of pure metal projecting out of ibetubeW 
a length of 2-5 to 3 cm. It is now necessary to prepare the 
eui'faces of these electrodes. In the case of zinc electrode 
they are first cleaned by dipping in dilute sulphuric acid and 
then the surface amalgamated by rubbing mercury over the 
1 iurface with a piece of cotton-wool. Having got a uniform 
surface, the electrodes are then thoroughly washed with die- 
tilled water. 

Copper electrodes must be coated with a fine deposit of 
electrolytic copper. First clean the surface of the copper by 
dipping in nitric acid, and then wash it with distilled water : 
then make up a copper solution, having the following 
Btitueuts in the proportions indicated : 



CiiS0.5H.O 
H,1S0, ... 

Afcobol ... 
Water . , , 



125 



1000 




Then make the electrode the cathode and a atrip of coppn 
the anode; pass a cuirent of density 0-6 amperes per lOOsq, cm- 
The electrode is thereby coated with a fine deposit of copper. 
If the current density used ia too high, the deposit will be too 
Doarec, and will not adhere proper\y. Two <&«iA.-tTAt». ^A «as.V> 
kind should be made, and eacli pa.\v teav^a. -Y^ft AwAx^^is* 
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fitted into a paraffined cork ; the tubes are filled w 
ddoiia of normal copper sulphate and normal zinc sulpl 
ijjeotively. Now compare two zinc electrodes. Fit ihom 
I as shown in Fig. 64 ; then fit up apparatus as used for 
iBtiiig standard cell (Fig. 62), substituting the above cell for 
■„ but eonuect the cell in series with S,, not in parallel, as 
Now, aa before, determine the point of batance with 
standard cell alone ; then move the two-way switch so 
>t both the cells are in circuit, and again determine the zero 
both zinc electrodes are identical, then there should be no 
the zero. It frequently happens that there ia a 
;ht change in the zero— i.e., a alight E.M.F. in the 




FiQ. 64 

Zn 1 nZnSOj cell. This may be got rid of by joining up the 
two electrodes with a copper wire and short circuiting until 
there is no E.M.F, The copper electrodes should be tested in 
a similar manner. 

Bxperimenl : Determination, of the Difference of Potential 
betwem Copper and a Normal Solution of Copper Sulpliate — 
Prepare the Cu | nCi^Oj electrode as previously described. 
Complete the cell by combining the copper electrode with a I 
calomel electrode by means of three times normal potassium I 
chloride (potassium chloride or nitrate solutions, fairiy concen- 1 
. tnted, and are frequently used to eliminate c*m'twfti ■^'vjot(«»!J 
bri'cb would result at the junction oi tVe 'u«o \\(^\6^. "°^ 
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3] the apparatoB u indicatetl io Fig. 65. E, the capiUa^ 
eetroineter, is coooecUd up as preTtously described ; S, » 
the Weston eel) ; S, the Cu | nCoSO, j KCl | HggCljBKa ) 
Hgcell. 

The cells S. and S^ are connected in aeries. If a tliree-vsy 
key a aTaUal>le, it may be substituted with advantage for the 
two-way key indicated in previous experiments. 

Now put the Weston celt only in the circuit, and determine 
the point of balance by moving the sliding contact D. Note 




the reading. Now put the unknown cell in circuit as well, 
and redetermine the point of balance. If, however, it is 
impossible to find a balance, no matter what the position of 
the contact D ia, the wires attached to the unknown cell must 
be intei'changed, eitice the above result was due to the positive 
pole of the cell being connected with the contact D. It will 
now be found possible to obtain a balance. Note the reading. 
The first reading corresponds to the E.M.F. of the Weston 
cell, and the second reading to the E.M.F. of Weston + the 
E.M.F. of Sg. The leadings will be proportional to the 
E.M.F. 'a in the two cases — i.e., 

E.M.F. of Weston + .gB x^ 
E.M.F. of Weston "x, 

I IB the reading for Woston + S^ and /, for Weston 
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Now, the E.M.F. of the Weston has been already found, say, 
1^019 volts; hence we get — 

E.M.F. of /S, = (^x 1019)- 1-019. 

The E.M.F. of 8^ is very small, as before mentioned, being 
about 0*025 volt, and that is the reason why in this case the 
cells were connected in series — i.e., because ft S^ had been put 
in circuit alone, the ratio of the E.M.F. of S^ to that of the 
working cell A would have been such as to cause the balance 
to come very near the end of the scale, and hence the result 
would have been very unreliable. Having determined the 
E.M.F. of iSj, and knowing the difference of potential for 
the calomel electrode, the difference of potential fur the 
Cu I nCuSO^ can be calculated. Care must be taken in noting 
the algebraic sign. 

For example — 

Cell Cu I nCuS04 Calomel 

0025= X +(-560) 

.-.a?- 0-585. 

Experiment : Repeat the Above Eocperimentj svbstUviing 
Zn I nZnSO^ Electrode for the Cu \ nCuSO^ Electrode — In this 
case the cells S^ and S^ should not be connected in series, but 
put in the circuit independently, as the E.M.F. of the cell 
Zn I nZnSO^ | 3nKGl | H&CL | Hg is sufficient to give a 

satisfactory bridge reading alone — 

m, E.M.F. of Weston x^^ 

E.M.F. of S^ -5,' 

3C. being the reading when Weston is in circuit, and x^ when 
S2 is in circuit. 

E.M.F. of S2 = E.M.F. of Weston x^. 
E.M.F. of &= 1-019 X ^ volts. 



'2 



X 



1 



Hie result should be about 1-08 voVta. Ytoxsl >()cm^ ^^>SS3i!S^Rk 
the electrode potential as before. 
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In the same way determine the electrode potentials for 
Cu I ^uHO, and Zn | f^ZiiSO^. 

If time permits, determine the E.M.F. of several of the 
following combinations — 

Zn I nZnSO^ | KCi | nCuSO^ | Cu 
2n I ^ZnSO, | KCI | ^CtiSO, | Cu 
Zn I nZnHO, | KCI | ^CuSO, | Cu 
Zn I ^ZnSO, | KCI | nCuSO. | Cu 

lo each case check the results by comparing them with the 
algebraic sum of the electrode potentials determined in the 
previous experimenta. 

We have seen that for a single electrode or half-element the 
difference of potential between the metal and the solution 
can be represented by the equation — 



where P is the solution pressure of the metal, and p the 
osmotic pressure of the metal ions in solution. 

If E, is the E.M.F. of one electrode and E^ tho E.M.F. of 
another electrode, then the E.M.F. of the combination will be — 



E = E, -E„= 






where E^ and Ej have their correct sign. 

Influence of Change of Concentration of Salt Solution on 
the E.M.F- of a Cell — In the above equation C^ can be substi- 
tuted for Pj where C, represents an ionic concentration, 
which would just balance the solution pressure Pj, similarly 
C, for Pj. 

Forpiandpj the corresponding ionic concenti-abions 
be substituted. 



k. 



bions may j 
Hence the equation may be written — 

E = E.-K.,«^(,.g„a-,.,„^). J 
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It is obvious that the influence of dilution on any given 
electrode will depend upon whether ions are going into the 
solution from the metal, or being deposited on it from the solu- 
tion. In the former case dilution would increase the E.M.F. 
of the electrode ; more ions would tend to pass into solution. 
In the latter case dilution would diminish the E.M.F. of the 
electrode, as the tendency to deposit ions on the metal would 
be reduced. 

If the metal is the same in both the electrodes — i.e., the 
only difference between them being the concentration of the 
salt solution — then the solution pressure will be the same on 
both sides— t.e., P^ and Pg, therefore Ci=C2, hence the equa- 
tion simplifies to — 

K.E.-K.-»-^(l.g„^). 

If we consider a single half-element, then say — 

-, _ 0-058 A Cj\ 
Ei = E, + -^(log,o^), 

where E, is the electrode potential for ionic concentration Cg, 
and E]^ for ionic concentration c^. If (^ = 1, the equation 
becomes — 

%=E, + — ^logioC,. 

Hence, if the concentration be increased or decreased ten times, 
the potential difference will change by volts. 

Let o^ and a^ be the degrees of ionization at concentration, 
x^ and x^ of total concentration of salt, then c^^a^Xi and 

Given that a for 7iCuSO4 = 0-21, and for y CuSO4 = 0-38, 

using these values for a, compare the above theory with 
results obtained in the previous experiment for Cu | 71CUSO4, 

and Cu | j^ CuSO^, assuming one of them. 

Experiment to Determine the Electrode Potentidt between Silver 

cmd Silver NitrcUe Soltdions, at Goncentraiixyn^ u auot -:^~Twq 

I'Jver electrodes are made in a mauxvQT svca^^x Vi xJ^^a^ ^^- 
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■MMff ■nbr to ooppBT (o 



1 copper. In this caee the alectnds i 

k «anid vilfc a Sm oeposit of silver by electrolysla, in 

DopM- ((uiDg AgN^O, and HSO, insWadof 

B clecirod^ most be tested as before. 

F!D eat wbe wt& nonal sQrer nicraW solution, aud ike 

otkw witii ^^ nira- mtale solatioD. CombiDe thent inde- 

il eloctrode hy me&ns of an indiffereDt 
ul potusiam mCrat«. Then meaEora 

^ oi Mclt cell, as preTiondv deacribed. 

kkkt > for Boraul miTer nitnte is 0'5S, and fw 



sMl.. 



' Ae Txlne for the normal silver nitrate 



daetada ior E, n the oqutioD— 

„ „ 0-058 f, 

t tike valoe for E^ ought to be, and compare it 

I vilb As esperiBMntal result (see next experiment). 

' EBmimml: BdnwrniahM of EM.F. of a Cdl in vAieh the 

nm SOm- JBmbvia i^ ady m CtmeeiUraiim of Silver Nitralt 

" -" -OnabiBe tWe two silver electrodes prepared u 

f direeted, giring the combinatioD— 

M I •^''"P. I "KXO. I j^AgNO. I Ag. 

» E.M,F. as previously described. It will lie 
it alrer is deposited from the more concenfrat^d 
'o tite ailTer dissolves in the weaker solution— i.t., 

e of the two solutions tend to equalize. A\'hen 
L Dub point is readied, no current passes. 

for »AgNO,=0-5^ ; q for ,^ AgNOj= -81. 




0-58 . ,„ 
0^081 '^ ' 1" ' "= ' "* equation. 

.-. E = 0049 volt. 
iSMnt^ re&ult fi\ttra,\d Vie -Wvt^nn % \ 
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When we have a cell in which the electrodes only differ in 
the concentration of the salt solution, the cell is termed a 
concentration cell. Such a cell is the one used in the last 
experiment. 

Up to the present we have assumed that the contact poten- 
tial of the two liquids has been illuminated, but in cells of this 
type the contact potential must be considered, since in some 
cases the contact E.M.F. may be quite an appreciable fraction 
of the total E.M.F. 

It can be shown that the contact difference of potential 
between two solutions is due to the different velocities of the 
two ions, and the dilute solution takes the potential, corre- " 
sponding with that of the more rapid ions. 

The contact potential between two solutions of same electro- 
lyte will be — 

^ u-v 0-058, c. 
E=— 7- . log 1ft-. 

Hence, taking all the junctions in order — 

_ 0-058 r, Ci u-v. c, , c.n 

Now, since C^ = C2 — 

0'058 r u + v c^ u-v Ci"] 

" "^~L 'u + v ^^S 10 7^'^ u + v ^^^ 10 ^J 

0058 2v_ Cj 

"~ n 'u + v' ° ^® Cg* 

^ V 2x0058, c. 

.-. E= ; log ,0 J. 

u + v n Cg 

— — represents the transport number of the anion, and c^ and 

CjL are the ionic concentrations of the metal ions in the two 
solutions. 

We have already seen (p. 127) that if we know the ionic 
concentrations of the metal ions in the tv^o ^V^cttodft^* yre ^axi 
calculate E. Hence, if we determine ^ ex^«TOXi«vi\ai^^ ^^^^ 
ben, using the above equation, if we knovr «\^o >2ci^ \»\^xsk^^^\» 
9 



I 
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aamber of the anion and the ionic concentrations of one oi I 

ibe solutions, we can calculate the ionic concentration of tihe j 

other solution. 1 

S^terimait to DderuMU the Cowenlration of Si/wr lot's in ; 

j^ SoUtiM of Siivar A'ttrofe— Prepare cell Ag | ^ AgNO, | f 

KUO, ] j^ AgNO, i Ag, and detennine KM.F. as before. \ 

The transport number for the anion is 0-53, and the degree 1 

of ionization for t^ AgNO, is 0-81. ; 

.-. E=0-53 X 2 X 0-058 log ,o °-^- I 

E is determined experimentally, hence 7 can be calculated. 
The degree of ionization for .-jTj; AgNOj will be 100a;, x the 
ionic concentration. 

The correct value for x is 0-0093, but the above concentra- 
tions do not rigidly obey the gas and dilution laws, hence the 
experimental value of i is not quite correct. An error up to 
10 per cent is allowable. 

Experiment : Determinaiion of the Sdvhilily of Silver Chloride 
in Water by E.M.F. Measwemenls— The previous experiment 
shows that the degree of ionization of a salt can be easily 
determined from the E.M.F. measurements. In the case of . 
electrode Ag | AgCI the ionic concentration of the silver 
chloride solution is very small, hence its conductivity will be 
low ; in such a case another more suitable soluble electrolyte is 

added, usually with a common ion. In this cose jp, KCl is 

very suitable, by this means the conductivity is increased and 
the resultB rendered more accurate. ' 

Prepare cell— ' 

1 jjj„- AgNO, I KNO. I AgCl I Ag. 

Electrode Ag | AgCl j?. KCl is prepared by first adding the 
Vq KCl, and then adding two drops of silver nitrate to give 



^6 KOI, 



e chloride iona and eiiver ions 



a precipitate of silver chloride, thereby gi^ng as a saturated 
aolution of AgCl in KCl solution. 

Determine the E.M.F. as before, 
then we have — - 

E = 0'53 X 2 X 0-058 log '^-^ 
—it., assuming ionization is complete — i.e., a.= \. Henee a;, 
the ionic concentration of Ag in the AgCl jv, KCl | Ag, 
corresponds to the solubility of silver chloride, since silver 
chloride is completely ionized. 

Again, the concentration of tl 
must be equal — i.e. = x. 

.'. solubility product=a:'=K. 
Hence JK^^x is the solubility of silver chloride in the 
solution. The value is I'lSxlO*'' gram equivalents per 
litre. 

Oas Cells — So far wo have been concerned with cells in 
which we had soluble reversible electrodes. Insoluble elect- 
trodes, which do not give rise to metallic ions, such as 
platinum, can be prepared. By coating the platinum with 
finely divided platinum, it acquires the power of absorbing 
gases. If such an electrode is immersed in an electrolytic 
solution, say HCl solution, and say hydrogen bubbled through, 
a ceriiain amount of hydrogen is absorbed by the platinum, 
and a difference of potential will be established between the 
solution and the metal. The electrode in this case behaves 
like a sheet of metallic hydrogen. If positive electricity 
passes through the solution, hydrogen ions are discharged 
2H'— -►Hj, if negative, the gaseous hydrogen becomes 
ionized Hj — * 2H*. 

An electrode of the above type is known aa a hydrogen 
electrode. An oxygen electrode behaves similarly. i 

Frepaiation of Hydrogeti Electrode^The glass portion of 
the apparatus is very similar to that used for the calomel 
electrode. A convenient form is as shown in Fig. 66. 

It consists essentially of a fairly wide glass tube, A, with a 
tube, suitably bent^ sealed into the botlQTa. TUw >» ^"wi » 
inlet tube for the gaa. The electroi^e couaialR qV b. ■^j«fi». ^^ i 
platinum foil 2 x 1-5 cms., to which \a NfeViiA a. -^\«sfc ■*- 
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platinum wire, and this in turn is sealed into a glass tube. 
The electrode is held in position by means of a rubber 
stopper. Connection with a second electrode is made by 
I means of a side tube, G. The gas escapes through side tube D, 
which ia provided also with an air trap, F. 

The electrode must be coated with an even layer of 
platinum black. This is best done as described on p. 106, 
the electrode being previously cleaned with hot potassium 
bichromate and dilute sulphuric acid. For efficiency of the 
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electrodes, the coating of platinum black should be quite 
uniform and fairly thick, since the amount of gas absorbed 
will depend upon the thickness of the coating. The occluded 
impur'ities, chiefly chlorine, may be removed by immersing 
the electrode in an acidified (H,SO^) solution of a mixture of 
ferrous and ferric sulphate for about twenty minutes. Then 

k thoroughly wash the electrodes with distilled water. If not 
required for use immediately, preserve it in distilled water. 
Another form of electrode ia aa indieatefl in Fig. 67. It 



a hftrd glass tube, A, sealed on to a narrow tube, B- 
A short piece of tbiu platinum wire is aealed into A at C. 
The tube is thoroughly cleaned, and then bulb A coated with 
an even layer of '* liquid platinum " {aee Appendix), The 
tube is then carefully warmed. Raise the heating slowly as 
the film (Irys and darkena, becoming almost black. Then 
heat the tube to dull redness, taking care not to let the tube 
soften. The tube should, on cooling, be coated with a fine 
grey metallic film of platinum. The wire V makes a contact 
with this film, so by means of a little mercury poured into 
the tube a contact can be made between the film and the rest 
of the apparatus. 

The first form of electrode has the disadvantage that it 
requires several hours for the sas in the electrode and solu- 
tion to attain equilibrium, and hence a constant potential. 
The second type gives a constant potential much quicker, but 
on the whole is not ao efficient and reliable as the type in 
which rectangular sheets of platinum are used. 

Expenment : Determination of Electrode Potential of the Hydro- 
gen and Normal Ht/droddmit: Acid Eleetrode — Prepare a norma! 
solution of pure hydrochloric acid, and All up the electrode to 
just about the side tube C. Fix the platinum electrode so that 
juat over half of it is immersed. The trap F should contain 
a little mercury. Open tap C (which need not be lubricated 
with vaseline) and pass in a slow current of hydrogen, which has 
been made to pass through |>otasaium permanganate solution, 
and then through silver nitrate solution, and finally through 
normal hydrochloric acid solution, before entering the elec- 
trode. Close exit F, thereby forcing some of the acid through 
C, fillingthe tube; then close tap C, at the same time opening 
F, Now allow the hydrogen to bubble through for at least 
an hour {longer if possible) to completely saturate the ele^^ 
trode with hydrogen. Now complete the cell — '^M 

Hg I iiHCI i JiHCl I Hg^Cl^nKCl | Hg. ^M 

— i.e„ join up with a calomel electrode by means of normal 
hydrochlorio acid. The tap C should be kept closed, since if 
the barrel is wetted with the solution it will be a sufficiently 
good conductor. The hydrogen should Woyilft \fas<n\^ ««1^ 
rery slowly. Now determine the ¥i.M.Y, o\ ^>\*!. (^ \i"S 
balancing it against a Weston ceil, exact\^ aa w ■(^^'Ksxwial 
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sxperiiBsiita. In tbia case it ia Decenary to determine ihe 
E-BIT., lar, every fi{ie«u minutes, until the consecutive reiuJ- 
iaaonctuai\y coincide. 

Then, knowing tbe E.M.F. of the c«ll aud the electrode 
potential for the calomel electrode, the electrode potential for 
electrode can be calculated as in previous experiments. 

An electrode euch as the above, in which the hydrogen ia 
■t staiospheric pressure, and normal acid used, is aometinus 
taken as the standard of poteutiol difference. 

The E.M.F. ia 0-277 volt. 

Biferimeni la DtUmUn^ B.M.F. of a Ilydrogeii ConcentnHm 
C«a— Prepare cell — 

H, I iiHCl I »HC1 I ^ UCl I H'. 

Take the same precautions with each electrode as described 
in (irevioiia experiment for the hydrogen electrode. Dot«r- 
mine the E.M.F. every fifteen minutes, until the E.M.P. ia 
coiiBtatil. 

The E.M.F. in this case is small, so put the coll in tmes 
with the Weston cell. Hanng determined the E.M.F. of the 
eell, determine the degree of ionization of hydrochloric aoid 

in normal solution, given that — =0'17 and the deeree of 



ionization for .-„ hydrochloric acid is 0*91. 



Extension — In a similar majmer the student might deter- 
mine the KM.F. of— 

H- I iiHCl I nHCl I nHCI ) CI' 

— I.e., hydrogen -chlorine cell. 

Electrical Potentials of Oxidation and Reduction Media— 

When iin indiflerGiit electrode, such as platinum or iridium, ia 
placed in an oxidizing Bolution, it will acquire a positive char^ 
relative to the aolution ; and if placed in a reducing solution, it 
will acquire a negative charge. 

If a cbaDge from a hlgheT to a Xo-ww ?.'ubXk. lA. <a-ctf!aik>,^ 
occun, then a positive charge ia gWen i? ot -aa^ca.^^ «oas^ 



change of ferric ion to ferroiiB ion may be 
• ■ - ( + ive charge) = Fe • * ; 



Fg'" + (- 



charge) = Fe * *. 



iducing agents act in the reverse way. When an oxidizing 

't is present in aqueous solution, its affinity for a negative 

e will tend to tafee sucli a charge from the hydroxy! ions, 

i)y liberating oxygen. For example, if cobaltic sulphate 

B dissolved in water and sulphuric acid added, the affinity is 

mfficient to eauao the liberation of oxygen. 

Coii(SO,)3 -1- H,0 = 2CoSO. + HjSOj + ; 
:JCo ■ ■ ■ + 20H' = 2Co • • + HgO + 0. 

Consider a cell raarle up of a hydrogen electrode on one aide 
a platinized electrode dipping in a solution of a ferrous 
and ferric salt on the other, connected up with some inditterent 
electrolyte. When these electrodes are joined together, the 
current goes from the hydrogen electrode to the other m ihf, 
rtU. Hence the hydrogen is going into solution — i.e., acquir- 
ing a positive charge— ience at the other electrode the ion is 
losing corresponding charge. The total change will be — 

L 2Fe--* + H, = 2Fe"-i-2H* 

I —».«., the ion is reduced. When the cell is reversed, Fe ■ * will 
l<l>e converted in Fe • " ', and hydrogen will be liberated. If, on 
B(he other hand, the platinum electrode dips into a solution of 
■stannous chloride in potassium hydroxide, and connected with 
Ki hydrogen electrode so as to form a cell, the current passes 
rfrom the solution to the hydrogen electrode in the cdl — i.e., 
Phydrogen iona are discharged, and the stannous ion acquires 
I two positive charges, becoming stannic. 
I 2H- + Sn-=H, + Sn 

I In the first case the solution is said to l>ave an oxidaliotm 
mj^ential, and in the second case a reduction, potential. fl 

H Measurement of Oxidation Potentials : ExpeimeuM D«(eniw^| 
UuM o/_£leelrode Potentiai of f cmoFeTTmjis Scili "BUckiAt^-^^f^ 
^Kddation and reduction potentials are meaa«."C'ft&."'«i.'«^\'^'*'^*'9 
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similar manner as that ixsed for the measurement of single 
potential differences between metals and salt solutions. 

Prepare a solution containing 0'09 gram molecule 
FeClg + O'Ol gram molecule FeClj per litre. Prepare also 
a platinized platinum electrode as directed for hydrogen 
electrode. Fit up an electrode similar to the metal salt 
solution electrode previously deacrihed — i.e., platinum elec- 
trode immersed in the iron salt solution. Ckimpleta the cell 
by combining it with a normal hydrogen electrode Hj | nKCl 
by means of an electrolyte such aa normal KCl. The E.M.F. 
of this cell is then determined in exactly the same manner as 
in previous experiments (see Fig. 62). Then, taking the 
hydrogen electrode potential as 0'277 volt, the oxidation 
potential can be determined. 

The result should be about 0-43 volt. 

Further experiments may be done in a similar manner with 
the following oxidation media : 



0-01 Mol FeClg 0'09 Mol FeCl^ 


... 0-32 volt. 


0-1 normal HMnOj 


... M8 volts 


HNO3, 6 per cent 


... 0-67 volt 


HNOg, 35 per cent 


... 0-75 „ 


HNOj, 90 per cent 


... 0'82 „ 



Measurement of Reduction Polentiah—Theae measurements are 
carried out in precisely the same manner aa in the above 
experiments, 

Experivunli — Measure the reduction potentials with the 
following media ; 

Normal CujCI^ in concentrated HCl ; 

-^ SnCl, in 5nHCl. 



to 



CHAPTER XVI 
VELOCITY OF CHEMICAL REACTION 

A Hi chemical reactions require time for their accomplishment. 
The actual velocity of the reaction is governed mainly by 
Guldberg and Waage's law of mass action, according to which 
the velocity of reaction at any moment is proportional to the 
concentrations of the substances taking part in the reaction. 
Consider a simple reversible reaction, such as ester formation, 
in which a, b, c, d are the initial equivalent concentrations of 
the reacting substances. Let x be the amount of ester formed 
in the time t, the equation for the velocity of reaction at any 
instant will be — 

J=K(a-a;) (b - x) - K^(c + x) (d + x), 

where dx is the increase in the amount of x during the small 
interval of time, dt. In many cases it will happen that the 
reaction is reversible only to a very slight extent, and K^ 
becomes negligible in comparison with K. When such is the 
case, the equation simplifies down to — 

g=K(a-x)(6-4 

The simplest type of chemical reaction is that in which only 
one substance is undergoing change, and there is practically 
no back reaction. A reaction in which only one molecule of a 
single substance is undergoing change is termed unimolecular 
reaction, or a reaction of the first order, 

Unimolecular Beactions — In cases where the reaction is 
unimolecular, the equation becomes — 

^=K(a-x), 
137 
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which on integration gives- 
K=|log.^ 



2'30: 



.2 PfS: 



i og-'°gio(«-^) " 




HydrolTsU of Methyl Acetate in Presence of Hydrochloric 
Acid — When methyl acetate is acted upon by water, it is par- 
tially converted into methyl alcohol and acetic acid. When 
the amount of water is relatively large, the hydrolysis is practi- 
cally complete — that is to say, the following equation goes from 
left to right — 

CH3COOCH3 + H,0 1 » CHgCOOH + CHgOH. 

The rate of hydrolysis is greatly accelerated by the presence 
of acids, and is, in fact, proportional to tlie concentration of the 
hydrogen ion. 

Expermient — Prepare a standard solution baryta, approxi- 
mately ^, and determine its actual value by titration against 

pure succinic acid, using phenol phthalein as an indicator. 
Make up also a semi-normal solution of hydrochloric acid, 
standardizing it by means of baryta solution (the water used 
should be free from CO,). Clean two small Erlenmeyer flasks 
with steam, and dry them. Fit them with corks which have 
been previously soaked in paraffin. It is also necessary to 
weight the flasks with a ring of lead, in order to make them 
sink to a convenient depth in the water of the thermostat. 
Two other Erlenmeyer flasks, about 100 c.c. capacity, fitted 
with corks, will be required in which to carry out the titra- 
tions; also three pipettes, one delivering 20 c.e, and two' 
delivering 2 c.e., also a small stoppered bottle containing puT«j 
methyl acetate. Into one of the small Erlenmeyer fjaska 

introduce 20 c.c. of — HOI, and into the other 40 c.c, rf! 

HCl. Suspend the flasks i 

they are immersed up to the nock, also suspend the bottle 
containing the methyl acetate in the thermostat. 

When the liquids have assumed the temperature of th«j 
batb (i.e., about fifteen minutea'), \ivU(»iucft 2 c.c. of methyl 
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acetate into oae of the flasks of acid, shake weil, and al once 
remove 2 c.c. of the mixture. This is run into about 50 c.c 
of ice-cold water, free from C0„ iu order to aircBt the 
reaction, it is then titrated as quickly aa possible with baryta 
solution. The moment when the mixture was diluted must 
be noted. In this way the initial concentration of the acid is 
determined. Now introduce 2 c.c. of methyl acetate into the 
other flask of acid, and find the concentration of the acid in 
this case exactly as before, taking care to note the time when 
the reaction ia arrested. 

About ten minutes after the first titration, again withdraw 
2 c.c. of the mixture from each of the flasks, and determine, 
aa before, the concentration of the acid, noting carefully 
in each case the moment when the reaction is arrested. Go 
through the same procedure after intervals of 20, 30, 40, 60, 
120 niinutee from the starting-point, and then, aft«r forty -eight 
hours, carry out the final titration. Now, if the initial titration 
Is To, and the final titration Tm, then a is proportional to 
Ta, -Tb, and a-K is proportional to To, -T„, where T„ is 
the titration after n minutes ; hence we get — 

K . 2.302 r l»g,.(T.-T.)-I.E„(T.-T„n 

Thus to calculate K it is not necessary to calculate the actual 
amount of ester hydrolyzed, but the value of K can be 
obtained directly from the titration readings. 

The velocity constant can be calculated from any stage in 
the reaction. For example, if T, and T^ are the titrations at the 
times Ix and t^, then we have — 

K-2-302 |-l <-e..(T..-T.)-(T.- T,)J 

The above experiment should now be repeated, using semi- 
normal HjSO,. 

Assuming that the velocity constants are directly propor- 
tional to the degree of ionization of the respective acids, calcu- 
late the degree of ionization of H^SO, in semi-normal solution 
given ^ 

« for " HCl = 0-83. 
The mine of a for " H.,.SO, is 0-53. 
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Exerdsf- — ^Plot tho values of x against the corresponding 
values of time, and draw a smooth curve. 

Velocity of Inversion of Cone Sngar — Aji other very interest- 
ing reaction of the first order la the hydrolysis of cane sugar 
into dextrose and lievuloae. This is represented by ihs 
equation — 

CiiH2,0u + HjO = CgHijO, + C JlijOg. 

As the acid which accelerates the hydrolysis tctimuis u»- 
altered at the end of the reaction, it does not occur in the 
equation. The reaction can be conveniently followed by 
measuring the change in the rotation of the plane of polarized 
light. Whereas cane sugar is dextro- rotary, invert sugar i« 
liEvo-rotary, so that the result of inversion is that the sign of 
rotation changes from right to left. 

As both sugar and water take part in the reaction, ths 
velocity equation, according to the law of mass action, is — 
"■^ V" r' r* 

dt "■■^'"W^' -^Wat*!- 

Since, however, the water is present in great e.xcess, its con- 
centration, and therefore its active mass, remain practically 
constant throughout the reaction, and the equation therefore 
reduces to one of the first order. 

The amount of cane sugar present at any time is propor- 
tional to the difTercnce between the angle of rotation at that 
time and the angle of rotation at the end of the reaction. 

If A„ represents the initial angle, and A<c the final angle 
of rotation after complete inversion has occurred, and A„ the 
angle of rotation after time /„, then the initial amount of cane 
sugar will be proportional to A„ — A„ — i.e., total change in 
rotation— and A,i — A^ the amount of cane sugar present after 

a^Aa~Am and {a— a!)=A„— Ao:. 



. K = 2'302r 



■log i, (A„-A« )- log ,, (A,.-A, )-[ 



If K is calculated for any two readings, say /^ f^ the erjua- 
tion becomes — 

K . .r.,o,r'°e..(A,-A.)-log„(A.-A.)1 
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I The values of the angles must be given their correct sign, 
Btations to the right being + , and those to the left - . 
»£':g)eM/«^n(— Prepare a solution of cane sugar by dissolving 
T grams of pure cane sugar in water, and making the volume 

I to 100 c.c. If the BoTution is not clear, filter and add a 

jTBtal of camphor as a preservative. Prepare also a normal 
Hbtion of hydrochloric acid. 
T'kce 30 c.c. of the sugar solution and 30 c.c. of HCl solu- 

n in separate flasks, which have been thoroughly cleaned 

i dried, and suspend the fiaskB in a thermostat at 25° C. 
a polarimeter, and place a clean, jacketed, observation 
1 the polarimeter. Circulate water at 25° C. between 

) jacket and the observation tube (see Fig. 36), and deter- 

ine the zero {see Polarimeter Measurements). 
f Mix the acid and sugar solutions thoroughly, and, as soon 
i possible, fill the observation tube with the mixture, and 
wtermine the angle of rotation. Note the time at which the 
reading is made. 

The angle of rotation changes rather rapidly at first, so take 
five or six readings in succession, and note the time for the 
first and last of these readings. The mean value of the angles 
should be taken as A„ at the time, halfway between the first 
and last reading being taken as the starting-point of the 
reaction. Take subsequent readings after 10, 20, 40, 60, 
120 minutes, and a final reading after forty-eight hours, the 
tube being kept during this latter period in a thermostat. 
Calculate the value of K from the equation given. 

The value for a 20 per cent, sugar solution, with equal 
volume of normal HCl at 25°, is 0004:72. 

The experiment should be repeated with normal H^SOj. 

I^ole — The value of zero should be redetermined at the end 
of the experiment, in order to see that it has been constant 
during the experiment. 

Bimolecular Reactions— When two substances react and 
both alter in concentration, the reaction is said to be himotft- 
ular or of the neeond ordar. If the initial molecular concentra- 
tion of one substance is a, that of the other h, and x the amount 
transformed in the time t, the velocity equation i 



itra- . 

ount A 
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Vb«n tba miliaUa««s are present to equiyaleot qtmatities, 
tbe eqoatiod bacMnec — 

l-VliMh oa uit«gI*Uon givea— 

Wlwn the reacting aubstances are not present in equivalent 
tike calculation is somewhat more complicated dq 



2-302. (0-1)6 

Etftrimmt: Sapcnifieation of Ethyl Acet4>ie with Sodium 

I MfdnuiiU—In this case the velocity of saponification is 

P I4^iroxiinat«ly proportional to the concentration of OH' ions— 

CHjCOOCjHs + OH- = CH,COO' + C^BfiB. 

Tliis reaction differs from the hydrolysis by acids, where 

the concentration of H ion remains nnchanged ; in this case 

the conoenttation of the OH' ion changes throughout the 

experiment. 

Make up solution of ethyl acetate. Place 50 e.c. in an 

Erlenmeyer flask {100 cc), fitted with a paraffin cork, and 
suspend in a thermostat at 25°. Into a similar flask intro- 
duce 60 cc. of - NaOH (free from carbonate), and suspend 

this also in the thermostat. When these two solutions have 
ao(|uire(l the temperature of the thermostat, pour the alkali 
into the ester, and shake the mixture well. The initial alkali 
ooiiceo [ration is calculated from tluft a.mouDt of alkali added, 

otter correcting for tbe anvount ot sWi^\ 'M\iwJB.\b»fc-i«B^K}A. 

on tbe sides oi the ftaak; fbe \wm,t \a ^ciA^a.^,^ ■>iv^«^-.^ 
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;iiterval9 of 3, 5, 10, 20, 30, 60, 90 minutes, 5 c.c. of the 
siure is withdrawn and run into a known volume of 

I HCI. The exceaa of acid is found by titration with baryta. 

Q point of the time taken to introduce the 5 c.c. mix- 
e into the acid is taken as time at which the reaction was 
The final titration should be taken after twenty- 
r hours. 
C ean then be calculated from the following equation — 

--^^Pog,,T, + log,,(T„-T„)-log,,T„-log„(T,^T4]. 

■here To, T„ Toj are the numbers of cubic centimetres of 
^d required to neutralize the amount of alkah in the mixture 
the beginning of the reaction, after the interval of time, /, 
i at the end of the reaction respectively. The actual value 
K obtained depends on the normality of the solutions when 
a calculated in the manner indicated above, but the value 
h would be obtained with normal solutions can be calcu- 

1 by multipling the above expression by =>, where V is the 

number of cubic centimetres removed for each titration, and 
N the normality of the standard acid ; in this ease S and ^a 



minatioTi of the Order of a lieactiim — Velocity measure- 
ments are made with definite concentrations of the reacting 
substances, and with double and treble those concentrations, 
determining in each case the times taken to complete a definite 
fraction (say one-third) of the total change. Then, according to 
Ostwald, the order of reaction can be determined as follows : 

1. For a reaction of the first order, the time taken to com- 
plete a certain fraction of the reaction is independent of the 
initial concentration. 

2. For a reaction of the second order, the time taken to 
complete a definite fraction of the reaction is inversely propor- 
tional to the initial concentration — i.e., if the concentration is 
doubled, the time is halved to complete the same fraction of 
the reaction. 

3. Generally speaking, for a reaction of the nth order, the i 
times taken to complete a certain iract\OT\ (A tiivft ^taslws.'a^K* ^ 
inversely proportional to the (iv-l") joviev qV 'fi^a xwf&Ail 

concentration. 
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CHAPTER XVII 

QUANTITATIVE ELECTROLYTIC ESTIMATIONS 

Quantitative Electrochemical Analysis. Electrolytic Deter- 
mination of MetaJa — There are many advantages in favour of 
electrolytic methods, where available, over the usual gravimetric 
method. The latter are frequently very laborious, and at the 
same time the chancea of error are not by any means small. 
The electrolytic methods, on the other hand, are usually very 
much simpler, quicker, and determination can be made with a 
very high degree of accuracy, hence electrolytic methods are 
coming more and more into use, particularly in the commercial 
world. The metals are usually estimated in the form of the 
pure metal or in the form of a metallic oxide. In order to 
make a successful determination it is essential that the metal 
should be obtained as a very fine deposit iirmly adhered to 
the cathofle, and as smooth aa possible, so that it can be well 
washed without any marked loss. If, on the other hand, the 
deposit is coarse or granular, it is very liable to be lost in the 
washing of the deposit, and at the same time is liable to be 
impure. In order to obtain a successful deposit (A« potential 
difference, temperature, a/nd euirent deimiy must be carefully 
controlled. 

Apparatus- — The most suitable form of apparatus is as shown 
in Fig. 68. A light platinum dish, A, serves as the cathode, 
and is supported on a suitable stand by means of a metal ring. 
The anode B is usually of the form of a. Hat spiral of platinum, 
or in some cases a flat perforated platinum plate welded to a 
platinum wire, the object of the perforations being to allow 
the escape of gas which would otherwise collect under the 
plate. The other connections are as shown in Fig. 67. The 
current and voltage are noted by means of an ammeter, jif , and 
voltmeter, V, respectively, tlie voVtmetftv lieing placed between 
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the anode and cathode. Another simpler form of apparatus 
is as shown in Fig. 69, the hollow platinum cylinder being 
used instead of a platfnum dish, and the apparatus being 
placed in a beaker. 

In all experiments it is necessary to know the cuirent density 
at the electrodes. In the case of metallic depositions the 
current density at the cathode only is required. The current 
density is usually expressed in amperes per square centi- 
metres, or amperes per 100 square cms. Hence the surface of 
the electrode used must be calculated. This may be done once 
for all for a given volume of liquid in the basin. 





Fig. 68 



Fig. 69 



Experiment : Electrolytic Determination of Copper — Weigh out 
accurately 1 gram of CUSO45H2O and dissolve in a little 
water (distilled) ; transfer to the platinum basin, adding the 
washings, and make up to a suitable volume, then add 3 per 
cent by volume of nitric acid. Heat the solution to about 
50° to 60** C, and keep the temperature approximately constant 
by placing a small flame under the basin. Pass a current of 
E.M.F. 2*2 to 2-5 volts and a current density 0*5 to 2*5 am- 
peres per 100 square cms. The nitric acid becoTscift^ ^wixvaJJc^ 
weaker during e/ecfcrolysis, so from tiio.^ \jO \jYccift ^ W« \sisst^ 
drops should be added. The dish BhowYd Xie^ c,Q\«t<^^ ^^^^ ^ 
10 
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Etedrdytie Estimaiim of Lead — In this case the lead is not 
itimated as metallic lead, but in the form of peroxide. The 
n«x>sit is formed at the anode, so in this experiment the 
^nin is made the anode. If possible, a basin with an 
^bnolished surface is preferable, as the deposit is not as fine 
B- in the case of copper, and the rough surface assists the 
Rdherence of the deposit. 

■ ExperimeiU— Weigh out into the basin about 1 gram of, say, 
lead nitrate, dissolve in distilled water, add nitric acid until the 
solution contains 10 per cent, of free nitric acid. Keep the liquid 
;»t a temperature of about 55", and olectrolyze with a current 
of E.M.F. 2'3 to 2-7 volts and cun'eiit density of 1 to 
2 amperes per 100 sq. cms. Test the end-point first by raising 
the level of the liquid in the basin, and finally by removing a 
drop on a watch-glass and adding ammonia and ammonium 
Bulpbide. Siphon off the liquid as before. 

Then carefully wash the hydratert oxide deposit with dis- 
tilled water, and dry at 185° in an air oven until the weight is 
constant. From the weight of peroxide calculate the amount 
of lead. The estimation usually requires one and a half hours. 
To clean the anode add hot dilute nitric acid and a few crystals 
of oxalic acid. 

JiUclrolytic Esiimation of Nickel — In this case the basin will 
be the cathode. Dissolve I '5 grams of nickel ammonium 
sulphate and 1 grams of ammonium oxalate in water (120 c.c). 
Eleetrolyze with a current density of 1 ampere per lOO aq. 
cms. and E.M.F 2-5 to 3-6 volts. Other details as for copper. 
Theoretical E;^platialion of EledTolylin Depontioiis — We have 
already seen that the potential between a metal and its salt is 
given by the equation — 0-058 P 

E.-j-log,.-, 

where P is the solution pressure of the metal, and p is the 
osmotic pressure of the metallic ions in the solution. Now, 
the potential difference between a metal and its ions may be 
considered as a sort of affinity of the metal for a certain 
charge either positive or negative, hence to convert metallic 
ions into free metal we have only to apply a contrary E.M.F. 
slightly higher than the potential difference. In this ease it 
is termed the decmnposUion potential, and its value is given bt 
the equation- ^.^-g p 

i,= --_log.„-. 



Tbe nha o< E wtU, howerer, be slowly changed se t^t k/a^ 
■M^til ■ d^Mitad, naco the value of ^ is changing ; but even I nni 
if UMONieeauWun be diniDiahed 10000 timeE, the change In 1^ 
tWd«mpOMtiaa wool; 4x0-058 » 0-232 volt for a moDO- 1 rtill 
valmt ilmeiit, and half thia for a divalent element, irhidi ii ) Kfg 
nHapanCivdy omU. ml 

S uff O M , tkcn, we hsve a aolation of two metaJs whw fl 
d eeoc i pOMtioo potentiaJa are not too near the same value, 
Umb it is poanlM lu separate the metals by carefully adjostiiig 
Uw poMntial diSerence applied to the solution. 

f'iiiW|ifi B^ tr ime iil : Determinatum of SUivr and Copper u 
am ABtf tf He Tim AMais— Dissolve 0-5 gram of the alloy, 
3 cc of Dltrk acid (1 : 3) diluted with water ; make ap 
to 15U cc Add 5 c.c of abeolute alcohol, and raise the 
tempermture to 55° C The alcohol and the temperaton j 
prevent the fomuttion of silver peroxide at the anode. I 

Electrolyze the solution with a current of E.M.F. 1-36±01 j 
volt and corrent density 0'5 to 15 amperes per 100 sq. cms. \ 
Great care mast be taken to keep the voltage constant. j 

When the electrolysis is complete, quickly decant off the I 
solution into a beaker, wash the silver with a little waMr, I 
add washings to solution, wash with alcohol, and dry at SO^i I 
and weigh. Clean the basin and completely transfer the | 
solution into it, and determine the copper under the con- , 
ditions for copper— i.e., increase the potential to iJ-3 to 2*5 volts- 

Quantitative Estimation of Nitric Add (or Nitiates) b; 
Electrolytic Bedoction to ATDmonia— Nitric acid or nitrates 
in the presence of sulphuric acid is reduced at the cathode 
during electrolysis. The product of reduction depends on the 
nature of the metal at the electrode. If platinum is used, no 
ammonia is evolved ; but if a little copper salt is a<lded, 
copper is deposited on the cathode, reduction at once com- 
mences, and the greater portion of the nitrate is tmnsformed 
in ammonium salt. 

The ionic equation is — 

JSOg' + 8H- = NHj + OH' + 2H,0. 

Under ordinary conditions acertain amount of hydroxylamine 
is always formed. 

I The relative proportions oi aratonmB. mA \i'j^ttsi,'jS»m« 
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MATION OF NITRATES 

depend on the physical nature of the electrode. For example, 
wcording to Tafef, if a smooth copper electrode is used, 11 -5 
parts of hydroxy lamina to 76-8 parts of ammonia are formed, 
■whereas if the electrode is coated with electro-deposited 
copper, 1 part of hydroxy! amine to 92-3 parts of aroraonia 

TfiSullS. 

The problem is to reduce the production of hydroxylamine 
to a negligible amount. A small amount of hydroxylamine ia 
counter- balanced by solution of a small amount of copper 
from the electrode in the sulphuric acid. 

Ulfich has succeeded in obtaining conditions under which 
nitrates can be estimated to within 0-1 per cent. 

apparatus- — Prepare a copper cathode. By winding about 
2 metres of copper wire Vi ram. diameter round a glass tube, 
15 mm. diameter, so as to give about forty 
rounds, are formed. About 15 cms. of wire 
are left over and bent so as to lie along the axis 
of the spiral cylinder. Remove tne glass 
tube and draw out the spiral so that each turn 
is just separated from the next, the total 
length of the spiral being about 70 mm. 

Make an anode of thin platinum wire, SLip- 
porting it on a glass tube ; this passes down 
the centre of the copper spiral (see Fig, 70). g ■ 

The liquid to be electrolysed is contained in a M 1 

test -tube -like tube, 2 cms. diameter, cms. long, M B 

the two electrodes being held in position by 
means of a cork, which must be fitted with ^"''' ^^ 
an outlet tor the gases evolved during electrolysis. 

Prepare the copper electrode by coating it with spongy 
copper in a copper voltameter (see p. 123), using current 
density of about 3 amperes per 100 sq. cms. 

Experiwent : Determine the Amount of NUrale in a Sample of 
Potassium NUrate — Dissolve 0-5 of a gram of potassium nitrate 
in a little water, and add racily 50 c.c. of normal sulphuric 
acid. Make up to 100 o.e. with water. Take 20 c.c. of this 
solution and transfer it to the glass cell and fit the electrodes 
in position {they should go right to the bottom). If the spiral 
is not covered, add a little water. Now electrolyze the solu- 
tion, using an E.M.F. of 4 volts and a current density of 
3-5 to 3 ampirea per 100 sq. cms. The cv\wei\\^ iftwix'u^ ■^'S'^^ 
jiot be above this, otherwise the amouTi\. oi V'^i^o^.-fwajav.'*- 
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IW QCAXTITATIVB ELKi'lKOLVrU KSl 1\IA rioN"- 

bMOBM ■ppnciklilc. No gu will be evolved at fii^t, mise 
ndaetiaa u ukinf; pbee ; but n-faen the reduction is nBarin^ 
co»pl«<ioii, faydrogeD is evolved quita freely. When tiiis 
aocun, Mnttnue the electrolysis for a further period of fifl«ea 
niuitaa, to be sure of complete reduction. Remove the ele^ 
Uods euvfuUjr before breaking the current ; wash then nith 
wal«r, wid keep the washing in a Ijeaker. Then 
eont«nts of the tul>e to the beaker contdning the 
ad wuh out tho tube. Then titrate the unused 
M»d w5k aiandard alk^i. 
The equation tor the reaction is— 

— ■.(..two rytiiralniJi of acid for one equivalent of nitrate. From 
the Mooant of acid used (in this case 50 c.c. normal acid) the 
amount of nitrate can be calculated. With careful manipuU- 
tion not more than 0-1 to 03 per cent, error should be allowed. 




CHAPTER XVIII 



ELECTROLYTIC PREPARATIONS 



Rednction of Aromatic Nitro-Compounds— The final pr( 
duct in the reduction of aromatic uitro-com pounds is th 
amine, but it is posaible to obtain a large number of inte 
mediate products, corresponding to the various stages ( 
reduction, by carefully controlling the conditions of tlie ri 
action. The whole process is usuaUy a combination of electff 
chemical reductions and purely chemical reactions. As a 
example we will consider nitrobenzene. 

The following diagram represents all the important change 
in the reduction of nitrobenzene : 

CgH^NOj I 

C,H.NO I 

/0\ J I 1 

8 5 * ^N, ^ 

' C.H.NHOH i 




-K\ 



-OH (1) 

'\nH, (4) , 

Reduction in Moderatelr Acid Solutions — The followijj 
series of products are formed in ivhich the last is the princig 
final product : 

(1) C.H-NO +H2=H,0 + C„HbN0. 

(2) C,H6NO + H. = C,H6NH0H. , 

(3) C,HBNH0n + Ha = CflH5NH, + H,O. 
Reductions in Strongly Acid Solutions — In this case t) 

reiiaction stops at the end oi ei\utA\OT\ k^^i ^i^i^s^^ — t..».-, ' 
principat reduction product being C^H^^HWi.. 
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W Under tbc inAuonoo of the strong acid the pheuyl hydtoiy- 
Hiniinn t« converted into the isomeric para-amido phenol— 

■^ESuUon in Alkaline Solataon~In this case the eqiudoDs 
HI) mm) (2) are fulliDed, and these combine as follows: 

I (*) C,HjNHOn + CBH,NO = C,H,N-NC8Hj; + H,0. 

I (8) C,U,N-NC,Hs + 2H, = C,H.NH-NHCBH5+Hja 

f (G) SC-H.NH - NHC.Hfi + 2C-IT.N0. = C.H.N - NC,Hs+ I 
I 3H,O + 3C,HjN = K0^ 

Hence azo-l>enKene is the principal final product. The re- 
duction of hydrazo-benzene to aniline ordy takes place to a 
■light extent. 

Preparation of Aniline from Nitrobenzene — Take a tall 
beaker and place inside a porous pot to serve as the aDO<le 
chamber, the cathode chamDer lieing the space between the 
porous pot and the walls of the beaker. The anode consists of 
strips of sheet lead (about 2 to 3 mm. thick), the cathode is also 
of sheet load, but it should be perforated. The cathode is 
bent in the form of a cylinder so as to encircle the porous pot. 
Introduce into the anode chamber dilute sulphuric acid of 

roific gravity 11. For the cathode Uquor make a mixture 
20 grams of nitrobenzene, 150 c.c. of alcohol, and 125 c.c. 
of dilute sulphuric acid, specific gravity 1'2. Eleetrolyze the 
solution with a current of density 4 to 8 amperes per 100 
sq. cms. at the cathode, and voltage about 5 volts. After 
the passage of about 26 ampere hours, remove a little of the 
cathode liquid and titrate with sodium nitrite. If the result 
indicates about 85 to 89 per cent, of the theoretical quantity of 
aniline, remove the cathode liquid, distil off the alcohol, cool, 
and about 20 grams of aniline sulphate should crystallize out. 
The crysCala may be decomposed with caustic soda, and the 
fixture steam distilled. 
The 0.m.p. toiuidiues can be B^mWarXs ■pte^-c^.a., \>vfl. \^ s^. 



PREPARATION OF AZOBENZENE 

1 of the reduction of j)-nitrotoluene the pereentago ' 
er. 
i Preparation of Azobeozeae firom Nitrobenzene — In thia 

e nickel electrodes are used, otherwise the apparatus is as 
efore. The anode liquid is a cold saturated solution of 
)dium carbonate, and is contained in the porous cell. The 
Mthode liquid consists of 20 grams of nitrobenzene, & grams 
"€ crystallized sodium acetate dissolved in 200 c.e. of 70 per 
Bnt. alcohol. The cathode density should he 6 to 9 amperes. 
Ithe electrolysis is carried out at boiling-point, and almost 
mediately after the theoretical amount of current has been 
aed (17-5 ampfere hours), a considerable amount of hydrogen 
a off; at this point lower the current density 
! ampere hours' more current. The contents of 
) cathode are now free from nitrobenzene, but contains a 
biall amount of hydrazobenzene and azoxybenzene. The 
nlk of the azohenzene crystallize out almost chemically 
ire, and may be filtered off on a Buchner fuiuiel. The re- 
ainder is precipitated by the addition of water or distilled 
S in steam, and purified by re-crystallization from alcohol or 
The current efficiency is over 80 per cent., and the 
Beld is over 90 per cent, of the theoretical amount. 
I Freparation of Iodoform — Wben free iodine is warmed with 
r and an aqueous alkaline solution of alcohol, iodoform is 
Termed according to the following equation : 

CH3CHaOH + 10Ij + HjO = CHIj + COj-f7Hr. 

The hydriodic acid then reacts with the alkali to form iodide. 
Iodoform is prepared electrolytically by electrolyzing a solu- 
tion containing potassium iodide, sodium carbonate, and ethyl 
alcohol. Free iodine is liberated at the anode, which reacts 
■with the alcohol yielding iodoform. The purely chemical 
method only gives a yield of about 40 per cent., whereas the 
electrolytic method gives as much as 98 per cent, yield. The 
anode consists of a largo sheet of platinum (or wire gauze), the 
cathode, which is relatively small, is made of nickel or platinum 
foil wrapped in parchment. The anode liquid consists of a 
solution of 20 grams of anhydrous sodium carbonate, 20 grams 
of potassium iodide, 200 c.c. of water, and 50 c.c. of alcohol 
(96 per cent.). This aolutioii is pouted m\» \lQfe ■^^'^'''^^ '''^"■• 
the cathode liquor is a solution oi aoAvMft eai^'oBis.- ''^>=»-'* 
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^■experiment is carried out at 50° to 70°, with a current 

^V density at the anode of 1 to 3 amperes per 100 sq. cms., 

^H and a cathode curretit density of 4 to 8 ampi^res per 100 

H^ M. cms. During electrolysis the solution tends to become 

alkaline, so a slow stream of carbon dioxide must be bubbled 

through the cathode liquid so aa to neutralize the caustic soda 

formed. The solution should be from light to dark yellow ; if 

it bocumes brown, interrupt the current of carlion dioadde for 

a short time. 

The electrolysis should be allowed to continue for about 
three hours in order to get a fair quantity of iodoform. Then 
on cooling the iodoform eeparatea out, and is filtered off, 
washed with water, and dried at room temperature. The 
filtrate, after the addition of fresh quantities of potassium 
iodide and alcohol, may be used over again, until it contains 
large quantities of potassium iodato and carbonate. The cur- 
rent efficiency is 80 per cent. The equation given above 
represents the formation of iodoform, neglecting the inter- 
mediate products and secondary reactions. The hydriodic 
acid reacts with the sodium carbonate to give sodium iodide 
and carbonic acid. The sodium iodide is continually decom- 
posed by the current, thereby making fresh quantities of 
lorline available at the anode. The iodine produced at the 
anode, coming in contact with free alkali or alkali carbonate 
from the cathode, forms hypoiodite, both as alkali salt and ae 
free acid ; this reacts with the alcohol by simultaneous oxida- 
tion and iodizing, to produce iodoform and carbonic acid. The 
chief by-product is alkali iodate, which is produced from that 
portion of the iodide which does not immediately react with 
the alcohol. 

(1) 2HI-fNa.CO, = 2NaI-HCO,-i-HjO. 

(2) 2NaI-i-3H.O=2NaOH + L-hHa. 

(3) L-i-2NaOH = NaI-)-NaIO-HH„0. 

(4) NaIO-)-H,0,^=z*NaOH-i-HlO. 

(5) 5H10 + C„HsOH = C0„ + CHI, + 2HI + 4H,0. 
C) 3HIO = 2HI-hH!0,. 

(7) HIOB-HNaOH = NaIO,-(-H,0. 

It is not ptoasible to prepare the corresponding bromoform 
and chloroform by a similar method, as aldehydes and other 
_ products of oxydation of alcohol are given on electrolysis. 
This is due to the fact l\\a.t t\\c decwwijQaition potential of 
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OF AMMONIUM PERSULPHATE 

ine from potassium iodide and soda solution is only 1-12 
Jrmal hydrogen electroile as zero), whilst oxygon is liberated 
1'7. With potassium bromide alcohol and sodium car- 
late, bromide separates at 1 -75 volts ; with potassium chloride 
[orine at 2-1 volts. 
reparation of Anunonium Perenlphate &om Ammonium 
—A porous pot of capacity 100 to 150 c.c. serves as 
) anode chamber. This is surrounded by a lead spiral, 
^ugh which cold water can be circulated. A piece of 
^per connecting wire is soldered on to the lead spiral which 
' forms the cathode. The anode is platinum wire spiral, having 
a surface of 1 to 2 aq. cms. Fill the anode chamber with 
a cold saturated solution of ammonium sulphate, the space 
between the porous pot and the containing beaker — i.e., 
cathode chamber — being filled with a mixture of I part con- 
centrated sulphuric acid and 1 part of water, by volume. 
The temperature of the anode chamber should be kept 
between 10° and 20° by circulating iced water through the 
lead cathode spiral. The anode liquid is kept saturated with 
anunonium sulphate by suspending in the anode chamber a 
test-tube, with one or more holes at the l>ottom, containing 
solid ammonium sulphate. Pass a current having density of 
500 to 1000 amperes per 100 square centimetres at the anode, 
and a current density as low as possible at the cathode, 
thereby saving the voltage, and excessive evolution of heat. 
The electrode in the anode chamber should dip only half-way 
into the liquid. After about four hours stop the electrolysis 
and filter the liquid in the porous pot. 'I'he crystals thus 
obtained are dried on a porous plate. The filtrate is then re- 
saturated with ammonium sulphate, returned to the porous 
pot, and the electrolysis recommenced. The liquid in the 
cathode gradually becomes neutralized owing to the migration 
of the sulphuric acid anions out of it and the ammonium ions 
into it. Hence from time to time the acid must be replaced. 
The anode liquid becomes poorer in ammonia, and accumulates 
free acid. Hence after every two operations ammonia should 
be added to the anode liquid (gradually to prevent heating) 
until the acid is almost neutralized. At the first operation the 
separation of persulphate is small, since the solution has first 
to become saturated in respect lo ^Ts\i^ViA&. '\»- '^asjst 
operations the deposit commencea alwioa^ TO\wi%K\«*^i^ ^ *^^^ ' 
good yield reaiiha. The eurrent effvcwTva'^ \?.'^^ "^^"^ cy-c.\.-,^ 
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tho yield 60 per ceot. It is essential that the anode should be 
washed with water and heated to glowing before each experi- 
ment. The raw product contains about 5 per cent, ammonium 
sulphate. A pure specimen can be obtained (with considerable 
loss) by making quickly a saturated solution of the crude salt 
with water at 50° C, and then cooled slowly to a low tempera- 
ture. Ammonium persulphate is only stable when perfectly 
dry. The purity of the sample may be tested by pouring a 
solution (freshly made up) into a strongly acid solution of 
ferrous ammonium sulphate and titra- 
ting the excess of ferrous salt with 
potassium permanganate. It must \>e 
remembered that the oxidation by 
persulphate takes several minutes to 
accomplish completely. In the pre- 
paration of persulphates, hydrogen 
peroxide and its derivatives are also 
formed in the anode chamber; these 
can be determined directly by perman- 
ganate. Hence, to follow the course 
of electrolysis, take a sample of the 
anode liquid titrate with permanganate, 
then add excess of acid ferrous am- 
monium sulphate. The first titration 
gives the peroxide content, and the second the persulphate 
content. Potassium persulphate may be similarly prepared, 
but the method is not quite satisfactory. In small quantity 
potassium persulphate can be easily prepared by the apparatus 
indicated in Fig, 71. 

A wide boiling-tube, P, contains a saturated solution of 
potassium sulphate in sulphuric acid, of specific gravity 
1-2 to 1-3. 

The anode, J, consists of a platinum wire, a large portion of 
which is surrounded by a glass tube, into which tne platinum 
is sealed. The wire (which must be ignited before use) passes 
almost to the bottom of the boiling-tube. A wider tube, R, 
surrounds the anode to carry away the oxygen liberated at 
the anode, without stirring up the liquid, which would prevent 
concentration at the anode. The cathode consists of a plati- 
num loop, C, which passes outside to the tube E. The contents 
of the tube are kept cool by immersing the whole apparatus 
I la a large beaker of cold water — mm & cwTvu^vt density of 



^Lk!i^ 



Fig. n 



PREPARATION OF AMMONIUM PERSULPHATE 157 

100 amperes per 100 sq. cms. at the anode, utilizing 
a current of 1 to 2 amperes. A thick deposit of potassium 
persulphate will form at the bottom of the vessel after ten 
minutes. 

The formation of persulphates at the anode is explained by 
the fact that in concentrated solutions of sulphates, such as, 
say, ammonium sulphate, there are present HSO4 anions as 
well as SO4 anions, and the greater the concentration and 
current density the greater the extent to which they are 
discharged. 

The discharged anions may react in two ways — 

/ONH, . /ONH4 

(1) 2S0 / + HgO = 202S<^ + O. 

/ONH4 /ONH4 NH4O. 

(2) 2S0/ =OaS< >S02. 

High current density favours the second reaction, hence high 
current densities are necessary for the formation of persul- 
phates. The above graphic formula agrees with its properties 
— i.e,, the persulphates behave as derivatives of hydrogen per- 
oxide. Upon warming an aqueous solution of the acid, or its 
salts, oxygen is evolved. 

/ONH. NH.O. /ONH. 

02S<; >S02 = 2S02< +0. 

\0 Q/ \0H 

A low temperature is therefore necessary for their prep- 
aration. 
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A LAHCiE number of substaaoeB are capable of apparently 
diaeolviiig in water to form what may be termed psnido- 
adutUms. Such pseudo- solution a are characterized by an ex- 
tremely low diffusive power, a low osmotic pressure, and an 
inability to undergo dialysis; in these respects they differ 
from true solutions of crystalloids, and are therefore termed 
colloidal solutiom. Such colloidal solutions are distinguished, 
according to the nature of the solvent, as hydrosols for water 
as a solvent, and alcosols when alcohol is the solvent. If the 
pseud o- dissolved substance is separated from the solvent, it is 
often found uot to have lost the power of again passing into 
colloidal solution ; such are termed revertible coUmds. On the 
other hand, many substances, mainly inorganic, when 
separated from the solution do not possess the power of re- 
dissolving again except by some special process, such are 
termed iireversible colloids. Solutions of irreversible colloids 
can be obtained by Bredig's method, by disintegrating the 
substance in an electric arc under water, by double decomposi- 
tion in aqueous solution, preventing precipitation by suitable 
means, or by previously imparting to the solid the ability to 
dissolve by treatment with small quantities of acid or alkali. 
This latter method is known as peptization, and has been 
employed to bring metallic oxides, etc., into a plastic con- 
dition for the formation of the so-called colloidal electric lamp 
filaments. 

Many irreversible colloids separate out from their solutions 
as voluminous precipitates, containing a large amount of water ; 
such are known as hydrogele, such are ferric oxide, aluminium 
oxide, etc. They contain far more water than is required for 
their hydrates, and are therefore frequently termed oxide 
hjrdwgeh. 

>•'*>- 



e change from the hydrosol state to that of the hydrogel 
1)6 very easily brought about by the addition of an 
x)lyte. Many colloidal solutions are exceedingly seiisi- 
Wve to electrolytes, hence an essential condition for their 
preparation is the entire absence of an electrolyte, A very 
eharacteriatic property of colloids is their power of adsorption. 
Hence different dissolved colloids can combine together to 
form adsorption compounds, A gold hydrosol is exceedingly 
sensitive to electrolytes, but if a non-sensitive colloid, such as 
gelatine, is added, the gold solution remains stable towards 
small amounts of electrolyte. This would seem to indicate 
that some kind of combination had taken place between the 
two dissolved colloids. Such substances, which act like 
gelatine, are known as pruleelive colloids. 

On the other hand, certain colloids have the property of 
precipitating one another out of solution. Thus arsenic 
sulphide hydrosol and iron oxide hydrosol, when mixed in the 
correct proportions, are precipitated as a common adsorption 
compound. This is due to the fact that colloids carry a charge, 
and in this case the charges on the respective hydrosola are of 
opposite sign, hence they ueutrali:<e, and precipitation results. 
It is a rule that two such colloids, in order to precipitate each 
other, must have charges of opposite sign when referred to a 
common solvent. 

The fact that colloids possess a charge explains why they 
are precipitated by electrolytes. I'he electrolyte dissociates, 
giving iona of opposite charges, and that which ia opposite in 
sign to that of the pseudo-dissoived substance is adsorbed, 
and precipitation results. The passage of a colloidal solution 
through a narrow glass tube causes the precipitation of the 
colloid, simply because the charge is given up to the walla of 
the tube. When a colloidal solution is subjected to an 
electrical potential, the colloid " wanders " either to the 
anode or the cathode, according to its charge. Undoubtedly, 
then, the particles do carry charges, but the charges are 
email and the motion slow, and the number of moving 
particles small in comparison with an ordinary electrolyte. It 
is also uncertain whether the particles ai'o discharged at the 
poles. 

Preparation of Colloidal FlatinunL b^ Bt^d-vta. M.ft,\*.s&. 
— Take two pieces of platinum wite, a\iOM't \ ■ta'c 
«W JO La 15 cms. long, ami msu\at6 \iVe«i ^i"j ' 
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Into ft kIbss tube so that ftbout 3 cidb. project. Then conatet 
the other ends of the wire with UO-volt lighting circuit by 
means of binding screws, these juactions being insulated 
bj- "insulating tape," or, better, by a wider ^lasa tube (see 
Fig. 72). Insert an ammeter and a resistance in the circuit. 
Take abont 150 c.c. of distilled water in a glass dish, and 
clamp one electrode so that it dips below the surface of 
the water- Take the other in the hand and touch the first 
I one, and then remove it a short distance, so as to maintain 
I ft small arc under water. A current of 6 to 10 amperes 
should be used, this being regulated by the resistance. 01 
course, core must be taken to see that the wiring will 
take such a current. It is not usually possible to maintain 
arc for any length of time, so that when the arc breaks 




Fig. 72 

it must be restarted by bringing the electrodes into con- 
tact again. This process is repeated until the solution 
becomes almost opaque or very hot. The solution thus 
obtained contains a considerable amount of coarse platinum 
powder. This is removed by filtering the solution. The 
filtrate then contains colloidal platinum. 
Test the colloidal solution as follows : 

1. Take a few cubic centimetres in a teat-tube, and add a 
drop or two of an electrolyte (say KCl solution); after a 
time the colloid metal separates out. 

2. To a few cubic centimetres of a dilute solution of hjdro- 

gin-peroxide add a few drops of the colloidal solution, 
xygen is evolved, due to the catalytic action of " 
platinum. 

Preparation of Colloidal Antimony Sulphide — Prepare 
. 1 per cent, solution of tartar emetic, and place 



it in a dropping funnel, and allow it to drop, drop 
into 100 B.C. hydrogen sulphide water, through which 
moderately rapid strejim of hydrogen sulphide is paaaing. 
Under these conditions no precipitate of antimony sulphide 
should be formed, but the antimony sulphide should remain 
in colloidal suspension aa a deep orange -coloured pseudo- 
solution, which is perfectly clear when seen by transmitted 
light. The excess of hydrugen sulphide must now be 
removed by passing through the solution of pure hydrogen. 
The solution thus obtained is now didtyzed. This may be 
conveniently done by stretching a sheet of parchment over a 
wooden hoop, thus forming a sort of tambourine, and floating 
this in a basin of water (see Fig. 73). 
The solution is placed inside the 
drum, and the salts present in solu- 
tion gradually diffuse through the 
orange- coloured material remaining 
on the parchment. Fresh quantities 
of distilled water are added to the 
colloid in the drum every three or 
four hours the first day, and later 
every twelve hours for four days, 
after which the colloidal solution 
will be tree from foreign salts. 

The orange solution may then be transferred to a clean 
beater. 

Experiments with Colloidal AntiTivmy iSu/pAwfe— Prepare 
approximately normal solutions of potassium chloride, barium 
chloride, and aluminium chloride. Take three separate 
portions of 10 c.c. each of the colloidal solution, and to each 
portion add one of the above standard solutions from a 
burette, and determine the amount of each of the above 
electrolytes, which will jnst completely precipitate the anti- 
mony from the solution This should be done roughly at 
first, allowing the precipitate to settle after each addition, 
and noting the effect of tne next addition in the supernataot 
liquid, which should gradually become colourless. The largest 
amount of electrolyte required will be in case of potassium 
chloride, and the smallest in the case of aluminium chloride. 
The precipitating power depending for this class of colloid on 
the valency of the c-ation — i.e., on it^ electrical charge. 




PREPARATION OF COLLOIDS 

Pnpantdon of Colloidal Child Solntion by Donau's Uetbod— 
Dissolve 0-25 gram of crystalliaed HAuCl^-3H,0 in 500 co. of 
distilled water. Pa«s ihrougb this solution a, slow stream of 
CATbon monoxide, prepared from oxalic acid and slrocg 
sulphuric acid, paaaing the gas first through s, solution of 
potsesium hydroxide to remove the carbon cQoxide. There is 
produced first a violet, then a red dish- violet, followed by a 
daep red coloration. Stop the reaction al this point. Pro- 
serve the solution for later experiments. 

Pieparatios of Colloidal Stanuic Oxide — To 5 c.c. of tin 
totra chloride add 150 c.c. of distilled water, thus hydro- 
lyzing it. Add this solution to 500 n.c. of distilled water, to 
which a few drops of ammonia have been added. Dialyze 
this solution for five days, changing the outside water, aboat 
three times a day until it shows no test for chlorides. It is 
quite probable that the hydroyel may to some extent result. 
The contents of the dialyzer are transferred to a beaker, and 
the gel. pepiised by the addition of three or four drops of 
ammonia. After a time the jelly will completely dissappear, 
leaving a perfectly clear hydrosd. 

A pseudo-solution of zircon oxide may be similarly pre- 
pared by dialyzing for five days a 15 per cent, solution of 
zircon nitrate. 

The ferric oxide hydrosol may be prepared from dilute 
ferric chloride similarly. 

Experiments— (1) To 2 c.c. of the colloidal gold solution 
add 2 c.c. of the stannic oxide hydrosol ; no change occurs. 
Now add a little ammonium chloride solution ; a beautiful 
deep reddish purple precipitate is formed, which has the 
characteristic property of being soluble in ammonia. In this 
experiment we have synthesized the Purple of Cassius. 

(2) Take 75 c.c. of a boiling colloidal gold solution and 
add 15 c.c. of boiling zircon hydrosol solution ; a zircon- 
gold-purple precipitate results in this case without the addi- 
tion of an electrolyte. The precipitation takes place slowly 
in the cold. 

(3) Take 10 c.c. of the colloidal gold solution and add a 
few drops of hydrochloric acid ; a blue coloration first results, 
followed by a deposit of the metal. Take a further 10 c.c. 
of the gold hydrosol solution and add 1 drop of a 2 per cent, 
solution of gelatine, and again add a little hyilrochloric acid. 
In this case there is neither change of colour nor a deposit 
of the metal. Here we have an oxam^le oi a. im}ieeHve coUoid. 
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TABLE OF RELIABLE MELTING AND BOILING 

POINTS 



Ijiquid Hydrogen 


... • • • 


Liquid Oxygen 


... . • • 


Freezing Mercury 


... ■ . • 


Melting 


Ice 


« • • • • • • • . 


• • a ... 


Boiling-point 


of Aniline at 760 mm. 


pressure 


11 


>i 


Naphthalene ... 


... • . • 


99 


» 


Diphenylamine 


... ... 


>l ^ 


» 


Sulphur 


... ... 


Melting-point 


of Tin 


• • . ... 


»> 


)) 


Zinc ... 


... • • • 


n 


»> 


Antimony 


... ... 


»> 


91 


Aluminium . . . 


• • • • . • 


)) 


» 


Sodium Chloride 


... . . « 


» 


5> 


Silver (in air) 


. • . ... 


99 


»> 


Silver (in reducing 


atmosphere) 


»l 


n 


Gold ... 


• • • • • • 


n 


>» 


Copper (in air) 


• • • * • • 


)» 


»» 


Potassium Sulphate 


3 • • • • • 


» 


M 


Copper (in reducing atmosphere) 


>» 


» 


Nickel 


• • • • t • 


If 


)) 


Pure Iron 


• • • • • • 


>> 


}» 


Palladium ... 


• • • * • 


)» 


9t 


Platinum 


• • • • • • • 


Boiling-point 


at 760 mm. pressure oi 


[ Magnesium 


n 


» 


II II 


Antimony 


»> 


>> 


II II 


Lead ... 


)) 


» 


II II 


Aluminium 


» 


» 


II II 


Manganese 


II 


>» 


II II 


Silver . . . 


» 


» 


}} It 


Chromium 


II 


>» 


II .11 


Tin ... 


»i 


l> 


91 II 


Copper 


>> 


II 


II II 


Iron 



-253° 

-182° 

-39° 

0° 

184° 

220° 

302° 

445° 

232° 

419° 

632° 

657° 

800° 

955° 

962° 

1064° 

1062° 

1070° 

1084° 

1427° 

1503° 

1545° 

1750° 

1120° 

1440° 

1525° 

1800° 

1900° 

1955° 

2200° 

2270° 

2310° 

2450° 



163 



104 
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DENSITY OF WATER 



1 
Temfwratare 


Density 


j Temperature 


Density 


0* 


0-99987 


21° 


0-99802 


V 


0*99993 


22° 


0-H9779 


2« 


99997 


23° 


0-99756 


8* 


0-99999 


24° 


0-99732 


4** 


1 00000 


26° 


99707 1 


' 6** 


99999 


26° 


0-99681 1 


6** 


0-99996 


27° 


0-99654 


7** 


99993 


28° 


099626 


8* 


0-99988 


29° 


0*99697 


9** 


99981 


30° 


0-99567 


j 10* 


0-99978 


31° 


99537 


! 11** 


0-99963 


32° 


0-99505 


12** 


0*99953 


33° 


0-99473 


18* 


99940 


34° 


0-99440 


14** 


99927 


36° 


0-99406 


16* 


0-99913 


40° 


0-99224 


16** 


0-99897 


50° 


98807 


17* 


0-99880 


60° 


0-98324 


18** 


0-99862' 


70° 


0-97781 


19** 


099843 


80° 


97183 


20** 


0*99823 


90° 


0-96534 1 



VAPOUR PRESSURES OF WATER 



Tempertture 


Vapour Preasuree 


Temperature 


Vapour Pressures 




Mm. 




Mm. 


4* 


6-1 


19° 


165 


&• 


6*5 


20° 


17-5 


6* 


7-0 


21° 


18-7 


r 


7-5 


22° 


198 


8** 


8 


23° 


21 1 


r 


8-6 


24° 


22-4 


10** 


92 


25° 


23-8 


IV 


9-8 


26° 


25 2 


12- 


10 5 


27° 


267 


13" 


11-2 


28° 


28-4 


14** 


12-0 


29° 


30 1 


ly 


12-8 


30° 


31-8 


\r 


186 


31° 


33-7 


xr^ 


14-6 


32° 


35-7 


\r 


15*5 


33° 


37-7 
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VISCOSITY AND SURFACE TENSION OF WATER 



Tempera- 
ture 


ViBcosity 


Surface 
Tension 


Tempera- 
ture 


Viscosity 


Surface 
Tension 


10° 


, 


7405 


36° 


0-00724 




15° 





73-26 


35° 




7029 


15° 


0-01142 




40° 


— 


69-54 


20° 


— 


72-53 


40° 


0-00657 




20° 


0-01006 




45° 




68-6 


25° 


0-008926 




46° 


0-00600 


— 


25° 


— 


71-78 


50° 




67-8 


30° 




7103 


50° 


0-005500 




30° 


0-00800 











PHYSICAL DATA FOR BENZENE 



Temperature 


Density 


Viscosity 


Surface Tension 


0° 


0-9006 




_ 


11-4° 




— 


28-83 


14-8° 




007038 


-^ 


20° 


0-8790 






30-8° 




0-005522 


— 


31-2° 




— . 


26-68 


40° 


0-8576 


• — 




46-9° 




0004436 




55-1° 




— ^ 


23-53 


60° 


0-8357 




-^ 


68-6° 


— 




21-70 


• 70° 


0-8247 






78-3° 


— 


— 


20-51 


78-8° 




0003177 





DENSITY OF PURE ALCOHOL 



Temperature 


Density 


Temperature 


Density 




10° 
20° 
30° 


0-7979 
0-7894 
0-7810 


40° 
50° 


0-7722 
0-7()33 

V 


\ 



K 


Bl«tndrt« 


" 







» 


T^ 


OaSO. 
AgN<5, 


0-21 


0-38 


KI 


079 


0-86 


■ 


0-68 


0-81 


KNOj 


63 


0'83 






0'23 


0'39 


N«C1 


0-68 


0-84 


1 


KCI 


076 








092 




KBr 




0-88 









'taST 


Klmtrolrt™ 


Ooodiic 
tlrttj 


"K- 


Eiectrolytes 




IS- 
IS- 
18° 

18- 


NbCI 

NaNO, 
KCI 
KBr 
KNO, 


108-99 
105 'SS 
130-10 
182-30 
126 60 


IS" 
18- 
18- 
2B- 
26- 


KCN8 

KCIO. 

AgNO, 
Acetic Acid 
Benzoic Aoiil 


121-30 

11970 
115-80 
389 
381 



DISCHARGE VOLTAGES OF DIFFERENT IONS 
FROM AQUEOUS SOLUTIONS 
On reversing the signs, the values i-epreseiit the solution 
tendency. 

(a) Cation discharge points. 



c.«™ 


v„,. 


Catioq 


V.,u 


r 


- 2-92 + ^[0-068 log ,„C) 


Ni" 


+ 0-06 +i;0-0.'iSlog|oC) 


m' 


-2-62 + ,, 


Pl>" 


+ 0-J8 +„ 




Mfr" 


-i-ai' + „ 


an* 


+ 0-18 +„ 






-0-48 + ,, 


H' 


+ 0-277+,, 




Fe' 


-0-15 + ,, 


Cu' 


+ 0-62 +„ 




Cd" 


-0-12 + ,, 


^^ 


+ 1-08 +„ 




•IT 


-004 + .. 


+ 1-14 +., 




CO' -Oi}l+.', 


\ K-ti \ -v\-a6 -v,. 
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(b) Anion discharge points. 



S' -0-28 + ~ (0-058 log 10 0) 

40H'(— >Oa+2HjO) 0'69 + 

r 0-82 + 

Br' 1-86 + 

or 1-68 + 

F' 2-18 + 



»» 



II 



• > 



»» 



II 



1 1 



0= Ionic concentration at 25^ 
»= Valency. 



SPECIFIC HEATS AND ELECTRICAL RESISTANCES AT 0* 





Specific Heat 


Specific Resistance 


Alamininm 


0-22 


0028x10-* 


Iron 


0-11 


0-99 -0-15x10-* 


Copper 


0-098 


0-017x10-* 


Nickel ... 


0-11 


008 -0-11x10-* 


Platinam 


0082 


0-108-0-11x10-* 


Silver 


0-056 


0016x10-* 


Mercury 


0-0382 


0-958x10-* 


Glass 


0-19 


10 xlO-« 


Graphite 


0-155 


14-3 xlO-* 


Retort carbon 


0-165 


49-0 xlO-* 



LIQUID PLATINUM 

Moisten 0-3 gram of platinic chloride with cone. HCl, and 
mix with 1 c.c. of cone, boric acid solution. Dissolve in alcohol 
and add 1 c.c. of French turpentine, and 2 c.c. of oil of 
lavender. 

NERNST LIQUID RESISTANCE 

The Nernst liquid resistance, suitable for conductivity work, 
consists of 121 grams of mannite, 41 grams of boric acid and 
0-06 gram KCl in a litre of aqueous solution. K = 0-00097 at 
18°, and temperature coefficient is exceedingly small. 



TABLOID PRESS 



A suitable form of press for making compressed tabloids, as 
required for combustion experiments, etc., is as shown ir 
Fig. 73. It consists of a mould, TIf, the two halvea beiw 



APPENDIX 

on one side and secured by a winged nut 
on the »tber. "The substance of which a tabloid is required is 
placed in the mould (in the ease of hard substances like eoal 
they should be finely powdered) and a plunger inserted. The 
mould is then placed in the screw press, as indicated in Fig. 74, 





fe^^ 



and the screw turned as far as possible, thus exerting great 
pressure on 'the substance. The pressure is then relieved, 
and then by undoing the winged nut the mould can be 
opened and the tabloid removed. In order to make a tabloid 
successfully, the groove of the mould must be perfectly clean, 
and kept as smooth as possible. 
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DETERMINATION OF MOLECULAR WEIGHTS BY THE 
ELEVATION OF BOILING-POINT AND DEPRES- 
SION OF THE FREEZING-POINTS (BECKMANN'S 
METHOD) 

1. VALUES OF K FOR BOILING-POINT METHOD 



Solvent 


Boiling-Poiut 


K 


Ether 

Carbon disulpbide 

Acetone 

Chloroform 

Ethyl acetate 

Ethyl alcohol 

Benzene 

Water 

Acetic acid 


34-9*' 

46-2*' 

56-3*' 

61 •2'* 

74-6*» 

- 78 -3** 

SO^** 

lOOO** 

118-1° 


2110 
2370 
1670 
3660 
2610 
1150 
2670 
620 
2530 



2. VALUES OF K FOR FREEZING POINT METHOD 



Solvent 


Free2dng-Point 


R 


TT OvOa ••• ••• »•• ••• ••• 

Acetic acid ... 

A^uUZcUG ••• ••• ••• ••• ••• 


O** 

17« 

5-5« 


18C0 
3860 
5000 



LATENT HEATS 



Solvent 



Water 

Acetic acid . . . 
Benzene 
Ether ... 
Acetone 
Ethyl aloobol 



Vaporisation 




535-9*» 
92-9* 



79-1° 
431° 
301° 




r 
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1 

VALUES OF K {LANDSBEEGER'S METHOD) ■ 


1 


BolYsnl 


K 


Solvent 


1 


Alwhol 

Ether 

W.ter 


1560 
»030 
540 


Ohlorofonn '.'.'. '.'.'. 
Benzene 


2220 1 

2eoo 1 
3280 1 




Note— The valuea of E in BackmaDn'a Method are (or 1 gram of 
wlrent, wherew those for Landabergcr'a Method are for 1 c.e. of solvent. 
In the former one the weight of the aolvant U koown. and the latter case 
the Toluine. 

VALUES OF ix^ at 26= C. (Skb CoNJiPcrmTY) 


1 


..„ 


.. 


1..™. 


Aeatioscid 

Snaoinio add 

Benzoic acid 

Mandelioacid 


389 
BBl 
381 
378 


1-8 jtlO-» 
B-66xlO-» 
6-0 xlO-s 
417xl0-» 


1 


DENSITY OF AOETONE J 
Decflitj (15''/4') = 0-7871 ■ 



INTERNATIONAL ATOMIC WEIGHTS. 1914 





- 


Sfmtwl 


Atomio 

WBight 


BIOfflBilt 


Bjmbol 


We'lSit 




Bttminiam ... 


Al 


27-1 


Neon 


Ne 


20-2 


rtiniony ... 


Pb 


120-2 


Nickel 


Ni 


58-68 


con .. 


A 


39 88 


NioMum 


Nil 


93-5 


•enio 


As 


74 'Be 


Niton 


Nt 


224-4 


irlmn 


Ba 


137-37 


Nitrogen 


N 


1401 




Be 


B-1 


OBiniura 


Os 


190-9 


fannith 


Bi 


208-0 


?SSL,„ ::: 





ie-0 




B 


no 


Pd 


106-7 




Br 


79-92 


FhosphornH ... 


P 


31-04 




Cd 


112-40 




Pt 


196-2 




Cs 


132-81 


Potasaium '.'.'. 


K 


39-10 


Idiiiii 


Ca 


40-07 


FrBaBodyuinm 


Pi- 


1408 




C 


12-0 


Radium 


Rfl 


228-4 




Oo 


140-25 


Rhodium 


Rh 


102-9 


Joriae 


01 


35-48 


Rubidium ... 


Rb 






Cr 


62-0 




Ru 


101-7 


taat." 


Oo 


58-97 




Sa 


150-4 




Cu 


83-67 


Scandium '.'.'. 


Sa 


44-1 




Dy 


162-5 


Seleoiilm 


8e 


79-2 


Iifum 


Ei 


167-7 


Silicon 


Si 




iiopinm 


En 


152-0 


Silver 


Ag 


107-88 


noS.B ... 


F 


19-0 


Sodium 


Na 


23-0 


■dolininni .. 


Gd 


157 -S 


Strontium 


Sr 


87-88 


illimn 


Qa 


eg -9 


Sulphur 


S 


32-07 




Ge 


72-5 


Tantalnm 


Ta 


181-5 


Did 


An 


ia7-2 


Tellurinm ... 


Ta 


1275 


[Bliom 


He 


3 -99 


Terbium 


Tb 


159-2 


Holminm ... 


Ho 


163-5 


ThaUium ... 


Tl 


204-0 


Hydrogen ... 


H 


1-008 


Thorium 


Th 


232-4 




Indium 


In 


114-8 


Thulium 


Tm 


lfiS-5 




Iodine 


I 


126-92 


Tin 


Sn 


llB-0 




Iron 


Fe 


55-84 


Titanium 


Ti 


48-1 




Krypton 


Kr 


88-92 


Tungston 


W 


184-0 




Lanthanum ., 


La 


1390 


Uraninm 


U 


238-6 




Load 


Fb 


20710 


Vanadium 


V 


61-0 




Lithinm 


Li 


6-94 


Xenon 


Xe 


130-2 






Lu 


174 


YttBrbium (Neo- 










Mg 


24-32 


ytterliium) ... 


Yb 


172-0 






Mn 


54-93 


Yttrium 


Y 


890 




Mercury 
MolybJonum .. 


Hg 


200-6 


ZbG 


Zn 


65-37 




Mo 


93-0 


Zirconium ... 


Zr 


90 -e 


r. 


Neodyniium ... 


Nd 


144-3 









LOGARITHMS 



3 4,66 7 



0212|02BS 3294 

■"0B46 3682 

0969:1004 

3D3.1335 13Q7 

1673 



1614:1644 

1903 

2175 

2430 

2872 

2900 



9 P 1 g 3 4 5 



6 7 8 1' 



1 13 le.IS 21 21 



9 12 14 16 19 2t 



365G 3674 S692 
3S3B 3856 
1014 4031 
4183 4200 
|434e 
|4472l448ri4502 4618 



t 8 10 12 14 15 17 
t 7 g l!|l3 15 I7 
i 7 9 n<12 14 16 



4757' 1 3 4 ,6 



495514969 4983' 
5119 
5260 1 
5378 

647S[54B0:6502 



5729|s740:675i 5763 



I 8 7 910 11 13 



8042 e( 
6149 6] 
6253 6! 
6355 6i 
3454 64 



49 



6902 a91I 



S937 



I 4 G S S 7 ( 



50 16990 3998 7007 7016^024 

61 J/Ors rOS4 7093 7101 7110 

I SS 716C nas 7177 7186 7193 

)V /frS24f?332 TSiOhSii 



' 3 



7118 7126 

17210 

728472B'; 

736473T 



7050 7059 7067 
F1357143 7I52 
721S 7220 7235 






\ % 7t.\ % % '\'*'^ 



74197427 

7«7l 

7B74 

7e4BJ7fl57 

7723|?731 



?«ol7143 7i 
7520 7f 
7597 7( 



938 794S 
J07!801 
075 808! 



173 ■ 

i 617 8 J 



;7466!7474 

'7543i7551 

■761917827 ' 

;76e4|7701„ 

|7767l7774|i 

'783g!784e| 

78891789*903 -910!7917l 

7959J796e 79737880 7987' 

l|8048'8055 

1109 81163122 



274 8380 ^237:S29Sf8299 i30« B3i: 



32228228' 
■---;8298i 
.18357 
401 84D;|84I4i842C^842Sb432 
8183 8470 3476 84828488 S494 
525 8631 3537|S543l8S49SGG5 
6858501 " 

845 3651 
' 704 8710 



2 S «! 4 6 



9042 904 J S063,»( 

9101 910691 

9154 )159,91 

9201 19206 J212'9i 

9253 9-258 3263'91 



9149' 



S831 S337|S84-. 8848 
8SD3 
,8949 
'9004 



S279 



9074 9079,' 
9128 9133: 
9180 913SI. 
9232 9238.' 
9284 9289 



2| 2 3 8 4 5 
2 2 3 S, 4 i 
2l 2 9 8, I 4 



%2 > S 4 



92999304 0309 J3159320 9325 
i0345 936019355 9:i60 !3ii5 3370 937; 
19395 P400[9406941l) HIS 9420 9425fe430 
J9446 945019455 946Q MU594U9 9474 It, 
ifl494 H99JB5049509 ,(513 9516 952-:! j; 



9335 9340 
J380 9385 9390 
9435 9440 . 
9484 9189 
'333 95Sa' 



9586 9571 
9814 961 
9861 966 
9694J9699lg703.970S971 



'676 95819586, 

1624 9628 9633 

1671 9875 9«80 

171797229727 

19731 }786 9741i9745 1750 9754 9758 1763 97689773 
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